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November 22, 2000 

STL LOT NUMBER: EOJ170121 

Rus Pucell 
Kennedy/Jenks Consultants 
2151 Michelson Drive 
Suite 100 
Irvine, CA 92612 

STL Los Angeles 

1721 South Grand Avenue 
Santa Ana, CA 927054808 

Tel: (714) 258-8610 
Fax: (714) 258-0921 

www.stl-inc.com  

Dear Mr. Purcell, 

This report contains the analytical results for the 35 samples received under chain of 
custody by STL Los Angeles on October 17, 2000. These samples are associated with your 
Boeing C-6 project. 

The soil samples for 8260 were analyzed in our Sacramento facility. Though the initial 
screening was performed within the required hold time, the samples were analyzed out of 
the recommended hold time range for 8260B. AII applicable quality control procedures met 
method-specified acceptance criteria except as noted on the following page. Matrix related 
anomalies are footnoted within the report. 

This report shall not be reproduced except in full, without the written approval of the 
laboratory. 

If you have any questions, please feel free to call me at 714-258-8610. 

Sincerely, 

Diane Suzuki 
Project Manager 

cc: Project File 

STL Los Angeles is a part of Severn Trent Laboratories, Inc. 

el 0 0 0 ruu1- 
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Comments: 
The continuing calibration check standard recovery was greater than 50% for acrolein, 
acrylonitrile and t-butanol. The average of the average was less than 15% and the CCC 
compounds were within control limits. The method blank and samples are ND for these 
compounds, there is no impact to the data quality and is acceptable as reported. 
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* RUSH TURNAROUND MAY REQUIRE SURCHARGE 

00015('13 

.7-i'  

N 

qo 	C/) 
Co > 
C) 

CL 

C)  (D cn 

00 
CD 

-a 

z  Ln 
—  -o 

x  c,  
-- . m 

m 
0 

cf) 
> ig: cl) 

> 
~j  
x 

-0 > 
0 

(t) 
m 

C) 
0 

m 
0 z 

m  
m 

z  
M 
0 

Z Z  5-
0 

 K 
-o 
r-  

. 	. 0 
z 

M 

z K 

Z >  A < m z C m 
c- 

U) m 

c  

z 
> x 

m co  r > z  rn  
m 65 

a: m  M) 
z 
> 

z 
0 -o -< 

-.5 0 

z z 

rn 

cn t 
> z 0 t 

I 
r m 
m c/) 

z 

co 

M  M  
cn > 

CO IN mr- m 
0 
z -0 -0 

x  
z  m 

22 
z  c)  

m  0 m m c) 

M 
17) o 
m  

--i 
m 

I 

cn U) 
> 

c) 
Z. > 

m 

m a 
co 

z > 
z  
m 

m El m  K-u  Mr- m 
m 
0 

m m z 
z c- 
M 

:0 
z a: K cn m 

o 
A, 

> 2 
n x Z 

n 
m 

m-0 r 5-<m 0 
z 

0 0 
z ❑ 0 m 

0 
C) > 

0 

C) 

cn 
rr, z 

0 

z 

m 
cn 

ID 1> 
m 

cn 

tn 
m m  NUMBER OF CONTAINERS 

NIZ -K -4 AIq 

L--A 
0  4y, 

~G  22 z m z 

z m 
m 

 ~ ~ RFQV~S ~+ J~~~ ~ FryO 	c ~ ~ 

m 
~5  

M 
E5  
Z  

x z 
> c  m 0 

z 
> 

> C)  
C  0  

x 
m Co  z  m  

:0 
m 

cn 
m m 

--A  
m 
m r 

0 
6 
0 

0 
m 

m z 
0 

75 

z 
.5 

z 
-.5 

r m 

c 

> 	0 

m 	c- 
0 	0 

m m m 
z 

Z 	0 
cn 	

L---j 

1111 

■ 

z 
0 

CD 
co 

rN-) 

BOE-C6-0173011 



-,u =r 0 
~ 

m 

V 

~ V 
~ N 

CNTI~ ~ 
CO ~ N 

~ n~ 
° ` c~ 

~ 
X~ fl' 

v O c~p 
~-  Un =3 
~ c ~ CD 
N 
Cn 
00 
O 
(.0 
N) 

` RUSH TURNAROUND MAY REQUIRE SURCHARGE 

BOE-C6-0173012 

y' 

. 

i 
~ ► 

pu 
 

I'  

i 

~ ! 

~ d 

i 
~ ;! 	• , 

~ i 

■ 



* RUSH TURNAROUND MAY REQUIRE SURCHARGE 
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STL - LOS ANGELES 	 / 
PROJECT RECEIPT CHECKLIST 	 Date: r  

Labeled by ................................................................................................................ 	 ~ 
Labelingchecked by ....................................................................................................  
........................................................................................................... I 
Turn Around Time:QRUSH-241413 ❑RUSH-48HR ❑RUSH-72HR 	RMAL ......... A L/ le ~ ' 
Short-Hold Notification: ❑Ph ❑Wet Chem ❑Metals (Filter/Pres) ❑Encore v N/A ... 
Outside Analysis(es) (Test/Lab/Date Sent Out) : 	 I 

°•°•°°•°•° LEAVE NO BLANK 	; USE 
	

.......... 

RNC7 	 ®c5adiam HydoxWd  , r•. Z;M  AcwNd5odnM Hy*ux)de z 117SO4 	stWOJ 	i 

CGl.Cka GCffi 1r 	CGB:CiQ GTao 8ca3. AGt.Amba CUU 1w 	AGB:Ambc GTue Baah Pt foly Boak 
	

~~1~ -^~~•.' :'rJ 
	

V: VOA 

• Number of VOA's w/ Headspace present 

LOGGED BY/DATE: 
	

REVIEWED BY/DATE: 
	

~ 

QnC /+C f1.1 lnn.f r 



CONDITION/ANOMALY/VARI.+NCE (CHECK ALL THAT APPLY): 

• COOLERS 
❑ Not Received, No (COC) 
❑ Not Received but COC (s) AvaiLlble 
❑ Leaking 
❑ Other. 

• TEMPERATLTRE (SPECS 4 t 2°C) 
oler Temp(s) ~ ~' (' ~  

emperature Blank(s) 	,,,~ AL1v  

• CONTAINERS 
❑ Leaking 
❑ Broken 
❑ Eztra 
❑ Without Labels 
❑ VOA Vlals with Headspace 	 mm 
❑ Other. • 

• SAMPLES 
❑ Samples NOT RECEIVED bat Itsted on COC 
❑ Samples received but NOT LISTED on COC 
❑ Logged based on Labd InformatIon 

,XLogged based on Info from other samples on COC 
❑ Logged according to Woric Pixn 
❑ Logged on HOLD UNTIL FURTHER NOTICE 
❑ Other 

• CUSTODY SEALS (COOLER(S)/CONTAL`!ER(S) 
❑ None 
❑ Not Intact 
❑ Other 

• CHAIN OF CUSTODY (COC) 
❑ Not relinquished by Cllent; No dateltime relinquished 

❑ Incomplete information provided 
❑ Other 

• CONTAINERS LABELS 
IgNot the same ID/Info as in COC 
❑ Incomplete Information 

❑ Preservatfve 
❑ CoIIection 	Time 	Date 

❑ MarkingslInfo Wegible 
❑ Torn 
❑ Other 

❑ Will be noted on COC—CItent to send samples with new COC 
❑ Mlslabeled as to tests, presemtives, etc. 
❑ Holding time ezplred 
❑ Improper container used 
❑ Not preservedlImproper preservative uscd 
❑ Improper pH 	Lab to preserve sample and docament 
❑ Insufficient quantfties for analysis 

~ Comments 	Sa-ut ~0— 
 /,-J 

11,41411,  

By: 	 In wtiting on 	 By: 

❑ Sunple(s) on hold nnbtl: 	 If released., notify: 

Szmple Control Supervisor Revi 	 Date: 

Project Management Review: 	 Date: 	I  Z,  

SIGNED 012.IGINAL 	BE RETAIlYED IN THE>PROJECT FILE 

"T%S' L ' 2 — i _/  
Cormtive A on Implemeated: 

eat Informed: verbalty on 

l ❑ Sample(s) prncesssd "as is." 

- i o . 

BOE-C6-0173016 



EXEC 	 Y - Detection HiAlights 

EOJ170121 

REPORTING 	ANALYTICAL 
PARAMETER 
	

RESULT 
	

LIMIT 	UNITS 	METHOD 

C-2-165-5 10/16/00 08:00 001 

C6-C8 

Aluminum 
Arsenic 
Antimony 
Barium 
Chromium 
Beryllium 
Lead 
Selenium 
Cobalt 
Copper 
Nickel 
Vanadium 
Zinc 
Acetone 

C-2-165-10 10/16/00 08:15 002 

Acetone 

C-2-166-1 10/16/00 08:30 003 

C6-C8 

C-2-166-5 10/16/00 08:36 004 

C6-C8 

C-2-166-10 10/16/00 08:42 005 

C6-C8 

C-2-167-5 10/16/00 08:55 006 

C6-C8 

Aluminum 
Arsenic 
Antimony 
Barium 
Chromium 
Beryllium 
Lead 
Selenium 

0.28 	J,B 1.0 mg/kg SW846 8015B 

24800 20.0 mg/kg SW846 6010B 

3.6 1.0 mg/kg SW846 6010B 

0.39 B 6.0 mg/kg SW846 6010B 

177 2.0 mg/kg SW846 6010B 

27.4 1.0 mg/kg SW846 6010B 

0.76 0.50 mg/kg SW846 6010B 

6.1 0.50 mg/kg SW846 6010B 

0.61 0.50 mg/kg SW846 6010B 

12.6 5.0 mg/kg SW846 6010B 

17.5 2.5 mg/kg SW846 6010B 

21.4 4.0 mg/kg SW846 6010B 

55.3 5.0 mg/kg SW846 6010B 

51.9 2.0 mg/kg SW846 6010B 

9.2 	J,B 25 ug/kg SW846 8260B 

12 J,B 	25 	 ug/kg 	SW846 8260B 

0.26 J,B 	1.0 	 mg/kg 	SW846 8015B 

0.27 J,B 	1.0 	 mg/kg 	SW846 8015B 

0.30 J,B 	1.0 	 mg/kg 	SW846 8015B 

0.27 	J,B 1.0 

14100 20.0 

2.8 1.0 

0.26 B 6.0 

124 2.0 

17.9 1.0 

0.47 B 0.50 

4.8 0.50 

0.65 0.50 

mg/kg SW846 8015B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

mg/kg SW846 6010B 

(Continued on next page) 
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EXEC 	 Y - Detection Highlights 

EOJ170121 

PARAMETER 

C-2-167-5 10/16/00 08:55 006 

Cobalt 
Copper 
Molybdenum 
Nickel 
Vanadium 
Zinc 
Acetone 

C-2-167-10 10/16/00 09:00 007 

Acetone 

C-2-168-5 10/16/00 09:10 008 

C6-C8 
Mercury 
Aluminum 
Arsenic 
Antimony 
Barium 
Chromium 
Beryllium 
Lead 
Selenium 
Cobalt 
Copper 
Nickel 
Vanadium 
Zinc 
Acetone 

C-2-168-10 10/16/00 09:15 009 

Acetone 

C-2-169-5 10/16/00 09:30 010 

REPORTING 	ANALYTICAL 
RESULT 	LIMIT 	UNITS 	METHOD 

10.1 5.0 mg/kg SW846 6010B 
15.2 2.5 mg/kg SW846 6010B 
0.38 	B 4.0 mg/kg SW846 6010B 
11.9 4.0 mg/kg SW846 6010B 
38.6 5.0 mg/kg SW846 6010B 
34.7 2.0 mg/kg SW846 6010B 
19 J,B 25 ug/kg SW846 8260B 

11 J,B 	25 	ug/kg 	SW846 8260B 

0.27 J,B 1.0 mg/kg SW846 8015B 
0.051 B 0.10 mg/kg SW846 7471A 
30300 20.0 mg/kg SW846 6010B 
4.3 1.0 mg/kg SW846 6010B 
0.32 B 6.0 mg/kg SW846 6010B 
181 2.0 mg/kg SW846 6010B 
32.5 1.0 mg/kg SW846 6010B 
0.94 0.50 mg/kg SW846 6010B 
7.5 0.50 mg/kg SW846 6010B 
0.69 0.50 mg/kg SW846 6010B 
14.7 5.0 mg/kg SW846 6010B 
16.3 2.5 mg/kg SW846 6010B 
20.7 4.0 mg/kg SW846 6010B 
68.6 5.0 mg/kg SW846 6010B 
60.6 2.0 mg/kg SW846 6010B 
9.5 J,B 25 ug/kg SW846 8260B 

11 J,B 	25 	ug/kg 	SW846 8260B 

mg/kg SW846 8015B 
mg/kg SW846 8015B 
mg/kg SW846 8015B 
mg/kg SW846 7471A 
mg/kg SW846 6010B 
mg/kg SW846 6010B 

C18-C19 	 8.1 J 	10 
Total Carbon Chain Range 	9.3 J 	10 
C6-C8 	 0.25 J,B 	1.0 
Mercury 	 0.089 B 	0.10 
Aluminum 	 35800 	20.0 
Arsenic 	 4.8 	1.0 

(Continued on next page) 
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EOJ170121 

REPORTING 	ANALYTICAL 

PARAMETER 
	

RESULT 	LIMIT 	UNITS 	METHOD 

C-2-169-5 10/16/00 09:30 010 

Antimony 0.42 	B 6.0 mg/kg SW846 6010B 

Barium 179 2.0 mg/kg SW846 6010B 

Chromium 42.5 1.0 mg/kg SW846 6010B 

Beryllium 1.2 0.50 mg/kg SW846 6010B 

Lead 6.1 0.50 mg/kg SW846 6010B 

Selenium 0.92 0.50 mg/kg SW846 6010B 

Cobalt 9.2 5.0 mg/kg SW846 6010B 

Copper 22.2 2.5 mg/kg SW846 6010B 

Nickel 19.4 4.0 mg/kg SW846 6010B 
Vanadium 61.5 5.0 mg/kg SW846 6010B 

Zinc 63.9 2.0 mg/kg SW846 6010B 

Acetone 23 J,B 25 ug/kg SW846 8260B 

Acetone 13 J,B 25 ug/kg SW846 8260B 

C-2-169-10 10/16/00 09:40 011 

Acetone 	 16 J,B 	25 	ug/kg 	SW846 8260B 

C-2-170-5 10/16/00 10:10 012 

C6-C8 0.26 	J,B 1.0 mg/kg SW846 8015B 

Mercury 0.037 B 0.10 mg/kg SW846 7471A 

Aluminum 27900 20.0 mg/kg SW846 6010B 

Arsenic 3.6 1.0 mg/kg SW846 6010B 

Antimony 0.25 B 6.0 mg/kg SW846 6010B 

Barium 96.7 2.0 mg/kg SW846 6010B 

Chromium 30.2 1.0 mg/kg SW846 6010B 

Beryllium 0.84 0.50 mg/kg SW846 6010B 

Lead 6.2 0.50 mg/kg SW846 6010B 
Selenium 0.50 0.50 mg/kg SW846 6010B 
Cobalt 12.2 5.0 mg/kg SW846 6010B 
Copper 16.2 2.5 mg/kg SW846 6010B 
Nickel 18.7 4.0 mg/kg SW846 6010B 
Vanadium 61.2 5.0 mg/kg SW846 6010B 
Zinc 55.8 2.0 mg/kg SW846 6010B 

Acetone 15 J,B 25 ug/kg SW846 8260B 

C-2-170-10 10/16/00 10:15 013 

Acetone 	 12 J,B 	25 	ug/kg 	SW846 8260B 

(Continued on next page) 

~ =  

BOE-C6-0173019 



EOJ170121 

REPORTING 	ANALYTICAL 
PARAMETER 	 RESULT 	LIMIT 	UNITS 	METHOD 

C-2-171-1 10/16/00 10:30 014 

C6-C8 0.26 J,B 1.0 mg/kg SW846 8015B 
Aluminum 11800 20.0 mg/kg SW846 6010B 
Arsenic 2.4 1.0 mg/kg SW846 6010B 
Antimony 0.28 B 6.0 mg/kg SW846 6010B 
Barium 96.7 2.0 mg/kg SW846 6010B 
Chromium 15.5 1.0 mg/kg SW846 6010B 
Beryllium 0.40 B 0.50 mg/kg SW846 6010B 
Lead 13.8 0.50 mg/kg SW846 6010B 
Selenium 0.62 0.50 mg/kg SW846 6010B 
Cobalt 8.7 5.0 mg/kg SW846 6010B 
Copper 15.5 2.5 mg/kg SW846 6010B 
Nickel 9.6 4.0 mg/kg SW846 6010B 
Vanadium 31.9 5.0 mg/kg SW846 6010B 
Zinc 49.2 2.0 mg/kg SW846 6010B 
Acetone 8.4 J,B 25 ug/kg SW846 8260B 

C-2-171-5 10/16/00 10:35 015 

C6-C8 0.26 J,B 1.0 mg/kg SW846 8015B 
Aluminum 23400 20.0 mg/kg SW846 6010B 
Arsenic 3.5 1.0 mg/kg SW846 6010B 
Barium 133 2.0 mg/kg SW846 6010B 
Chromium 24.4 1.0 mg/kg SW846 6010B 
Beryllium 0.68 0.50 mg/kg SW846 6010B 
Lead 5.1 0.50 mg/kg SW846 6010B 
Selenium 0.69 0.50 mg/kg SW846 6010B 
Cobalt 8.9 5.0 mg/kg SW846 6010B 
Copper 15.1 2.5 mg/kg SW846 6010B 
Nickel 13.5 4.0 mg/kg SW846 6010B 
Vanadium 48.1 5.0 mg/kg SW846 6010B 
Zinc 44.9 2.0 mg/kg SW846 6010B 
Acetone 14 J,B 25 ug/kg SW846 8260B 

C-2-172-5 10/16/00 10:40 016 

C6-C8 0.26 J,B 1.0 mg/kg SW846 8015B 
Aluminum 22900 20.0 mg/kg SW846 6010B 
Arsenic 4.0 1.0 mg/kg SW846 6010B 
Antimony 0.48 B 6.0 mg/kg SW846 6010B 
Barium 129 2.0 mg/kg SW846 6010B 
Chromium 24.5 1.0 mg/kg SW846 6010B 
Beryllium 0.66 0.50 mg/kg SW846 6010B 
Lead 5.4 0.50 mg/kg SW846 6010B 

(Continued on next page) 
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EOJ170121 

REPORTING 	ANALYTICAL 
PARAMETER 
	

RESULT 	LIMIT 	UNITS 	METHOD 

C-2-172-5 10/16/00 10:40 016 

Selenium 0.48 B 0.50 mg/kg SW846 6010B 

Cobalt 8.9 5.0 mg/kg SW846 6010B 

Copper 15.4 2.5 mg/kg SW846 6010B 
Molybdenum 0.35 B 4.0 mg/kg SW846 6010B 
Nickel 12.9 4.0 mg/kg SW846 6010B 
Vanadium 48.8 5.0 mg/kg SW846 6010B 
Zinc 44.5 2.0 mg/kg SW846 6010B 
Acetone 11 J,B 25 ug/kg SW846 8260B 

C-2-172-10 10/16/00 10:45 017 

Acetone 	 12 J,B 	25 	ug/kg 	SW846 8260B 

C-2-173-10 10/16/00 13:00 018 

Aluminum 17100 20.0 mg/kg SW846 6010B 
Arsenic 5.5 1.0 mg/kg SW846 6010B 
Antimony 0.80 	B 6.0 mg/kg SW846 6010B 
Barium 137 2.0 mg/kg SW846 6010B 
Chromium 23.9 1.0 mg/kg SW846 6010B 
Beryllium 0.51 0.50 mg/kg SW846 6010B 
Lead 4.5 0.50 mg/kg SW846 6010B 
Selenium 0.96 0.50 mg/kg SW846 6010B 
Cobalt 10.2 5.0 mg/kg SW846 6010B 
Copper 24.8 2.5 mg/kg SW846 6010B 
Nickel 19.1 4.0 mg/kg SW846 6010B 
Vanadium 51.2 5.0 mg/kg SW846 6010B 
Zinc 53.5 2.0 mg/kg SW846 6010B 
Acetone 12 J,B 25 ug/kg SW846 8260B 

C-2-173-15 10/16/00 13:15 019 

Mercury 0.037 B 0.10 mg/kg SW846 7471A 
Aluminum 21700 20.0 mg/kg SW846 6010B 
Arsenic 4.9 1.0 mg/kg SW846 6010B 
Barium 166 2.0 mg/kg SW846 6010B 
Chromium 24.3 1.0 mg/kg SW846 6010B 
Beryllium 0.59 0.50 mg/kg SW846 6010B 
Lead 5.6 0.50 mg/kg SW846 6010B 
Cobalt 11.3 5.0 mg/kg SW846 6010B 
Copper 27.0 2.5 mg/kg SW846 6010B 
Nickel 17.7 4.0 mg/kg SW846 6010B 
Vanadium 57.3 5.0 mg/kg SW846 6010B 

(Continued on next page) 
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BOJ170121 

REPORTING 	ANALYTICAL 
PARAMETER 
	

RESULT 	LIMIT 	UNITS 	METHOD 

C-2-173-15 10/16/00 13:15 019 

Zinc 
	 70.1 	2.0 	mg/kg 

	
SW846 6010B 

Acetone 
	 8.2 J,B 	25 	ug/kg 

	SW846 8260B 

C-2-173-20 10/16/00 13:25 020 

Mercury 0.069 B 0.10 mg/kg SW846 7471A 
Aluminum 23800 20.0 mg/kg SW846 6010B 
Arsenic 5.4 1.0 mg/kg SW846 6010B 
Antimony 0.38 B 6.0 mg/kg SW846 6010B 
Barium 161 2.0 mg/kg SW846 6010B 
Chromium 27.4 1.0 mg/kg SW846 6010B 

Beryllium 0.69 0.50 mg/kg SW846 6010B 
Lead 6.0 0.50 mg/kg SW846 6010B 
Selenium 0.78 0.50 mg/kg SW846 6010B 
Cobalt 12.0 5.0 mg/kg SW846 6010B 
Copper 31.0 2.5 mg/kg SW846 6010B 
Molybdenum 0.32 B 4.0 mg/kg SW846 6010B 
Nickel 20.5 4.0 mg/kg SW846 60103 
Vanadium 60.7 5.0 mg/kg SW846 6010B 

Zinc 76.5 2.0 mg/kg SW846 6010B 

Acetone 12 J,B 25 ug/kg SW846 8260B 

C-2-174-1 10/16/00 13:25 021 

Total Carbon Chain Range 9.4 J 10 mg/kg SW846 8015B 

C6-C8 0.28 J,B 1.0 mg/kg SW846 8015B 
Mercury 0.023 B 0.10 mg/kg SW846 7471A 
Aluminum 14600 20.0 mg/kg SW846 6010B 
Arsenic 3.7 1.0 mg/kg SW846 6010B 
Antimony 0.62 	B 6.0 mg/kg SW846 6010B 
Barium 127 2.0 mg/kg SW846 6010B 
Chromium 19.9 1.0 mg/kg SW846 6010B 
Beryllium 0.48 B 0.50 mg/kg SW846 6010B 
Lead 12.7 0.50 mg/kg SW846 6010B 
Selenium 0.88 0.50 mg/kg SW846 6010B 
Cobalt 9.0 5.0 mg/kg SW846 6010B 
Copper 18.4 2.5 mg/kg SW846 6010B 
Nickel 13.9 4.0 mg/kg SW846 6010B 
Vanadium 37.9 5.0 mg/kg SW846 6010B 
Zinc 77.2 2.0 mg/kg SW846 6010B 
Acetone 130 B 25 ug/kg SW846 8260B 
Xylenes 	(total) 2.2 J 5.0 ug/kg SW846 8260B 
2-Butanone (MEK) 5.6 J 25 ug/kg SW846 8260B 

(Continued on next page) 
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EOJ170121 

REPORTING 	ANALYTICAL 

PARAMETER 
	

RESULT 	LIMIT 	UNITS 	METHOD 

C-2-174-5 10/16/00 13:30 022 

Total Carbon Chain Range 5.2 J 10 mg/kg SW846 8015B 

C6-C8 0.26 	J,B 1.0 mg/kg SW846 8015B 

Mercury 0.030 B 0.10 mg/kg SW846 7471A 
Aluminum 21700 20.0 mg/kg SW846 6010B 

Arsenic 3.9 1.0 mg/kg SW846 6010B 
Antimony 0.21 B 6.0 mg/kg SW846 6010B 
Barium 186 2.0 mg/kg SW846 6010B 
Chromium 24.1 1.0 mg/kg SW846 6010B 

Beryllium 0.64 0.50 mg/kg SW846 6010B 

Lead 5.3 0.50 mg/kg SW846 6010B 

Selenium 0.68 0.50 mg/kg SW846 6010B 

Cobalt 10.5 5.0 mg/kg SW846 6010B 

Copper 18.2 2.5 mg/kg SW846 6010B 

Nickel 18.3 4.0 mg/kg SW846 6010B 
Vanadium 49.3 5.0 mg/kg SW846 6010B 
Zinc 50.4 2.0 mg/kg SW846 6010B 
Acetone 17 J,B 25 ug/kg SW846 826013 

C-2-175-5 10/16/00 13:44 023 

C6-C8 0.25 J,B 1.0 mg/kg SW846 8015B 

Aluminum 21900 20.0 mg/kg SW846 6010B 
Arsenic 4.2 1.0 mg/kg SW846 6010B 
Antimony 0.86 	B 6.0 mg/kg SW846 6010B 
Barium 175 2.0 mg/kg SW846 6010B 
Chromium 25.4 1.0 mg/kg SW846 6010B 
Beryllium 0.62 0.50 mg/kg SW846 6010B 
Lead 5.7 0.50 mg/kg SW846 6010B 
Selenium 1.0 0.50 mg/kg SW846 6010B 
Cobalt 11.7 5.0 mg/kg SW846 6010B 

Copper 23.7 2.5 mg/kg SW846 6010B 
Nickel 21.2 4.0 mg/kg SW846 6010B 

Vanadium 52.2 5.0 mg/kg SW846 6010B 
Zinc 63.7 2.0 mg/kg SW846 6010B 
Acetone 15 J,B 25 ug/kg SW846 8260B 

C-2-175-10 10/16/00 13:50 024 

Acetone 	 11 J,B 	25 	ug/kg 
	

SW846 8260B 

(Continued on next page) 
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REPORTING 
	

ANALYTICAL 

PARAMETER 	RESULT 	LIMIT 	UNITS 
	

METHOD 

C-2-176-5 10/16/00 14:05 025 

Mercury 0.024 B 0.10 mg/kg SW846 7471A 
Aluminum 22300 20.0 mg/kg SW846 6010B 
Arsenic 3.7 1.0 mg/kg SW846 6010B 
Barium 196 2.0 mg/kg SW846 60102 
Chromium 25.7 1.0 mg/kg SW846 6010B 
Beryllium 0.62 0.50 mg/kg SW846 6010B 
Lead 5.6 0.50 mg/kg SW846 6010B 
Selenium 0.58 0.50 mg/kg SW846 6010B 
Cobalt 12.4 5.0 mg/kg SW846 6010B 
Copper 20.9 2.5 mg/kg SW846 6010B 
Molybdenum 0.33 	B 4.0 mg/kg SW846 6010B 
Nickel 20.4 4.0 mg/kg SW846 6010B 
Vanadium 53.2 5.0 mg/kg SW846 6010B 
Zinc 69.3 2.0 mg/kg SW846 6010B 
Acetone 17 J,B 25 ug/kg SW846 8260B 

C-2-176-10 10/16/00 14:10 026 

Acetone 	 13 J,B 	25 	ug/kg 	SW846 8260B 

C-2-177-1 10/16/00 14:25 027 

Total Carbon Chain Range 12 10 mg/kg SW846 8015B 
C6-C8 0.26 J,B 1.0 mg/kg SW846 8015B 
Mercury 0.026 B 0.10 mg/kg SW846 7471A 
Aluminum 25700 20.0 mg/kg SW846 6010B 
Arsenic 4.1 1.0 mg/kg SW846 6010B 
Barium 191 2.0 mg/kg SW846 6010B 
Chromium 28.6 1.0 mg/kg SW846 6010B 
Beryllium 0.77 0.50 mg/kg SW846 6010B 
Lead 6.0 0.50 mg/kg SW846 6010B 
Selenium 0.94 0.50 mg/kg SW846 6010B 
Cobalt 9.9 5.0 mg/kg SW846 6010B 
Copper 16.9 2.5 mg/kg SW846 6010B 
Molybdenum 1.1 B 4.0 mg/kg SW846 6010B 
Nickel 19.1 4.0 mg/kg SW846 6010B 
Vanadium 53.6 5.0 mg/kg SW846 6010B 
Zinc 53.4 2.0 mg/kg SW846 6010B 
Acetone 6.5 J,B 25 ug/kg SW846 8260B 

(Continued on next page) 
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BOJ170121 

REPORTING 	ANALYTICAL 

PARAMETER 
	

RESULT 
	

LIMIT 	UNITS 	METHOD 

C-2-177-5 10/16/00 14:30 028 

Total Carbon Chain Range 6.2 	J 10 mg/kg SW846 8015B 

C6-C8 0.26 	J,B 1.0 mg/kg SW846 8015B 
Mercury 0.040 B 0.10 mg/kg SW846 7471A 
Aluminum 24100 20.0 mg/kg SW846 6010B 

Arsenic 3.6 1.0 mg/kg SW846 6010B 

Barium 250 2.0 mg/kg SW846 6010B 
Cadmium 0.18 B 0.50 mg/kg SW846 6010B 

Chromium 27.3 1.0 mg/kg SW846 6010B 
Beryllium 0.70 0.50 mg/kg SW846 6010B 

Lead 5.5 0.50 mg/kg SW846 6010B 

Cobalt 10.6 5.0 mg/kg SW846 6010B 
Copper 18.8 2.5 mg/kg SW846 6010B 
Nickel 20.8 4.0 mg/kg SW846 6010B 
Vanadium 51.2 5.0 mg/kg SW846 6010B 
Zinc 50.9 2.0 mg/kg SW846 6010B 
Acetone 12 J,B 25 ug/kg SW846 8260B 

C-2-178-5 10/16/00 14:40 029 

C6-C8 0.26 J,B 1.0 mg/kg SW846 8015B 
Aluminum 25600 20.0 mg/kg SW846 6010B 
Arsenic 4.2 1.0 mg/kg SW846 6010B 
Antimony 0.26 B 6.0 mg/kg SW846 6010B 
Barium 233 2.0 mg/kg SW846 6010B 
Chromium 28.0 1.0 mg/kg SW846 6010B 
Beryllium 0.69 0.50 mg/kg SW846 6010B 
Lead 5.6 0.50 mg/kg SW846 6010B 
Cobalt 11.1 5.0 mg/kg SW846 6010B 
Copper 20.5 2.5 mg/kg SW846 6010B 
Nickel 22.6 4.0 mg/kg SW846 6010B 
Vanadium 55.9 5.0 mg/kg SW846 6010B 
Zinc 61.3 2.0 mg/kg SW846 6010B 
Acetone 11 J,B 25 ug/kg SW846 8260B 

C-2-178-10 10/16/00 14:45 030 

Acetone 	 10 J,B 	25 	ug/kg 	SW846 8260B 

C-2-179-5 10/16/00 15:05 031 

C6-C8 	 0.26 J,B 	1.0 	mg/kg 	SW846 8015B 
Aluminum 	 20100 	20.0 	mg/kg 	SW846 6010B 
Arsenic 	 3.8 	1.0 	mg/kg 	SW846 6010B 

(Continued on next page) 
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REPORTING 	ANALYTICAL 
PARAMETER 	 RESULT 	LIMIT 	UNITS 	METHOD 

C-2-179-5 10/16/00 15:05 031 

Antimony 0.37 B 6.0 mg/kg SW846 6010B 
Barium 151 2.0 mg/kg SW846 6010B 
Chromium 24.1 1.0 mg/kg SW846 6010B 
Beryllium 0.60 0.50 mg/kg SW846 6010B 
Lead 9.2 0.50 mg/kg SW846 6010B 
Selenium 0.74 0.50 mg/kg SW846 6010B 
Cobalt 10.5 5.0 mg/kg SW846 601013 
Copper 21.6 2.5 mg/kg SW846 6010B 
Nickel 19.1 4.0 mg/kg SW846 6010B 
Vanadium 47.8 5.0 mg/kg SW846 6010B 
Zinc 53.7 2.0 mg/kg SW846 6010B 
Acetone 9.4 	J,B 25 ug/kg SW846 8260B 

C-2-180-5 10/16/00 15:30 032 

C6-C8 0.26 	J,B 1.0 mg/kg SW846 8015B 
Mercury 0.048 B 0.10 mg/kg SW846 7471A 
Aluminum 24600 20.0 mg/kg SW846 6010B 
Arsenic 4.0 1.0 mg/kg SW846 6010B 
Antimony 0.57 B 6.0 mg/kg SW846 6010B 
Barium 268 2.0 mg/kg SW846 6010B 
Chromium 27.3 1.0 mg/kg SW846 6010B 
Beryllium 0.76 0.50 mg/kg SW846 6010B 
Lead 5.5 0.50 mg/kg SW846 6010B 
Selenium 0.41 B 0.50 mg/kg SW846 6010B 
Cobalt 10.7 5.0 mg/kg SW846 6010B 
Copper 17.8 2.5 mg/kg SW846 6010B 
Nickel 20.6 4.0 mg/kg SW846 6010B 
Vanadium 53.4 5.0 mg/kg SW846 6010B 
Zinc 49.5 2.0 mg/kg SW846 6010B 
Acetone 9.9 J,B 25 ug/kg SW846 8260B 

C-2-180-10 10/16/00 15:40 033 

Acetone 	 13 J,B 	25 	ug/kg 	SW846 8260B 

T 	_ ,..1i.a 
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ANALYTICAL 
METHOD 

PREPARATION 
METHOD 

SW846 8015B SANA AUTO-SHAKE 
SW846 6010B SW846 3050B 
SW846 7471A SW846 7471A 
SW846 8082 SW846 3550 
SW846 8260B SW846 5030B/826 
SW846 8260B SW846 5035 
SW846 8015B SW846 5030 

PARAMETER 

Extractable Petroleum Hydrocarbons 
Inductively Coupled Plasma (ICP) Metals 
Mercury in Solid Waste (Manual Cold-Vapor) 
PCBs by SW-846 8082 
Volatile Organics by GC/MS 
Volatile Organics by GC/MS 
Volatile Petroleum Hydrocarbons 

References: 

SW846 	"Test Methods for Evaluating Solid Waste, Physical/Chemical 
Methods", Third Edition, November 1986 and its updates. 

Filum 
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WO # SAMPLE# CLIENT SAMPLE ID DATE TIME  

DM9EJ 001 C-2-165-5 10/16/00 08:00 

DM9EW 002 C-2-165-10 10116100 08:15 

DM9E3 003 C-2-166-1 10/16/00 08:30 

DM9E5 004 C-2-166-5 10/16/00 08:36 

DM9FD 005 C-2-166-10 10/16/00 08:42 

DM9FE 006 C-2-167-5 10/16/00 08:55 

DM9FF 007 C-2-167-10 10/16/00 09:00 

DM9FJ 008 C-2-168-5 10/16/00 09:10 

DM9FL 009 C-2-168-10 10/16/00 09:15 

DM9FM 010 C-2-169-5 10/16/00 09:30 

DM9FQ 011 C-2-169-10 10/16/00 09:40 

DM9FV 012 C-2-170-5 10/16/00 10:10 

DM9F0 013 C-2-170-10 10/16/00 10:15 

DM9F1 014 C-2-171-1 10/16/00 10:30 

DM9F2 015 C-2-171-5 10/16/00 10:35 

DM9F4 016 C-2-172-5 10/16/00 10:40 

DM9F6 017 C-2-172-10 10/16/00 10:45 

DM9F8 018 C-2-173-10 10/16/00 13:00 

DM9GF 019 C-2-173-15 10/16/00 13:15 

)M9GH 020 C-2-173-20 10/16/00 13:25 

DM9GK 021 C-2-174-1 10/16/00 13:25 

DM9GM 022 C-2-174-5 10/16/00 13:30 

DM9GN 023 C-2-175-5 10/16/00 13:44 

DM9GP 024 C-2-175-10 10/16/00 13:50 

DM9GQ 025 C-2-176-5 10/16/00 14:05 

DM9GR 026 C-2-176-10 10/16/00 14:10 

DM9GV 027 C-2-177-1 10/16/00 14:25 

DM9GX 028 C-2-177-5 10/16/00 14:30 

DM9G0 029 C-2-178-5 10116100 14:40 

DM9G1 030 C-2-178-10 10/16/00 14:45 

DM9G2 031 C-2-179-5 10/16/00 15:05 

DM9G4 032 C-2-180-5 10/16/00 15:30 

DM9G5 033 C-2-180-10 10/16/00 15:40 

DM9HC 034 C-2-10/16 RINSATE 10116100 16:00 

DM9HW 035 TB 10116100 16:00 

(Continued on next page) 
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WO # SAMPLE# CLIENT SAMPLE ID 	 DATE 	TIME 

NOTE ( S ) :  
The analytical results of the samples listed above are presented on the following pages. 

All calculations are performed before rounding to avoid round-off errors in calculated results. 

Results noted as "ND" were not detected at or above the stated limit. 

This report must not be reproduced, except in full, without the written approval of the laboratory. 

Results for the following parameters are never reported on a dry weight basis: color, corrosivity, density, flashpoint, ignitability, layers, odor, 

paint filter test, pH, porosity pressure, reactivity, redox potential, specific gravity, spot tests, solids, solubility, temperature, viscosity, and weight. 

111 i: ,  
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KffidNEDY/JENRS CONSU'LTANTS 

Client Sample ID: C-2-165-5 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-001 Work Order # --- = DM9EJIAC 	Matrix.........: 	SOLID 
Date Sampled ... : 10/16/00 	08:00 Date Received..: 10/16/00 	17:25 MS Run # ....... 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch # ... : 0292474 Analysis Time..: 11:00 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
RESULT LIMIT UNITS MDL  
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 
ND 10 mg/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS  
81 (60 	- 	130) 

PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE  
Benzo (a) pyrene 

111i 
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ICENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-165-5 

GC Volatiles 

Lot-Sample #•--: EOJ170121-001 Work Order # ... : DM9EJIAD 	Matrix ......... : 	SOLID 

Date Sampled...: 10/16/00 	08:00 Date Received..: 10/16/00 	17:25 MS Run #•.•••••: 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 

Prep Batch #•••: 0300094 Analysis Time..: 15:13 

Dilution Factor: 1 
$ Moi.sture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 

PARAMETER 	 RESULT 
	

LIMIT 
	

UNITS 	MDL  
C6-C8 	 0.28 J,B 

	
1.0 
	mg/kg 	0.10 

PERCENT 
	

RECOVERY 

SURROGATE 
	

RECOVERY 
	

LIMITS 

a,a,a-Trifluorotoluene (TFT) 
	

109 
	

(60 - 130) 

NOTE (S) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

If1:r 
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KEIQNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-165-5 

GC/MS Volatiles 

Lot-Sample #•••: 	EOJ170121-001 Work Order #•••: DM9EJ1C9 Matrix ......... : 	SOLID 
Date Sampled ... : 	10/16/00 08:00 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0312231 
Prep Date ...... : 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch #•••: 	0312434 Analysis Time..: 16:22 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone 9.2 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 

Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KEI4NEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-165-5 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-001 Work Order #•••: DM9EJ1C9 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 

2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 

1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 

1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 84 (70 	- 	130) 
1,2-Dichloroethane-d4 103 (70 	- 	130) 
Toluene-d8 93 (70 	- 	130) 

NOTl3 (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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Client Sample ID: C-2-165-10 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-002 Work Order # ... : DM9EWIAA Matrix  ......... : 	SOLID 

Date Sampled ... : 	10/16/00 08:15 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... : 	0312434 Analysis Time..: 16:52 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 12 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 

Bromomethane ND 10 ug/kg 0.86 

Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 

Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 

Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 

1,2-Dibromoethane ND 5.0 ug/kg 0.79 

Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 

cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KffidNBDY/J]sNICS CONSULTANTS 

Client Sample ID: C-2-165-10 

GC/MS Volatiles 

Lot-Sample #•••: EOJ170121-002 Work Order #...: DM9EWIAA Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis=1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 85 (70 	- 	130) 
1,2-Dichloroethane-d4 108 (70 	- 	130) 
Toluene-d8 91 (70 	- 	130) 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Ivfethod blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173035 



KuuuEnY/J13NRS CONSULTANTS 

Client Sample ID: C-2-166-1 

GC Semivolat3.les 

Lot-Sample # ... : EOJ170121-003 Work Order # ... : DM9E31AA Matrix  ......... : 	SOLID 

Date Sampled ... : 10/16/00 	08:30 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch # ... : 0292474 Analysis Time..: 12:31 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-Cil ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 

Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 84 (60 	- 	130) 

5M. . ,. 
~ 
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KffidN}3DY/JSNICS CONSULTANTS 

Client Sample ID: C-2-166-1 

GC Volatiles 

Lot-Sample # ... : EOJ170121-003 Work Order #..•: DM9E31AC Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	08:30 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 15:40 
Dilution Factor: 1 
~ Moa.sture.....: Analyst ID ..... : 001464 Instnunent ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL  
C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS  
a,a,a-Trifluorotoluene (TFT) 

	
111 
	

(60 - 130) 

NOTE ( S ) : 

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173037 



KEIQNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-166-5 

GC Semivolatiles 

Lot-Sample #•••: EOJ170121-004 Work Order #-•-: DM9E51AA 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	08:36 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch #•••: 0292474 Analysis Time..: 13:01 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER 	 RESULT 	LIMIT 	UNITS 	MDL 

C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo (a) pyrene 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
Mr.-  

10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 

RECOVERY 
LIMITS 
(60 - 130) 

mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 

5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

BOE-C6-0173038 



KffiNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-166-5 

GC Volatiles 

Lot-Sample #•••= EOJ170121-004 Work Order #•••: DM9E51AC 	Matri.x ......... : 	SOLID 

Date Sampled ... : 10/16/00 	08:36 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #•••: 0300094 Analysis Time..: 16:06 
Dilution Factor: 1 
~ Moi.sture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 

C6-C8 0.27 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene 	(TFT) 108 (60 	- 	130) 

NOTE ( S ) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target anatyte at a reportable level. 

BOE-C6-0173039 



LIMIT UNITS  MDL 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 
10 mg/kg 5.0 

RECOVERY 

kbU - 1.3U) 

I DI kN I 4N, 1 :i ! 	.i 

Client Sample ID: C-2-166-10 

GC Semi.volatiles 

Lot-Sample # ... : EOJ170121-005 Work Order # ... : DM9FDIAA 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	08:42 Date Recei.ved..: 10/16/00 	17:25 MS Run # ....... = 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch # ... : 0292474 P,nalysis Time..: 13:32 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT  
C8-C9 ND 
C10-C11 ND 
C12-C13 ND 
C14-C15 ND 
C16-C17 ND 
C18-C19 ND 
C20-C23 ND 
C24-C27 ND 
C28-C31 ND 
C32-C35 ND 
C36-C39 ND 
C40+ ND 
Total Carbon Chain Range ND 

PERCENT 
SURROGATE 	 RECOVERY  
Benzo(a)pyrene 	84 

BOE-C6-0173040 



ICENNEDY/JEATKS CONSULTANTS 

Client Sample ID: C-2-166-10 

GC Volatiles 

Lot-Sample # ... : EOJ170121-005 Work Order # ... : DM9FDIAC 	Matri.x ......... : 	SOLID 
Date Sampled...: 10/16/00 	08:42 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 
Prep Date......: 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #...: 0300094 Analysis Time..: 17:16 
Diluti.on Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 
C6-C8 0.30 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene 	(TFT) 114 (60 	- 	130) 

NOTS (S) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ 
BOE-C6-0173041 



KSIQNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-167-5 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-006 Work Order # ... : DM9FEIAD Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	08:55 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch #...: 0292474 Analysis Time..: 14:02 
Dilution Factor: 1 
g Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
C8-C9 ND 10 mg/kg 5.0 
C10-C11 ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS  
Benzo(a)pyrene 
	

91 
	

(60 - 130) 

BOE-C6-0173042 



KENNEDY/JErTKS CONSULTANTS 

Client Sample ID: C-2-167-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-006 Work Order # ... : DM9FEIAE 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	08:55 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 17:43 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 	Instriunent ID..: G15 

Method ......... : SW846 8015B 

PARAMETER 
C6-C8 

SURROGATE  
a,a,a-Trifluorotoluene (TFT) 

RESULT  
0.27 J,B 

PERCENT 
RECOVERY  
111 

REPORTING 
LIMIT  
1.0 

RECOVERY 
LIMITS  
(60 - 130) 

UNITS 	MDL  
mg/kg 	0.10 

NOTE(S):  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173043 



KE1dNEDY/JSBTK$ CONSULTANTS 

Client Sample ID: C-2-167-5 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-006 Work Order # ... : DM9FElA1 	Matrix.........: 	SOLID 

Date Sampled...: 10/16/00 	08:55 Date Received..: 10/16/00 	17:25 MS Run #.......: 	0312231 

Prep Date ...... : 11/06/00 Analysis Date..: 11/06/00 
Prep Batch #...: 0312434 Analysis Ti.me..: 17:23 
Dilution Factor: 1 
~ Moi.sture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
19 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

(Continued on next page) 
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I'll :. :Q 

Client Sample ID: C-2-167-5 

GC/MS Volatiles 

Lot-Sample #..-: 	EOJ170121-006 Work Order #-.-: DM9FE1A1 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone (MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 86 (70 	- 	130) 
1,2-Dichloroethane-d4 110 (70 	- 	130) 
Toluene-d8 95 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173045 



KSPINEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-167-10 

GC/MS volatiles 

Lot-Sample # ... : EOJ170121-007 Work Order # ... = DM9FFIAA 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	09:00 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 11/06/00 Analysi.s Date..: 11/06/00 
Prep Batch # ... : 0312434 Analysi.s Ti.me..: 17:53 
Dilution Factor: 1 
% Moisture.....: Analyst ID ----- : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

PARAMETER  
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trana-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

REPORTING 
RESULT LIMIT UNITS MDL  
11 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KffiQNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-167-10 

GC/MS Volatiles 

Lot-Sample # --- : EOJ170121-007 Work Order #•••: DM9FFIAA 
	

Matri.x ......... . SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2 -Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 	MDL 
ND 
	

5.0 
	ug/kg 
	4.1 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

10 
	

ug/kg 
	1.6 

ND 
	

5.0 
	ug/kg 
	0.68 

ND 
	

5.0 
	

ug/kg 
	0.81 

ND 
	

100 
	

ug/kg 
	

120 
ND 
	

5.0 
	

ug/kg 
	

0.76 
ND 
	

5.0 
	

ug/kg 
	

0.90 
ND 
	

25 
	

ug/kg 
	5.0 

ND 
	

25 
	ug/kg 
	

5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 	- 	130) 
108 (70 	- 	130) 
92 (70 	- 	130) 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173047 



ICSNNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-168-5 

GC Semivolatiles 

Lot-Sample #...: EOJ170121-008 Work Order # ... : DM9FJlAD 	Matri.x.........: SOLID 
c!I:_ ,~ate Sampled ... : 10/16/00 09:10 Date Received..: 10/16/00 17:25 MS Run # ....... 0292231 

Prep Date ...... : 10/18/00 	Analysis Date..: 11/03/00 
Prep Batch # ... : 0292474 	Analysis Ti.me..: 14:33 
Dilution Factor: 1 
~ Moa.sture.....: 	Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 

C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

SURROGATE 
Benzo(a)pyrene 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
77 

10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 

RECOVERY 
LIMITS 
(60 - 130) 

mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 

5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

~ 

BOE-C6-0173048 



K]3NIQEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-168-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-008 Work Order # ... : DM9FJIAE 	Matrix ......... : 	SOLID 

(.01°`_'-Date Sampled ... : 10/16/00 	09:10 Date Received..: 10116100 	17:25 MS Run #•••••••: 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 

Prep Batch # ... : 0300094 Analysis Ti.me..: 18:09 

Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 

PARAMETER 
	

RESULT 
	

LIMIT 	UNITS 
	

MDL  

C6-C8 
	

0.27 J,B 
	

1.0 	mg/kg 
	

0.10 

PERCENT 	RECOVERY 

SURROGATE 	 RECOVERY 	LIMITS  
a,a,a-Trifluorotoluene (TFT) 	114 	(60 - 130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

5 111 1 -:, ° 
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KEN7NEDY/JSNK.S CONSULTANTS 

Client Sample ID: C-2-168-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-008 Work Order # ... : DM9FJ1A1 	Matrix.........: 	SOLID 
~~ ; (.1,Date Sampled ... : 10/16/00 	09:10 Date Received..: 10/16/00 	17:25 MS Run #...---.: 	0312231 

,,. ~~ ,Prep Date ...... : 11/06/00 Analysis Date..: 11/06/00 
Prep Batch #...: 0312434 Analysis Time..: 18:24 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrament ID..: KR7 

Method ......... : SW846 8260B 

UNITS MDL  
ug/kg 5.0 
ug/kg 1.5 
ug/kg 0.86 
ug/kg 5.0 
ug/kg 1.2 
ug/kg 0.84 
ug/kg 0.91 
ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

• ♦ • ~ 	 • 

Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

130011100 
9.5 J,B 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

REPORTING 
T.TMTT 

LS 

5.0 
10 
5.0 
5.0 
10 
5.0 
10 

BOE-C6-0173050 



KELdNEDY/JffiJKS CONSULTANTS 

Client Sample ID: C-2-168-5 

GC/MS Volatiles 

Lot-Sample #--•: EOJ170121-008 Work Order #.••: DM9FJ1A1 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone (MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 86 (70 	- 	130) 
1,2-Dichloroethane-d4 101 (70 	- 	130) 
Toluene-d8 95 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173051 



Client Sample ID: C-2-168-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-009 Work Order # ... : DM9FLIAA Matrix.........: SOLID 
Date Sampled ... : 	10/16/00 09:15 Date Received..: 10/16/00 17:25 MS Run #.......: 	0312231 

Prep Date ...... : 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... : 	0312434 Analysis Time..: 18:54 
Dilution Factor: 1 
% Moisture.....: Analyst ID.....: 007562 Instrument ID..: KR7 

Method.........: SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Acetone 11 J,B 25 ug/kg 5.0 

Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 

trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 

1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 

Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 

Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 

2-Hexanone ND 25 ug/kg 5.0 

Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

r  
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KBNNBDY/JSNIGS CONSULTANTS 

Client Sample ID: C-2-168-10 

GC/MS Volatiles 

Lot-Sample #-••: 	EOJ170121-009 Work Order #•••: DM9FLIAA Matri.x.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone (MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 

1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 

Acrylonitrile ND 100 ug/kg 50 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tert-amyl methyl ether ND 10 ug/kg 5.0 

Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 87 (70 	- 	130) 
1,2-Dichloroethane-d4 108 (70 	- 	130) 
Toluene-d8 93 (70 	- 	130) 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 	 ' 

5 
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KENNEDY/JENK.S CONSDLTANTS 

Client Sample ID: C-2-169-5 

GC Semi.volatiles 

Lot-Sample # ... : EOJ170121-010 Work Order # ... : DM9FMIAD Matrix  ......... : 	SOLID 

Date Sampled ... : 10/16/00 	09:30 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 13:57 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 8.1 J 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range 9.3 J 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 85 (60 	- 	130) 

NOT}3 ( S ) :  

J Estimated result. Result is less than RL. 

'~ ~, ~ ~ ~ •, 
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KSLQNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-169-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-010 Work Order # ... : DM9FMIAE 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	09:30 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 18:36 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 

C6-C8 0.25 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene 	(TFT) 119 (60 	- 	130) 

NOTE ( S ) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ 	~ ~ • ; 
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KENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-169-5 

GC/MS Volatiles 

Lot-Sample #...: 	EOJ170121-010 Work Order #•••: DM9FM1A1 Matri.x.........: SOLID 
-Date Sampled...: 	10/16/00 09:30 Date Received..: 10/16/00 17:25 MS Run # ....... 	0312231 

;,ili. 	Prep Date......: 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... 	0312434 Analysis Time..: 19:25 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone 23 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KSNNEDY/JffiJKS CONSULTANTS 

Client Sample ID: C-2-169-5 

GC/MS Volatiles 

Lot-Sample #---: EOJ170121-010 Work Order #.••: DM9FM1A1 Matri.x.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 

n-Propylbenzene ND 5.0 ug/kg 0.90 

2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 

1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 

Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 78 (70 	- 	130) 
1,2-Dichloroethane-d4 125 (70 	- 	130) 
Toluene-d8 93 (70 	- 	130) 

NOT13 ( S ) : 
7 Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173057 



KffiNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-169-5 

GC/MS Volatiles 

Lot-Sample # ... : 	EOJ170121-010 Work Order # ... : DM9FM2A1 Matrix  ......... : 	SOLID 

Date Sampled ... : 	10/16/00 09:30 Date Received..: 10/16/00 17:25 MS Run #•••••••= 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/08/00 
Prep Batch #...: 	0315095 Analysis Time..: 01:48 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone 13 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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1:i 	w 	:4 

Client Sample ID: C-2-169-5 

GC/MS Volati.les 

Lot-Sa>;[[ple # --- : EOJ170121-010 Work Order # ... : DM9FM2A1 
	

Matrix ......... . SOLID 

I~~i~uiallY~l 7 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

UNITS MDL 
ug/kg 4.1 
ug/kg 0.52 
ug/kg 0.52 
ug/kg 1.6 
ug/kg 0.68 
ug/kg 0.81 
ug/kg 120 
ug/kg 0.76 
ug/kg 0.90 
ug/kg 5.0 
ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
84 (70 	- 	130) 
99 (70 	- 	130) 
91 (70 	- 	130) 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

REPORTING 
T.TMTT 

b.0 
5.0 
5.0 
10 
5.0 
5.0 
100 
5.0 
5.0 
25 
25 

NOTE ( S ) :  
l Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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KffiQNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-169-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-011 Work Order # ... : DM9FQIAA Matrix ......... : 	SOLID 

Date Sampled ... : 	10/16/00 09:40 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... : 	0312434 Analysis Time..: 19:55 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 007562 Instrament ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 16 J,B 25 ug/kg 5.0 

Chloromethane ND 5.0 ug/kg 1.5 

Bromomethane ND 10 ug/kg 0.8.6 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 

2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 

Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-169-10 

GC/MS Volatiles 

Lot-Sample #•••= EOJ170121-011 Work Order # ... : DM9FQIAA 
	

Matrix ......... : SOLID 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
83 (70 	- 	130) 
103 (70 	- 	130) 
94 (70 	- 	130) 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTS ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

immmm  
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K&NNEDY/JENK.S CONSULTANTS 

Client Sample ID: C-2-170-5 

GC Semivolatiles 

Lot-Sample #•••: EOJ170121-012 Work Order # ... : DM9FVIAD Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 10:10 Date Received..: 10/16/00 17:25 MS Run #--•••••= 	0292231 

Prep Date ...... : 10/18/00 Analysi.s Date..: 11/07/00 
Prep Batch ## ... : 0292474 Analysis Time..: 14:28 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 

Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 
	86 
	

kbU - l.SU) 
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KffiQNEDY/JENTCS CONSULTANTS 

Client Sample ID: C-2-170-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-012 Work Order #...: DM9FVIAE 	Matrix ......... : 	SOLID 
Date Sampled...: 10/16/00 	10:10 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 
Prep Date......: 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #...: 0300094 Analysis Time..: 19:02 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

RESULT 
0.26 J,B 

PERCENT 
RECOVERY 
117 

REPORTING 
LIMIT 
1.0 

RECOVERY 
LIMITS 
(60 - 130) 

UNITS 	MDL 
mg/kg 	0.10 

NOTS (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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KffiQNEDY/JENKS CONSiILTANTS 

Client Sample ID: C-2-170-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-012 Work Order # ... : DM9FV1A1 Matrix ......... : 	SOLID 

Date Sampled ... : 	10/16/00 10:10 Date Received..: 10116100 17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 	11/06/00 Analysi.s Date..: 11/06/00 

Prep Batch # ... : 	0312434 Analysis Time..: 20:26 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Acetone 15 J,B 25 ug/kg 5.0 

Chloromethane ND 5.0 ug/kg 1.5 

Bromomethane ND 10 ug/kg 0.86 

Carbon disulfide ND 5.0 ug/kg 5.0 

1,1-Dichloroethene ND 5.0 ug/kg 1.2 

Methylene chloride ND 10 ug/kg 0.84 

trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 

1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 

2,2-Dichloropropane ND 5.0 ug/kg 1.1 

Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 

1,2-Dibromoethane ND 5.0 ug/kg 0.79 

Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 

Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 

Bromodichloromethane ND 5.0 ug/kg 0.53 

cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 

trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 

Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 

2-Hexanone ND 25 ug/kg 5.0 

Tetrachloroethene ND 5.0 ug/kg 0.61 

Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KENNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-170-5 

GC/MS Volatiles 

Lot-Sample #••-: EOJ170121-012 Work Order #...: DM9FV1A1 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 

t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone (MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert-butyl ether ND 5.0 ug/kg 5.0 
(MTBE) 

tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 

1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 85 (70 	- 	130) 
1,2-Dichloroethane-d4 104 (70 	- 	130) 
Toluene-d8 95 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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KENNEDY/JSDTKS CONSULTANTS 

Client Sample ID: C-2-170-10 

GC/MS Volatiles 

Lot-Sample #•••: EOJ170121-013 Work Order # ... : DM9F01AA 	Matrix ......... : 
Date Sampled ... : 10116100 	10:15 Date Received..: 10/16/00 	17:25 MS Rnn #•••••••= 
Prep Date ...... : 11/07/00 Analysis Date..: 11/08/00 
Prep Batch # ... : 0315095 Analysi.s Ti.me..: 02:18 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: 

Method ......... : SW846 8260B 

SOLID 
0314002 

KR7 

REPORTING 
RESULT LIMIT UNITS MDL  
12 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 
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KELQNSDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-170-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-013 Work Order # ... : DM9F01AA 
	

Matrix ......... . SOLID 

REPORTING 
RESULT LIMIT UNITS MDL  
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS  
86 (70 	- 	130) 
105 (70 	- 	130) 
92 (70 	- 	130) 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTE ( S ) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

I' i 11  *  
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xEnitaRnY/JLNKS CONSULTANTS 

Client Sample ID: C-2-171-1 

GC Semivolatiles 

Lot-Sample #...: EOJ170121-014 Work Order # ... : DM9F11AD Matrix.........: SOLID 

Date Sampled ... : 10/16/00 	10:30 Date Received..: 10116100 17:25 MS Run #---....: 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 14:58 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 

Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS  
Benzo(a)pyrene 
	

74 
	

(60 - 130) 

BOE-C6-0173068 



41.4 Z I Z 1 1.4  

Client Sample ID: C-2-171-1 

GC Volati.les 

Lot-Sample # ... : EOJ170121-014 Work Order # ... : DM9F11AE Matrix ......... : 	SOLID 

Date Sampled...: 10/16/00 	10:30 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #.-.: 0300094 Analysis Time..: 19:29 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 

PARAMETER RESULT LIMIT UNITS 	MDL 

C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 	RECOVERY 
SURROGATE 	 RECOVERY 	LIMITS 
a,a,a-Trifluorotoluene (TFT) 	113 	(60 - 130) 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

rffl~. ,  

BOE-C6-0173069 



KENNEDY/JSNICS CONSULTANTS 

Client Sample ID: C-2-171-1 

GC/MS Volatiles 

Lot-Sample # ... : 	EOJ170121-014 Work Order # ... : DM9F11A1 Matrix.........: SOLID 

Date Sampled...: 	10/16/00 10:30 Date Recei.ved..: 10/16/00 17:25 MS Run # ....... 	0314002 
Prep Date......: 	11/07/00 Analysis Date..: 11/08/00 
Prep Batch #---: 	0315095 Analysis Time..: 02:49 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PAR.AMETER RESULT LIMIT UNITS MDL  
Acetone 8.4 J,B 25 ug/kg 5.0 

Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 

Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 

cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

11~  ._:, 
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ICSNNEDY/JENICS CONSULTANTS 

Client Sample ID: C-2-171-1 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-014 Work Order #...: DM9F11A1 	Matrix ......... : SOLID 

PARAMETER  
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 

4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert -butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

REPORTING 
RESULT LIMIT UNITS MDL  
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS  
84 (70 	- 	130) 

100 (70 	- 	130) 

90 (70 	- 	130) 

SURROGATE  
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

~f~4'.±[gam 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173071 



KBAINEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-171-5 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-015 Work Order # ... : DM9F21AD Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	10:35 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 15:28 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 

Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS 
Benzo(a)pyrene 
	82 
	

(60 - 130) 

BOE-C6-0173072 



KENNEDY/JBNKS CONSDLTANTS 

Client Sample ID: C-2-171-5 

GC Volatiles 

Lot-Sample #...: EOJ170121-015 Work Order # ... : DM9F21AE 	Matrix ......... : 	SOLID 
Date Sampled...: 10/16/00 	10:35 Date Received..: 10/16/00 	17:25 MS Run # ....... = 	0300238 
Prep Date......: 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #...: 0300094 Analysis Time..: 19:56 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 

C6-C8 0.26 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene 	(TFT) 114 (60 	- 	130) 

NOTE ( S ) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

i~~ 

BOE-C6-0173073 



KffiQNEDY/JENRS CONSULTANTS 

Client Sample ID: C-2-171-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-015 Work Order # ... : DM9F21A1 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	10:35 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... : 0312434 Analysis Time..: 20:57 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 	MDL 
14 J,B 
	

25 
	

ug/kg 
	

5.0 
ND 
	

5.0 
	

ug/kg 
	

1.5 

ND 
	

10 
	

ug/kg 
	

0.86 

ND 
	

5.0 
	

ug/kg 
	

5.0 

ND 
	

5.0 
	

ug/kg 
	

1.2 

ND 
	

10 
	

ug/kg 
	

0.84 

ND 
	

5.0 
	

ug/kg 
	

0.91 

ND 
	

10 
	

ug/kg 
	

7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KffiQN13DY/JENKS CONSULTANTS 

Client Sample ID: C-2-171-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-015 Work Order #...= DM9F21A1 	Matrix ......... : SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
82 (70 	- 	130) 
99 (70 	- 	130) 
91 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173075 



4:V 	p 	.i 

Client Sample ID: C-2-172-5 

GC Semivolatiles 

Lot-Sample ## ... : EOJ170121-016 Work Order # ... : DM9F41AD Matrix  ......... : 	SOLID 
Date Sampled...: 10/16/00 	10:40 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch #...= 0292474 Analysis Time..: 15:59 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
C8-C9 ND 10 mg/kg 5.0 
C10-C11 ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo (a) pyrene 
	

80 
	

(bU - .L.SU) 

~ 
BOE-C6-0173076 



KENNEDY/JLNKS CONSULTANTS 

Client Sample ID: C-2-172-5 

GC Volatiles 

Lot-Sample # --- : EOJ170121-016 Work Order #•••: DM9F41AE Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	10:40 Date Received..: 10/16/00 17:25 MS Run # ....... = 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 20:22 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 001464 Instrument ID..: G15 

Method ......... : SW846 801513 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL 

C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 

SURROGATE 
	

RECOVERY 
	

T TTNTTC+ 

a,a,a-Trifluorotoluene (TFT) 
	

114 	knv — L.7v/ 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173077 



ICSNNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-172-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-016 Work Order #...: DM9F41A1 	Matrix ......... : 
Date Sampled ... : 10/16/00 	10:40 Date Received..: 10/16/00 	17:25 MS Run # ....... = 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... = 0315094 Analysis Time..: 13:25 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: 

Method ......... : SW846 8260B 

SOLID 

KR7 

REPORTING 
RESULT LIMIT UNITS MDL 
11 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

(Continued on next page) 

BOE-C6-0173078 



xMN>a:nY/JENKS CONSULTANTS 

Client Sample ID: C-2-172-5 

GC/MS Volatiles 

Lot-Sample # --- : EOJ170121-016 Work Order # ... : DM9F41A1 
	

Matrix ......... . SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 	MDL 
ND 
	

5.0 
	

ug/kg 
	4.1 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

5.0 
	

ug/kg 
	0.52 

ND 
	

10 
	

ug/kg 
	1.6 

ND 
	

5.0 
	

ug/kg 
	0.68 

ND 
	

5.0 
	

ug/kg 
	

0.81 
ND 
	

100 
	

ug/kg 
	120 

ND 
	

5.0 
	

ug/kg 
	0.76 

ND 
	

5.0 
	

ug/kg 
	

0.90 
ND 
	

25 
	

ug/kg 
	

5.0 
ND 
	

25 
	ug/kg 
	5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 	- 	130) 
99 (70 	- 	130) 
92 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173079 



KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-172-10 

GC/MS Volatiles 

Lot-Sample #•••: EOJ170121-017 Work Order #•••: DM9F61AA Matri.x  ......... : 	SOLID 
Date Sampled ... : 	10/16/00 10:45 Date Received..: 10/16/00 17:25 MS Run # ....... : 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 13:55 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 12 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

BOE-C6-0173080 



KffidNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-172-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-017 Work Order # ... : DM9F61AA 
	

Matrix ......... : SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Di.chloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 
	

MDL 
ND 
	

5.0 
	ug/kg 
	4.1 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

10 
	ug/kg 
	1.6 

ND 
	

5.0 
	

ug/kg 
	0.68 

ND 
	

5.0 
	

ug/kg 
	0.81 

ND 
	

100 
	

ug/kg 
	

120 
ND 
	

5.0 
	

ug/kg 
	0.76 

ND 
	

5.0 
	

ug/kg 
	0.90 

ND 
	

25 
	ug/kg 
	

5.0 
ND 
	

25 
	

ug/kg 
	

5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
82 (70 	- 	130) 
105 (70 	- 	130) 
91 (70 	- 	130) 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173081 



UNITS 	MDL 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 

KffiNNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-173-10 

GC Semivolatiles 

Lot-Sample #...: EOJ170121-018 Work Order # ... = DM9F81AX 	Matrix ......... : 	SOLID 

Date Sampled...: 10/16/00 	13:00 Date Received..: 10116100 	17:25 MS Run # ....... : 	0292229 

Prep Date ...... : 10/18/00 Analysis Date..: 10/19/00 
Prep Batch #...= 0292481 Analysis Time..: 14:41 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 018568 	Instrument ID..: G8B 

Method ......... : SW846 8082 

REPORTING 
RESULT LIMIT  
ND 33 
ND 33 
ND 33 
ND 33 
ND 33 
ND 33 
ND 33 

PERCENT RECOVERY 
RECOVERY LIMITS  
77 (60 	- 	140) 

76 (60 	- 	140) 

PARAMETER 
Aroclor 1016 
Aroclor 1221 
Aroclor 1232 
Aroclor 1242 
Aroclor 1248 
Aroclor 1254 
Aroclor 1260 

SURROGATE  
Decachlorobiphenyl 
Tetrachloro-m-xylene 

BOE-C6-0173082 



KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-10 

GC/MS Volatiles 

Lot-Sample # ... : 	EOJ170121-018 Work Order # ... : DM9F81A0 Matrix  ......... : 	SOLID 
Date Sampled ... : 	10/16/00 13:00 Date Received..: 10/16/00 17:25 MS Run # ....... : 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 14:26 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 12 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Bthylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KSIQNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-173-10 

GC/MS Volatiles 

Lot-Sample #•••: 	EOJ170121-018 Work Order #•••: DM9F81A0 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 

t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 

n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 

1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 

Acrylonitrile ND 100 ug/kg 50 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 

Tert-amyl methyl ether ND 10 ug/kg 5.0 

Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 86 (70 	- 	130) 
1,2-Dichloroethane-d4 101 (70 	- 	130) 
Toluene-d8 92 (70 	- 	130) 

NOTE ( S ) : 

! Pstimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-15 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-019 Work Order #-••: DM9GFIAX Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	13:15 Date Recei.ved..: 10/16/00 17:25 MS Run #-••••••= 	0292229 
Prep Date ...... : 10/18/00 Analysi.s Date..: 10/19/00 
Prep Batch # ... : 0292481 Analysis Time..: 15:21 
Dilution Factor: 1 
% Moi.sture.....: Analyst ID.....: 018568 Instrament ID..: G8B 

Method.........: SW846 8082 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Aroclor 1016 ND 33 ug/kg 10 
Aroclor 1221 ND 33 ug/kg 10 
Aroclor 1232 ND 33 ug/kg 10 
Aroclor 1242 ND 33 ug/kg 10 
Aroclor 1248 ND 33 ug/kg 10 
Aroclor 1254 ND 33 ug/kg 10 
Aroclor 1260 ND 33 ug/kg 10 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
Decachlorobiphenyl 
	

89 
	

kbU - 1'tUJ 

Tetrachloro-m-xylene 
	

82 
	

(60 - 140) 
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KENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-173-15 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-019 Work Order # ... : DM9GF1A0 	Matr3.x ......... : 	SOLID 
Date Sampled ... : 10/16/00 	13:15 Date Received..: 10/16/00 	17:25 MS Run # ....... = 	0314002 
Prep Date ...... : 11/07/00 Analysis Date..: 11/08/00 
Prep Batch # ... : 0315095 Analysi.s Time..: 03:19 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

UNITS MDL 
ug/kg 5.0 
ug/kg 1.5 
ug/kg 0.86 
ug/kg 5.0 
ug/kg 1.2 
ug/kg 0.84 
ug/kg 0.91 
ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

RESULT 
8.2 J,B 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

REPORTING 
LIMIT 
25 
5.0 
10 
5.0 
5.0 
10 
5.0 
10 

(Continued on next page) 
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KENNSDY/JENNKS CONSDLTANTS 

Client Sample ID: C-2-173-15 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-019 Work Order #•••: DM9GF1A0 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 

t-Butanol ND 100 ug/kg 120 

1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 

2-Butanone 	(MEK) ND 25 ug/kg 5.0 

4-Methyl-2-pentanone ND 25 ug/kg 5.0 
(MIBK) 

4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert-butyl ether ND 5.0 ug/kg 5.0 
(MTBE) 

tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 82 (70 	- 	130) 
1,2-Dichloroethane-d4 95 (70 	- 	130) 
Toluene-d8 92 (70 	- 	130) 

NOTFs ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

111I '` ' 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-20 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-020 Work Order # ... : DM9GHIAX 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	13:25 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0292229 

Prep Date ...... : 10/18/00 Analysis Date..: 10119100 
Prep Batch # ... : 0292481 Analysis Time..: 16:00 
Di.lution Factor: 1 
$ Moi.sture.....: Analyst ID ..... : 018568 	Instrument ID..: G8B 

Method ......... : SW846 8082 

PARAMETER 
Aroclor 1016 
Aroclor 1221 
Aroclor 1232 
Aroclor 1242 
Aroclor 1248 
Aroclor 1254 
Aroclor 1260 

SURROGATE 
Decachlorobiphenyl 
Tetrachloro-m-xylene 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

PERCENT 
RECOVERY 
107 
89 

REPORTING 
LIMIT 
33 
33 
33 
33 
33 
33 
33 

RECOVERY 

kbU - 14UJ 

(60 - 140) 

UNITS MDL 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
ug/kg 10 
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1ca 14 bytA j ~ 

Client Sample ID: C-2-173-20 

GC/MS Volatiles 

Lot-Sample #•••- 
Date Sampled ... . 
Prep Date ...... . 
Prep Batch # ... . 
Dilution Factor: 
% Moisture ..... : 

EOJ170121-020 Work Order # ... : DM9GH1A0 	Matrix.........: SOLID 
10116100 13:25 Date Recei.ved..: 10/16/00 17:25 MS Run # ....... 
11/07/00 	Analysi.s Date..: 11/07/00 
0315094 	Analysis Time..: 15:27 
1 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

Analyst ID ..... : 007562 Instrument ID..: KR7 
Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL 
12 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

BOE-C6-0173089 



KffiQNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-20 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-020 Work Order # ... : DM9GH1A0 
	

Matrix ......... : SOLID 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 	- 	130) 
100 (70 	- 	130) 
93 (70 	- 	130) 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTL ( S ) :  
J Estimated result. Result is lesa than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~f ~ 
d_

' 
/ l~ 

BOE-C6-0173090 



4a ki I M Pi  

Client Sample ID: C-2-174-1 

GC Semi.volati.les 

Lot-Sample # ... : EOJ170121-021 Work Order # ... : DM9GKIAD 	Matri.x ......... : 	SOLID 

Date Sampled ... : 10/16/00 	13:25 Date Received..: 10/16/00 	17:25 MS Run # ....... = 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 16:29 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

PARAMETER RESULT  
C8-C9 ND 
C10-C11 ND 
C12-C13 ND 
C14-C15 ND 
C16-C17 ND 
C18-C19 ND 
C20-C23 ND 
C24-C27 ND 
C28-C31 ND 

C32-C35 ND 
C36-C39 ND 

C40+ ND 
Total Carbon Chai.n Range 9.4 J 

REPORTING 
LIMIT 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 
10 

UNITS 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 
mg/kg 

im 
5.0 

5.0 

5.0 

5.0 

5.0 

5.0 

5.0 

5.0 

5.0 
5.0 

5.0 

5.0 

5.0 

PERCENT 
SURROGATE 	 RECOVERY  
Benzo(a)pyrene 	84 

NOTE ( S ) :  

J Estimated result. Result is less than RL. 

RECOVERY 
T TRRTrPL~ 

(60 — 13U) 

BOE-C6-0173091 



KENNIDDY/JENKS CONSULTANTS 

Client Sample ID: C-2-174-1 

GC Volatiles 

Lot-Sample # ... : EOJ170121-021 Work Order #...: DM9GKIAE 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	13:25 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 20:49 
Dilution Factor: 1 
$ Moisture.....: P,nalyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL  
C6-C8 0.28 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS  
a,a,a-Trifluorotoluene 	(TFT) 111 (60 	- 	130) 

NOT}3 ( S ) : 

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

1~ 11;•;. 

BOE-C6-0173092 



KEDiNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-174-1 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-021 Work Order # ... : DM9GK1A1 	Matrix......... 
Date Sampled ... : 10/16/00 	13:25 Date Received..: 10/16/00 	17:25 MS Run #....... 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0315094 Analysis Time..: 15:58 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrument ID.. 

Method ......... : SW846 8260B 

: SOLID 

KR7 

REPORTING 
PARAMETER 
	

RESULT 
	

LIMIT 
	

UNITS 	MDL 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

130 B 
	

25 
	ug/kg 

	
5.0 

ND 
	

5.0 
	ug/kg 

	
1.5 

ND 
	

10 
	

ug/kg 
	

0.86 

ND 
	

5.0 
	

ug/kg 
	

5.0 
ND 
	

5.0 
	ug/kg 	1.2 

ND 
	

10 
	ug/kg 

	
0.84 

ND 
	

5.0 
	ug/kg 

	
0.91 

ND 
	

10 
	

ug/kg 
	7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

BOE-C6-0173093 



A^.i k,  I k,  1 .14 win I DI 

Client Sample ID: C-2-174-1 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-021 Work Order #---: DM9GK1A1 Matri.x......... 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes (total) 2.2 J 5.0 ug/kg 0.81 

t-Butanol ND 100 ug/kg 120 

1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 

n-Propylbenzene ND 5.0 ug/kg 0.90 

2-Butanone (MEK) 5.6 J 25 ug/kg 5.0 

4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 

1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 

1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 

Acrylonitrile ND 100 ug/kg 50 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tert-amyl methyl ether ND 10 ug/kg 5.0 

Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 81 (70 	- 	130) 
1,2-Dichloroethane-d4 102 (70 	- 	130) 
Toluene-d8 90 (70 	- 	130) 

NOTE (S) : 
B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

J Estimated result. Result is less than RL. 

SOLID 

BOE-C6-0173094 



KENNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-174-5 

GC Semi.volatiles 

Lot-Sample #•••: EOJ170121-022 Work Order # ... : DM9GMIAD Matrix  ......... : 	SOLID 
Date Sampled ... : 10/16/00 	13:30 Date Received..: 10/16/00 17:25 MS Run #-••-•••: 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 16:59 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
C8-C9 ND 10 mg/kg 5.0 
C10-C11 ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 
C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 
C28-C31 ND 10 mg/kg 5.0 
C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chai.n Range 5.2 J 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS  
Benzo(a)pyrene 89 (60 	- 	130) 

NOTE (S) :  
J Estimated result. Result is less than RL. 

BOE-C6-0173095 



KENNEDY/JENKS CONSU'LTANTS 

Client Sample ID: C-2-174-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-022 Work Order #-•-: DM9GMIAE Matrix.........: 	SOLID 
Date Sampled ... : 10/16/00 	13:30 Date Received..: 10/16/00 17:25 MS Run # ....... 	0300238 
Prep Date ...... : 10/20/00 P,nalysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 21:15 
Di.lution Factor: 1 
~ Moisture.....: Analyst ID.....: 001464 Instrument ID..: G15 

Method.........: SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL 

C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
a,a,a-Trifluorotoluene (TFT) 

	
119 	\ V V - .LJ V / 

NOTE (S) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173096 



KENNEDY/JENKS 

Cli.ent Sample ID: C-2-174-5 

GC/MS Volatiles 

Lot-Sample # ... = EOJ170121-022 Work Order # ... : DM9GM1A1 Matrix  ......... : 	SOLID 
Date Sampled ... : 	10/16/00 13:30 Date Received..: 10/16/00 17:25 MS Run # ....... : 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysi.s Time..: 16:28 
Dilution Factor: 1 
~ Moisture.....: Analyst ID.....: 007562 Instrument ID..: KR.7 

Method.........: SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 17 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 

Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 

1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 
propane 

1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 

1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 

trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

BOE-C6-0173097 



KSNNSDY/JENKS CONSULTANTS 

C19ent Sample ID: C-2-174-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-022 Work Order # ... : DM9GM1A1 
	

Matrix ......... . SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

UNITS MDL 
ug/kg 4.1 
ug/kg 0.52 
ug/kg 0.52 
ug/kg 1.6 
ug/kg 0.68 
ug/kg 0.81 
ug/kg 120 
ug/kg 0.76 
ug/kg 0.90 
ug/kg 5.0 
ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS : 

83 (70 	- 	130) 
104 (70 	- 	130) 
92 (70 	- 	130) 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

REPORTING 
T.TMTT 

S . lJ 

5.0 
5.0 
10 
5.0 
5.0 
100 
5.0 
5.0 
25 
25 

NOTS ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173098 



KSNNEDY/JENICS CONSULTANTS 

Client Sample ID: C-2-175-5 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-023 Work Order # ... : DM9GNIAD Matrix  ......... : 	SOLID 

Date Sampled ... : 10/16/00 	13:44 Date Received..: 10/16/00 17:25 MS Run #•-•••••: 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 17:30 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 

C16-C17 ND 10 mg/kg 5.0 

C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 

C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 77 (60 	- 	130) 

BOE-C6-0173099 



KffiJNEDY/JSDrKS 

Client Sample ID: C-2-175-5 

GC Volatiles 

Lot-Sample #•-•: EOJ170121-023 Work Order # ... : DM9GNIAE Matrix ......... : 	SOLID 
Date Sampled...: 10/16/00 	13:44 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch #•••: 0300094 Analysis Time..: 21:42 
Dilution Factor: 1 
% Moisture.....: Analyst ID.....: 001464 Instrument ID..: G15 

Method.........: SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL 
C6-C8 0.25 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
a,a,a-Trifluorotoluene (TFT) 

	
114 	kbU - 1.SU) 

NOTE ( S ) : 
] Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173100 



KENNEnY/JENKS CONSULTANTS 

Cls.ent Sample ID: C-2-175-5 

GC/MS Volatiles 

Lot-Sample # ... : 	EOJ170121-023 Work Order # ... : DM9GN1A1 Matrix.........: 
Date Sampled ... : 	10/16/00 13:44 Date Received..: 10/16/00 17:25 MS Run #.......: 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 16:59 
Dilution Factor: 1 
~ Moisture...... Analyst ID ..... . 007562 Instrument ID... 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 15 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 

Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

SOLID 

KR.7 

~ 

BOE-C6-0173101 



KENNEDY/JSPiKS CONSULTANTS 

Client Sample ID: C-2-175-5 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-023 Work Order #...: DM9GN1A1 Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 

n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone (MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 85 (70 	- 	130) 
1,2-Dichloroethane-d4 99 (70 	- 	130) 
Toluene-d8 92 (70 	- 	130) 

NOT}3 ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173102 



KSLQNEDY/JENKS 

Client Sample ID: C-2-175-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-024 Work Order # ... : DM9GPIAA Matrix  ......... : 	SOLID 
Date Sampled ... : 	10116100 13:50 Date Received..: 10/16/00 17:25 MS Run # ....... = 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 17:29 
Dialution Factor: 1 
% Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 11 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Carbon disulfide ND 5.0 ug/kg 5.0 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 

2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 

2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

~ 

BOE-C6-0173103 



KENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-175-10 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-024 Work Order # ... : DM9GPIAA 
	

Matrix ......... . SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 
5.0 
	

ug/kg 
	4.1 

5.0 
	

ug/kg 
	0.52 

5.0 
	

ug/kg 
	

0.52 
10 
	

ug/kg 
	

1.6 
5.0 
	

ug/kg 
	

0.68 
5.0 
	

ug/kg 
	0.81 

100 
	

ug/kg 
	

120 
5.0 
	

ug/kg 
	0.76 

5.0 
	

ug/kg 
	0.90 

25 
	ug/kg 
	5.0 

25 
	ug/kg 
	5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
82 (70 	- 	130) 
97 (70 	- 	130) 
91 (70 	- 	130) 

MDL 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

NOTE (S) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173104 



Client Sample ID: C-2-176-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-025 Work Order # ... : DM9GQIAX 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	14:05 Date Received..: 10/16/00 	17:25 MS Run # ....... = 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0315094 Analysis Time..: 18:00 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

UNITS MDL 
ug/kg 5.0 
ug/kg 1.5 
ug/kg 0.86 
ug/kg 5.0 
ug/kg 1.2 
ug/kg 0.84 
ug/kg 0.91 
ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

RESULT 
17 J,B 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

REPORTING 
LIMIT 
25 
5.0 
10 
5.0 
5.0 
10 
5.0 
10 

a 	i •, 
BOE-C6-0173105 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-176-5 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-025 Work Order # ... : DM9GQIAX 
	

Matrix ......... . SOLID 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
83 (70 	- 	130) 

101 (70 	- 	130) 

92 (70 	- 	130) 

I~~\:i~\uI~IlYai 7 

Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert -Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3 -Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTE (S) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173106 



KffidNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-176-10 

GC/MS Volatiles 

Lot-Sample #•••: EOJ170121-026 Work Order #•••: DM9GRIAA Matrix  ......... : 	SOLID 

Date Sampled ... : 	10116100 14:10 Date Received..: 10/16/00 17:25 MS Run #••-•-••: 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch #•••= 	0315094 Analysis Time..: 18:31 
Dilution Factor: 1 
~ Moi.sture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Acetone 13 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 

Bromomethane ND 10 ug/kg 0.86 

Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 

Methylene chloride ND 10 ug/kg 0.84 

trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 

1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 

2,2-Dichloropropane ND 5.0 ug/kg 1.1 

Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 

1,2-Dibromoethane ND 5.0 ug/kg 0.79 

Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 

Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 

Bromodichloromethane ND 5.0 ug/kg 0.53 

cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 

trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 

Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 

2-Hexanone ND 25 ug/kg 5.0 

Tetrachloroethene ND 5.0 ug/kg 0.61 

Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 

BOE-C6-0173107 



KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-176-10 

GC/MS Volatiles 

Lot-Sample #•••: 	EOJ170121-026 Work Order #...: DM9GRIAA Matrix.........: SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE ) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 82 (70 	- 	130) 
1,2-Dichloroethane-d4 98 (70 	- 	130) 
Toluene-d8 92 (70 	- 	130) 

NOTE(S):  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173108 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-177-1 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-027 Work Order # ... : DM9GVIAD 	Matrix.........: 	SOLID 

Date Sampled ... : 10116100 	14:25 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysi.s Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 18:00 
Di.lution Factor: 1 
~ Moisture.....: Analyst ID.....: 356074 	Instrument ID..: G01 

Method.........: SW846 8015B 

REPORTING 
RESULT LIMIT UNITS  
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
ND 10 mg/kg 
12 10 mg/kg 

PERCENT RECOVERY 
RECOVERY LIMITS  
64 (60 	- 	130) 

PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C4 0+ 
Total Carbon Chain Range 

SURROGATE  
Benzo(a)pyrene 

MDL 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 
5.0 

BOE-C6-0173109 



KEIT~TNEDY/JSrTKS CONSDLTANTS 

Client Sample ID: C-2-177-1 

GC Volatiles 

Lot-Sample # ... = EOJ170121-027 Work Order # ... : DM9GVIAE Matri.x ......... : 	SOLID 

Date Sampled ... : 10/16/00 	14:25 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysi.s Time..: 22:08 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL 

C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

T TTRTTC~ 

a,a,a-Trifluorotoluene (TFT) 
	

113 
	

(60 — 13U) 

NOTE (S) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ 

BOE-C6-0173110 



K99NPDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-177-1 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-027 Work Order # ... : DM9GV1A1 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 14:25 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0314002 

Prep Date ...... : 11/07/00 Analysis Date..: 11/08/00 
Prep Batch # ... : 0315095 Analysis Time..: 04:20 
Dilution Factor: 1 
$ Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER 
	

RESULT 
	

LIMIT 
	

UNITS 	MDL 

Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

6.5 J,B 
	

25 
	ug/kg 

	5.0 
ND 
	

5.0 
	ug/kg 

	1.5 
ND 
	

10 
	

ug/kg 
	

0.86 
ND 
	

5.0 
	ug/kg 

	5.0 
ND 
	

5.0 
	

ug/kg 
	1.2 

ND 
	

10 
	

ug/kg 
	0.84 

ND 
	

5.0 
	

ug/kg 
	

0.91 
ND 
	

10 
	

ug/kg 
	7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5,0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on rlext page) 

BOE-C6-0173111 



KSNNSDY/JENKS CONSIILTANTS 

Client Sample ID: C-2-177-1 

GC/MS Volatiles 

Lot-Satnple # ... : EOJ170121-027 Work Order ## ... : DM9GV1A1 	Matrix ......... : SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Bromoform ND 5.0 ug/kg 4.1 

Isopropylbenzene ND 5.0 ug/kg 0.52 

Bromobenzene ND 5.0 ug/kg 0.52 

Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 

Xylenes 	(total) ND 5.0 ug/kg 0.81 

t-Butanol ND 100 ug/kg 120 

1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 

n-Propylbenzene ND 5.0 ug/kg 0.90 

2-Butanone 	(MEK) ND 25 ug/kg 5.0 

4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 

1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 

Methyl tert -butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 

1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 

sec-Butylbenzene ND 5.0 ug/kg 0.75 

1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 

p-Isopropyltoluene ND 5.0 ug/kg 0.63 

1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 

1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 

n-Butylbenzene ND 5.0 ug/kg 0.66 

1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 

1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 

cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 

Acrolein ND 100 ug/kg 50 

Acrylonitrile ND 100 ug/kg 50 

2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 

Iodomethane ND 10 ug/kg 5.0 

Isopropyl ether ND 10 ug/kg 5.0 

Vinyl acetate ND 10 ug/kg 5.0 

Tert-amyl methyl ether ND 10 ug/kg 5.0 

Tert -butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 80 (70 	- 	130) 
1,2-Dichloroethane-d4 96 (70 	- 	130) 
Toluene-d8 89 (70 	- 	130) 

NOTE (S) e  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ 

BOE-C6-0173112 



KENNEDY/JSNKS CONSDLTANTS 

Client Sample ID: C-2-177-5 

GC Semi.volatiles 

Lot-Sample #•-•: EOJ170121-028 Work Order #•••: DM9GXIAD 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 14:30 Date Received..: 10/16/00 	17:25 MS Run #•••••••= 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 18:31 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 	Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER 	 RESULT 	LIMIT 	UNITS 	MDL 
C8-C9 ND 10 mg/kg 5.0 
C10-Cil ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 
C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 
C28-C31 ND 10 mg/kg 5.0 
C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range 6.2 J 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 
	

89 

NOTE ( S ) :  

I Estimated result. Result is less than RL. 

BOE-C6-0173113 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-177-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-028 Work Order #•••: DM9GXIAE 	Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 	14:30 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 

Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 22:35 
Dilution Factor: 1 
% Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

PARAMETER 
C6-C8 

SURROGATE 
a,a,a-Trifluorotoluene (TFT) 

RESULT 
0.26 J,B 

PERCENT 
RECOVERY 
116 

REPORTING 
LIMIT 	UNITS 	MDL 
1.0 	mg/kg 	0.10 

RECOVERY 
LIMITS 
(60 - 130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173114 



KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-177-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-028 Work Order # ... : DM9GX1C5 	Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	14:30 Date Received..: 10/16/00 	17:25 MS Run # ....... : 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0315094 Analysis Time..: 19:32 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
RESULT LIMIT UNITS MDL  
12 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

BOE-C6-0173115 



KEniN7,.DY/JLNKS CONSULTANTS 

Client Sample ID: C-2-177-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-028 Work Order #•••= DM9GX1C5 
	

Matrix ......... . SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 
	

MDL 
ND 
	

5.0 
	ug/kg 
	4.1 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

10 
	

ug/kg 
	1.6 

ND 
	

5.0 
	

ug/kg 
	0.68 

ND 
	

5.0 
	

ug/kg 
	0.81 

ND 
	

100 
	

ug/kg 
	120 

ND 
	

5.0 
	

ug/kg 
	0.76 

ND 
	

5.0 
	

ug/kg 
	0.90 

ND 
	

25 
	ug/kg 
	5.0 

ND 
	

25 
	ug/kg 
	5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS 
4-Bromofluorobenzen® 	85 

	
(70 - 130) 

1,2-Dichloroethane-d4 	107 
	

(70 - 130) 
Toluene-d8 	 94 

	
(70 - 130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

, 

BOE-C6-0173116 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-178-5 

GC Semivolatiles 

Lot-Sample # ... : EOJ170121-029 Work Order #...: DM9G01AD Matrix  ......... : 	SOLID 
Date Sampled ... : 10116100 	14:40 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 20:02 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 
C10-C11 ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 
C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 
C28-C31 ND 10 mg/kg 5.0 
C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 70 (60 	- 	130) 

►~ 

BOE-C6-0173117 



KENNEDY/JErTKS CONSULTANTS 

Client Sample ID: C-2-178-5 

GC Volatiles 

Lot-Sample # ... : EOJ170121-029 Work Order # ... : DM9G01AE 	Matri.x ......... : 	SOLID 
Date Sampled ... : 10116100 14:40 Date Received..: 10/16/00 	17:25 MS Run # ....... : 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 23:02 
Dilution Factor: 1 
°s Moisture.....: Analyst ID ..... : 001464 	Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 

C6-C8 0.26 J,B 1.0 	mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene 	(TFT) 106 (60 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173118 



KSNNEDY/J13NSS CONSULTANTS 

Client Sample ID: C-2-178-5 

GC/MS Volatiles 

Lot-Sample # ... = EOJ170121-029 Work Order # ... : DM9G01A1 	Matrix......... 
Date Sampled ... : 10/16/00 	14:40 Date Received..: 10/16/00 17:25 MS Run #....... 
Prep Date ...... : 11/07/00 Analysis Date..: 11/08/00 
Prep Batch # ... : 0315095 Analysis Time..: 04:51 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 	Instrument ID.. 

Method ......... : SW846 8260B 

SOLID 
0314002 

: KR7 

PARAMETER  
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2 -Dibromo - 3 -chloro -  

propane 
1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2 -Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 

REPORTING 
RESULT LIMIT UNITS MDL  
11 J,B 25 ug/kg 5.0 
ND 5.0 ug/kg 1.5 
ND 10 ug/kg 0.86 
ND 5.0 ug/kg 5.0 
ND 5.0 ug/kg 1.2 
ND 10 ug/kg 0.84 
ND 5.0 ug/kg 0.91 
ND 10 ug/kg 7.2 

ND 5.0 ug/kg 0.76 
ND 10 ug/kg 2.6 
ND 5.0 ug/kg 1.1 
ND 5.0 ug/kg 0.94 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.62 
ND 5.0 ug/kg 0.80 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.73 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.60 
ND 5.0 ug/kg 0.53 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 0.75 
ND 10 ug/kg 0.80 
ND 5.0 ug/kg 2.9 
ND 25 ug/kg 5.0 
ND 5.0 ug/kg 0.61 
ND 5.0 ug/kg 2.7 
ND 5.0 ug/kg 0.79 
ND 5.0 ug/kg 3.0 
ND 10 ug/kg 0.76 
ND 5.0 ug/kg 0.86 

(Continued on next page) 

~ r 

BOE-C6-0173119 



x>rNNEnY/JENKS CONSULTANTS 

Client Sample ID: C-2-178-5 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-029 Work Order # ... : DM9G01A1 
	

Matrix ......... . SOLID 

REPORTING 
RESULT LIMIT UNITS MDL  
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS  
84 (70 	- 	130) 
101 (70 	- 	130) 
93 (70 	- 	130) 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE  
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

NOTE ( S ) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173120 



KENNEDY/JSNICS CONSULTANTS 

Client Sample ID: C-2-178-10 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-030 Work Order # ... : DM9G11AA Matrix  ......... 	: 

Date Sampled ... : 	10/16/00 14:45 Date Received..: 10/16/00 17:25 MS Run # ....... : 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 20:33 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone 10 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 

2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 

cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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Client Sample ID: C-2-178-10 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-030 Work Order # ... : DM9G11AA 
	

Matri.x ......... . SOLID 

REPORTING 
RESULT LIMIT UNITS MDL 
ND 5.0 ug/kg 4.1 
ND 5.0 ug/kg 0.52 
ND 5.0 ug/kg 0.52 
ND 10 ug/kg 1.6 
ND 5.0 ug/kg 0.68 
ND 5.0 ug/kg 0.81 
ND 100 ug/kg 120 
ND 5.0 ug/kg 0.76 
ND 5.0 ug/kg 0.90 
ND 25 ug/kg 5.0 
ND 25 ug/kg 5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 	- 	130) 

102 (70 	- 	130) 

94 (70 	- 	130) 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4 -Bromofluorobenzene 
1,2 -Dichloroethane -d4 
Toluene-d8 

NOTE (S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

CL,, l IA 
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KENNEDY/JENK.S CONSDLTANTS 

Client Sample ID: C-2-179-5 

GC Semi.volatiles 

Lot-Sample # ... : EOJ170121-031 Work Order # ... : DM9G21AD Matrix  ......... : 	SOLID 

Date Sampled ... : 10/16/00 	15:05 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0292231 

Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 Analysis Time..: 20:32 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 

C10-C11 ND 10 mg/kg 5.0 

C12-C13 ND 10 mg/kg 5.0 

C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 

C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 
C28-C31 ND 10 mg/kg 5.0 
C32-C35 ND 10 mg/kg 5.0 

C36-C39 ND 10 mg/kg 5.0 
C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Benzo(a)pyrene 87 (60 	- 	130) 

~ 
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Client Sample ID: C-2-179-5 

GC Volati.les 

Lot-Sample # ... : EOJ170121-031 Work Order # ... : DM9G21AE Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 	15:05 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0300238 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 23:28 
Di.lution Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL  
C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT 
	

RECOVERY 
SURROGATE 
	 RECOVERY 

	r TnrtTmn 

a,a,a-Trifluorotoluene (TFT) 
	

112 	knv - t ~ U/ 

NOTE ( S ) :  
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ 
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KSNNEDY/JEr7K.S CONSULTANTS 

Cli.ent Sample ID: C-2-179-5 

GC/MS Volatiles 

Lot-Sample # ... - 
Date Sampled ... . 
Prep Date ...... . 
Prep Batch # ... : 
Diluti.on Factor: 
% Moisture ..... : 

EOJ170121- 	Work Order #.-•: 
10/16/ 	15:05 ate Received..: 
11/07/00 -- Analysis Date..: 
0315094 Analysis Time..: 
1 

Analyst ID...... 
Method.......... 

DM9G21A3 	Matrix ......... : SOLID 
10116100 17:25 MS Run #-•-••••: 

11/07/00 

21:03 

007562 	Instrument ID..: KR7 
SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone 9.4 J,B 25 ug/kg 5.0 

Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 

1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 
propane 

1,1-Dichloroethane ND 5.0 ug/kg 0.76 

Chloroethane ND 10 ug/kg 2.6 

2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 

Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 

1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 

Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 

1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 

Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 

Styrene ND 10 ug/kg 0.76 

Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KgNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-179-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-031 Work Order #...: DM9G21A3 
	

Matri.x ......... . SOLID 

f 

I7G\:iG\ui ~fIY~17 

Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 
	

MDL 
ND 
	

5.0 
	ug/kg 

	
4.1 

ND 
	

5.0 
	

ug/kg 
	

0.52 

ND 
	

5.0 
	

ug/kg 
	

0.52 
ND 
	

10 
	ug/kg 

	
1.6 

ND 
	

5.0 
	

ug/kg 
	

0.68 

ND 
	

5.0 
	

ug/kg 
	

0.81 
ND 
	

100 
	

ug/kg 
	

120 
ND 
	

5.0 
	

ug/kg 
	

0.76 
ND 
	

5.0 
	

ug/kg 
	

0.90 
ND 
	

25 
	

ug/kg 
	

5.0 
ND 
	

25 
	

ug/kg 
	

5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
84 (70 	- 	130) 
106 (70 	- 	130) 
92 (70 	- 	130) 

NOTE ( S ) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

~ r 
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KEIQNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-180-5 

GC Semivolatiles 

Lot-Sample #•••= EOJ170121-032 Work Order #•••: DM9G41AD Matrix  ......... : 	SOLID 
Date Sampled ... : 10/16/00 	15:30 Date Received..: 10116100 17:25 MS Run # ....... : 	0292231 
Prep Date ...... : 10/18/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0292474 P,nalysis Time..: 21:02 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 356074 Instrument ID..: G01 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

C8-C9 ND 10 mg/kg 5.0 
C10-C11 ND 10 mg/kg 5.0 
C12-C13 ND 10 mg/kg 5.0 
C14-C15 ND 10 mg/kg 5.0 
C16-C17 ND 10 mg/kg 5.0 
C18-C19 ND 10 mg/kg 5.0 
C20-C23 ND 10 mg/kg 5.0 
C24-C27 ND 10 mg/kg 5.0 

C28-C31 ND 10 mg/kg 5.0 

C32-C35 ND 10 mg/kg 5.0 
C36-C39 ND 10 mg/kg 5.0 

C40+ ND 10 mg/kg 5.0 
Total Carbon Chain Range ND 10 mg/kg 5.0 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
	

LIMITS 
Benzo(a)pyrene 
	

84 
	

(60 - 130) 

,1 	,1 	:. 
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KSNNEDY/JENTCS CONSDLTANTS 

Client Sample ID: C-2-180-5 

GC Volatiles 

Lot-Sample #•••: EOJ170121-032 Work Order #•••: DM9G41AE Matrix ......... : 	SOLID 
Date Sampled...: 10/16/00 	15:30 Date Received..: 10116100 17:25 MS Run # ....... = 	0300238 
Prep Date......: 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... 0300094 Analysis Time..: 23:55 
Diluti.on Factor: 1 
~ Moisture.....: Analyst ID ..... : 001464 Instrument ID..: G15 

Method ......... : SW846 8015B 

REPORTING 
PARAMETER RESULT LIMIT UNITS 	MDL 
C6-C8 0.26 J,B 1.0 mg/kg 	0.10 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
a,a,a-Trifluorotoluene (TFT) 	115 	(60 - 130) 

NOTE (S) :  

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173128 



KEND]EDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-180-5 

GC/MS Volatiles 

Lot-Sample ## ... : 	EOJ170121-032 Work Order # ... : DM9G41A1 Matrix  ......... : 	SOLID 
Date Sampled ... : 	10/16/00 15:30 Date Received..: 10/16/00 17:25 MS Run # ....... = 	0314002 

Prep Date ...... : 	11/07/00 Analysis Date..: 11/08/00 
Prep Batch #•••: 	0315095 Analysi.s Time..: 05:22 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Acetone 9.9 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 

Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 

1,2-Dibromoethane ND 5.0 ug/kg 0.79 

Carbon tetrachloride ND 5.0 ug/kg 0.53 

1,1-Dichloropropene ND 5.0 ug/kg 0.86 

Benzene ND 5.0 ug/kg 0.73 

Dichlorodifluoromethane ND 5.0 ug/kg 0.89 

1,2-Dichloroethane ND 5.0 ug/kg 0.73 

Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 

Toluene ND 5.0 ug/kg 0.61 

trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 

1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 

Chlorobenzene ND 5.0 ug/kg 0.79 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KSb1NEDY/JESNK,S CONSULTANTS 

Client Sample ID: C-2-180-5 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-032 Work Order # ... : DM9G41A1 	Matri.x ......... : SOLID 

REPORTING 
PARAMETER 	 RESULT 

	
LIMIT 	UNITS 	MDL 

Bromoform ND 5.0 ug/kg 4.1 
Isopropylbenzene ND 5.0 ug/kg 0.52 
Bromobenzene ND 5.0 ug/kg 0.52 
Vinyl chloride ND 10 ug/kg 1.6 
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 0.68 
Xylenes 	(total) ND 5.0 ug/kg 0.81 
t-Butanol ND 100 ug/kg 120 
1,2,3-Trichloropropane ND 5.0 ug/kg 0.76 
n-Propylbenzene ND 5.0 ug/kg 0.90 
2-Butanone 	(MEK) ND 25 ug/kg 5.0 
4-Methyl-2-pentanone ND 25 ug/kg 5.0 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg 0.86 
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.4 
Methyl tert-butyl ether ND 5.0 ug/kg 5.0 

(MTBE) 
tert-Butylbenzene ND 5.0 ug/kg 0.54 
1,2,4-Trimethylbenzene ND 5.0 ug/kg 0.51 
sec-Butylbenzene ND 5.0 ug/kg 0.75 
1,3-Dichlorobenzene ND 5.0 ug/kg 0.75 
p-Isopropyltoluene ND 5.0 ug/kg 0.63 
1,4-Dichlorobenzene ND 5.0 ug/kg 0.78 
1,2-Dichlorobenzene ND 5.0 ug/kg 0.64 
n-Butylbenzene ND 5.0 ug/kg 0.66 
1,2,4-Trichloro- ND 5.0 ug/kg 0.75 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg 0.89 
1,2,3-Trichlorobenzene ND 5.0 ug/kg 0.75 
cis-1,2-Dichloroethene ND 5.0 ug/kg 0.89 
Acrolein ND 100 ug/kg 50 
Acrylonitrile ND 100 ug/kg 50 
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0 
Iodomethane ND 10 ug/kg 5.0 
Isopropyl ether ND 10 ug/kg 5.0 
Vinyl acetate ND 10 ug/kg 5.0 
Tert-amyl methyl ether ND 10 ug/kg 5.0 
Tert-butyl ethyl ether ND 10 ug/kg 5.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 85 (70 	- 	130) 
1,2-Dichloroethane-d4 104 (70 	- 	130) 
Toluene-d8 94 (70 	- 	130) 

NOTE ( S ) : 

J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 
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KSNNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-180-10 

GC/MS volatiles 

Lot-Sample #•••: EOJ170121-033 Work Order #•••: DM9G51AA Matrix  ......... : 	SOLID 
Date Sampled ... : 	10/16/00 15:40 Date Received..: 10/16/00 17:25 MS Run #--•••••: 	0314002 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/08/00 
Prep Batch #•••: 	0315095 Analysis Time..: 05:52 
Dilution Factor: 1 
~ Moisture.....: Analyst ID ..... : 007562 Instrument ID..: KR7 

Method ......... : SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
Acetone 13 J,B 25 ug/kg 5.0 
Chloromethane ND 5.0 ug/kg 1.5 
Bromomethane ND 10 ug/kg 0.86 
Carbon disulfide ND 5.0 ug/kg 5.0 
1,1-Dichloroethene ND 5.0 ug/kg 1.2 
Methylene chloride ND 10 ug/kg 0.84 
trans-1,2-Dichloroethene ND 5.0 ug/kg 0.91 
1,2-Dibromo-3-chloro- ND 10 ug/kg 7.2 

propane 
1,1-Dichloroethane ND 5.0 ug/kg 0.76 
Chloroethane ND 10 ug/kg 2.6 
2,2-Dichloropropane ND 5.0 ug/kg 1.1 
Bromochloromethane ND 5.0 ug/kg 0.94 
Chloroform ND 5.0 ug/kg 0.75 
2-Chlorotoluene ND 5.0 ug/kg 0.62 
1,1,1-Trichloroethane ND 5.0 ug/kg 0.80 
1,2-Dibromoethane ND 5.0 ug/kg 0.79 
Carbon tetrachloride ND 5.0 ug/kg 0.53 
1,1-Dichloropropene ND 5.0 ug/kg 0.86 
Benzene ND 5.0 ug/kg 0.73 
Dichlorodifluoromethane ND 5.0 ug/kg 0.89 
1,2-Dichloroethane ND 5.0 ug/kg 0.73 
Trichloroethene ND 5.0 ug/kg 0.60 
1,2-Dichloropropane ND 5.0 ug/kg 0.60 
Bromodichloromethane ND 5.0 ug/kg 0.53 
cis-1,3-Dichloropropene ND 5.0 ug/kg 0.64 
Toluene ND 5.0 ug/kg 0.61 
trans-1,3-Dichloropropene ND 5.0 ug/kg 0.75 
Trichlorofluoromethane ND 10 ug/kg 0.80 
1,1,2-Trichloroethane ND 5.0 ug/kg 2.9 
2-Hexanone ND 25 ug/kg 5.0 
Tetrachloroethene ND 5.0 ug/kg 0.61 
Dibromochloromethane ND 5.0 ug/kg 2.7 
Chlorobenzene ND 5.0 ug/kg 0.79 
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0 
Styrene ND 10 ug/kg 0.76 
Ethylbenzene ND 5.0 ug/kg 0.86 

(Continued on next page) 
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KSNNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-180-10 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-033 Work Order #•••: DM9G51AA 
	

Matrix ......... : SOLID 

PARAMETER 
Bromoform 
Isopropylbenzene 
Bromobenzene 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
t-Butanol 
1,2,3-Trichloropropane 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
Methyl tert-butyl ether 

(MTBE) 
tert-Butylbenzene 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 

benzene 
Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

REPORTING 
RESULT 
	

LIMIT 
	

UNITS 	MDL 
ND 
	

5.0 
	ug/kg 
	4.1 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

5.0 
	ug/kg 
	0.52 

ND 
	

10 
	ug/kg 
	1.6 

ND 
	

5.0 
	ug/kg 
	0.68 

ND 
	

5.0 
	ug/kg 
	0.81 

ND 
	

100 
	ug/kg 
	120 

ND 
	

5.0 
	

ug/kg 
	0.76 

ND 
	

5.0 
	

ug/kg 
	0.90 

ND 
	

25 
	

ug/kg 
	

5.0 
ND 
	

25 
	

ug/kg 
	5.0 

ND 5.0 ug/kg 0.86 
ND 5.0 ug/kg 2.4 
ND 5.0 ug/kg 5.0 

ND 5.0 ug/kg 0.54 
ND 5.0 ug/kg 0.51 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.63 
ND 5.0 ug/kg 0.78 
ND 5.0 ug/kg 0.64 
ND 5.0 ug/kg 0.66 
ND 5.0 ug/kg 0.75 

ND 5.0 ug/kg 0.89 
ND 5.0 ug/kg 0.75 
ND 5.0 ug/kg 0.89 
ND 100 ug/kg 50 
ND 100 ug/kg 50 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 
ND 10 ug/kg 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
83 (70 	- 	130) 
107 (70 	- 	130) 
94 (70 	- 	130) 

NOTE ( S ) : 
J Estimated result. Result is less than RL. 

B Method blank contamination. The associated method blank contains the target analyte at a reportable level. 

BOE-C6-0173132 



KENNEDY/JSPTKS CONSULTANTS 

Client Sample ID: C-2-10/16 RINSATE 

GC/MS Volatiles 

Lot-Sample #•••: EOJ170121-034 Work Order # ... : DM9HCIAA Matrix  ......... : 	WATER 
Date Sampled ... : 	10116100 16:00 Date Received..: 10/16/00 17:25 MS Run ## ....... : 	0294255 
Prep Date ...... : 	10/19/00 Analysis Date..: 10/19/00 
Prep Batch # --- = 	0294460 Analysis Time..: 18:58 
Dilution Factor: 1 
Analyst ID ..... : 	015590 Instrument ID..: MSC 

Method.........: SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

Acetone ND 10 ug/L 3.0 
Benzene ND 1.0 ug/L 0.30 
Bromobenzene ND 1.0 ug/L 0.30 
1-Bromo-2-chloroethane ND 1.0 ug/L 0.50 
Bromochloromethane ND 1.0 ug/L 0.30 
Bromoform ND 1.0 ug/L 0.30 
Bromomethane ND 2.0 ug/L 1.0 
2-Butanone ND 5.0 ug/L 3.0 
n-Butylbenzene ND 1.0 ug/L 0.30 
sec-Butylbenzene ND 1.0 ug/L 0.30 
tert-Butylbenzene ND 1.0 ug/L 0.20 
Carbon disulfide ND 1.0 ug/L 0.30 
Carbon tetrachloride ND 1.0 ug/L 0.30 
Chlorobenzene ND 1.0 ug/L 0.30 
Dibromochloromethane ND 1.0 ug/L 0.30 
Bromodichloromethane ND 1.0 ug/L 0.30 
Chloroethane ND 2.0 ug/L 0.30 
Chloroform ND 1.0 ug/L 0.20 
Chloromethane ND 2.0 ug/L 0.30 
2-Chlorotoluene ND 1.0 ug/L 0.30 
4-Chlorotoluene ND 1.0 ug/L 0.30 
1,2-Dibromo-3-chloro- ND 2.0 ug/L 0.60 

propane 
1,2-Dibromoethane ND 1.0 ug/L 0.30 
Dibromomethane ND 1.0 ug/L 0.30 
1,2-Dichlorobenzene ND 1.0 ug/L 0.20 
1,3-Dichlorobenzene ND 1.0 ug/L 0.20 
1,4-Dichlorobenzene ND 1.0 ug/L 0.30 
Dichlorodifluoromethane ND 2.0 ug/L 0.40 
1,1-Dichloroethane ND 1.0 ug/L 0.20 
1,2-Dichloroethane ND 1.0 ug/L 0.20 
1,1-Dichloroethene ND 1.0 ug/L 0.20 
cis-1,2-Dichloroethene ND 1.0 ug/L 0.30 
trans-1,2-Dichloroethene ND 1.0 ug/L 0.20 
1,2-Dichloropropane ND 1.0 ug/L 0.20 
1,3-Dichloropropane ND 1.0 ug/L 0.40 
2,2-Dichloropropane ND 1.0 ug/L 0.30 

(Continued on next page) 

~ 

BOE-C6-0173133 



KBriDTEDY/JENTCS CONSULTANTS 

Client Sample ID: C-2-10/16 RINSATE 

GC/MS Volati.les 

Lot-Sample # ... : EOJ170121-034 Work Order # ... : DM9HCIAA 	Matrix ......... : WATER 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 

1,1-Dichloropropene ND 1.0 ug/L 0.30 

cis-1,3-Dichloropropene ND 1.0 ug/L 0.30 

trans-1,3-Dichloropropene ND 1.0 ug/L 0.50 

Ethylbenzene ND 1.0 ug/L 0.20 

Hexachlorobutadiene ND 1.0 ug/L 0.30 

2-Hexanone ND 5.0 ug/L 2.0 

Isopropylbenzene ND 1.0 ug/L 0.20 

p-Isopropyltoluene ND 1.0 ug/L 0.20 

Methylene chloride ND 1.0 ug/L 0.20 

4-Methyl-2-pentanone ND 5.0 ug/L 2.0 

Methyl tert-butyl ether ND 1.0 ug/L 0.50 

Naphthalene ND 1.0 ug/L 0.40 

n-Propylbenzene ND 1.0 ug/L 0.40 

Styrene ND 1.0 ug/L 0.30 

1,1,1,2-Tetrachloroethane ND 1.0 ug/L 0.30 

1,1,2,2-Tetrachloroethane ND 1.0 ug/L 0.30 

Tetrachloroethene ND 1.0 ug/L 0.70 

Toluene ND 1.0 ug/L 0.30 

1,2,3-Trichlorobenzene ND 1.0 ug/L 0.40 

1,2,4-Trichloro- ND 1.0 ug/L 0.30 

benzene 
1,1,1-Trichloroethane ND 1.0 ug/L 0.20 

1,1,2-Trichloroethane ND 1.0 ug/L 0.30 

Trichloroethene ND 1.0 ug/L 0.30 

Trichlorofluoromethane ND 2.0 ug/L 0.20 

1,2,3-Trichloropropane ND 1.0 ug/L 0.30 

1,1,2-Trichlorotrifluoro- ND 1.0 ug/L 0.20 

ethane 
1,2,4-Trimethylbenzene ND 1.0 ug/L 0.20 

1,3,5-Trimethylbenzene ND 1.0 ug/L 0.20 

Vinyl chloride ND 2.0 ug/L 0.30 

m-Xylene & p-Xylene ND 1.0 ug/L 0.50 

o-Xylene ND 1.0 ug/L 0.20 

Xylenes 	(total) ND 1.0 ug/L 0.50 

Tert-amyl methyl ether ND 2.0 ug/L 0.50 

Tert-butyl ethyl ether ND 2.0 ug/L 0.50 

t-Butanol ND 25 ug/L 6.0 

Isopropyl ether ND 2.0 ug/L 0.50 

Acrolein ND 20 ug/L 12 

Iodomethane ND 5.0 ug/L 1.0 

Acrylonitrile ND 20 ug/L 10 

Vinyl acetate ND 5.0 ug/L 1.0 

Tetrahydrofuran ND 10 ug/L 2.0 

(Continued on next page) 

BOE-C6-0173134 



KENNEnY/JENKS CONSULTANTS 

Client Sample ID: C-2-10/16 RINSATE 

GC/MS Volatiles 

Lot-Sample #...: EOJ170121-034 Work Order # ... : DM9HCIAA 	Matrix ......... : WATER 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 	MDL 
2-Chloroethyl vinyl ether ND 5.0 	ug/L 	2.0 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Bromofluorobenzene 106 (75 	- 	120) 
1,2-Dichloroethane-d4 99 (65 	- 	130) 
Toluene-d8 108 (80 	- 	130) 

BOE-C6-0173135 



KENN$DY/JENKS CONSDLTANTS 

Client Sample ID: TB 

GC/MS Volat3.les 

Lot-Sample # ... : 	EOJ170121-035 Work Order # ... : DM9HWIAC Matri.x.........: WATER 

Date Sampled ... : 	10/16/00 16:00 Date Received..: 10/16/00 17:25 MS Run #.......: 	0294255 

Prep Date ...... : 	10/19/00 Analysi.s Date..: 10/19/00 
Prep Batch # ... : 	0294460 Analysis Time..: 19:27 
Dilution Factor: 1 
Analyst ID ..... : 	015590 Instrament ID..: MSC 

Method.........: SW846 8260B 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL  
Acetone ND 10 ug/L 3.0 

Benzene ND 1.0 ug/L 0.30 

Bromobenzene ND 1.0 ug/L 0.30 
1-Bromo-2-chloroethane ND 1.0 ug/L 0.50 

Bromochloromethane ND 1.0 ug/L 0.30 
Bromoform ND 1.0 ug/L 0.30 
Bromomethane ND 2.0 ug/L 1.0 

2-Butanone ND 5.0 ug/L 3.0 

n-Butylbenzene ND 1.0 ug/L 0.30 

sec-Butylbenzene ND 1.0 ug/L 0.30 

tert-Butylbenzene ND 1.0 ug/L 0.20 

Carbon disulfide ND 1.0 ug/L 0.30 

Carbon tetrachloride ND 1.0 ug/L 0.30 

Chlorobenzene ND 1.0 ug/L 0.30 

Dibromochloromethane ND 1.0 ug/L 0.30 

Bromodichloromethane ND 1.0 ug/L 0.30 

Chloroethane ND 2.0 ug/L 0.30 
Chloroform ND 1.0 ug/L 0.20 

Chloromethane ND 2.0 ug/L 0.30 

2-Chlorotoluene ND 1.0 ug/L 0.30 

4-Chlorotoluene ND 1.0 ug/L 0.30 

1,2-Dibromo-3-chloro- ND 2.0 ug/L 0.60 

propane 
1,2-Dibromoethane ND 1.0 ug/L 0.30 

Dibromomethane ND 1.0 ug/L 0.30 

1,2-Dichlorobenzene ND 1.0 ug/L 0.20 

1,3-Dichlorobenzene ND 1.0 ug/L 0.20 

1,4-Dichlorobenzene ND 1.0 ug/L 0.30 

Dichlorodifluoromethane ND 2.0 ug/L 0.40 

1,1-Dichloroethane ND 1.0 ug/L 0.20 

1,2-Dichloroethane ND 1.0 ug/L 0.20 

1,1-Dichloroethene ND 1.0 ug/L 0.20 

cis-1,2-Dichloroethene ND 1.0 ug/L 0.30 

trans-1,2-Dichloroethene ND 1.0 ug/L 0.20 

1,2-Dichloropropane ND 1.0 ug/L 0.20 

1,3-Dichloropropane ND 1.0 ug/L 0.40 

2,2-Dichloropropane ND 1.0 ug/L 0.30 

(Continued on next page) 
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KSDiNEDY/JENKS CONSU'LTANTS 

Client Sample ID: TB 

GC/MS Volatiles 

Lot-Sample # ... : EOJ170121-035 Work Order # ... : DM9HWIAC 	Matrix ......... : WATER 

REPORTING 
PARAMETER RESULT LIMIT UNITS MDL 
1,1-Dichloropropene ND 1.0 ug/L 0.30 
cis-1,3-Dichloropropene ND 1.0 ug/L 0.30 
trans-1,3-Dichloropropene ND 1.0 ug/L 0.50 
Ethylbenzene ND 1.0 ug/L 0.20 
Hexachlorobutadiene ND 1.0 ug/L 0.30 
2-Hexanone ND 5.0 ug/L 2.0 
Isopropylbenzene ND 1.0 ug/L 0.20 
p-Isopropyltoluene ND 1.0 ug/L 0.20 
Methylene chloride ND 1.0 ug/L 0.20 
4-Methyl-2-pentanone ND 5.0 ug/L 2.0 
Methyl tert-butyl ether ND 1.0 ug/L 0.50 
Naphthalene ND 1.0 ug/L 0.40 
n-Propylbenzene ND 1.0 ug/L 0.40 

Styrene ND 1.0 ug/L 0.30 
1,1,1,2-Tetrachloroethane ND 1.0 ug/L 0.30 
1,1,2,2-Tetrachloroethane ND 1.0 ug/L 0.30 
Tetrachloroethene ND 1.0 ug/L 0.70 

Toluene ND 1.0 ug/L 0.30 
1,2,3-Trichlorobenzene ND 1.0 ug/L 0.40 

1,2,4-Trichloro- ND 1.0 ug/L 0.30 
benzene 

1,1,1-Trichloroethane ND 1.0 ug/L 0.20 
1,1,2-Trichloroethane ND 1.0 ug/L 0.30 
Trichloroethene ND 1.0 ug/L 0.30 
Trichlorofluoromethane ND 2.0 ug/L 0.20 

1,2,3-Trichloropropane ND 1.0 ug/L 0.30 

1,1,2-Trichlorotrifluoro- ND 1.0 ug/L 0.20 

ethane 
1,2,4-Trimethylbenzene ND 1.0 ug/L 0.20 

1,3,5-Trimethylbenzene ND 1.0 ug/L 0.20 

Vinyl chloride ND 2.0 ug/L 0.30 

m-Xylene & p-Xylene ND 1.0 ug/L 0.50 

o-Xylene ND 1.0 ug/L 0.20 

Xylenes 	(total) ND 1.0 ug/L 0.50 
Tert-amyl methyl ether ND 2.0 ug/L 0.50 

Tert-butyl ethyl ether ND 2.0 ug/L 0.50 

t-Butanol ND 25 ug/L 6.0 

Isopropyl ether ND 2.0 ug/L 0.50 

Acrolein ND 20 ug/L 12 

Iodomethane ND 5.0 ug/L 1.0 

Acrylonitrile ND 20 ug/L 10 

Vinyl acetate ND 5.0 ug/L 1.0 

Tetrahydrofuran ND 10 ug/L 2.0 

(Continued on next page) 
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KENNSDY/J13NKS CONSULTANTS 

Client Sample ID: TB 

GC/MS Volati.les 

Lot-Sample #•••: EOJ170121-035 Work Order #-••: DM9HWIAC 

REPORTING 
PARAMETER 	 RESULT 	LIMIT 

ND 5.0 

PERCENT RECOVERY 
RECOVERY LIMITS 
104 (75 	- 	120) 
97 (65 	- 	130) 
106 (80 	- 	130) 

2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

Matrix ......... . WATER 

UNITS 	MDL 
ug/L 	2.0 

BOE-C6-0173138 



K6NNEDY/JSNTCS CONSULTANTS 

C-2-165-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-001 	Work Order #: DM9EJ1C9 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS ## 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

t1 t 

BOE-C6-0173139 



KENNEDY/JSNKS CONSULTANTS 

C-2-165-10 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-002 	Work Order #: DM9EWIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
CAS #$ 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

BOE-C6-0173140 



ICEIdNIDY/JSNKS CONSULTANTS 

C-2-167-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-006 	Work Order #: DM9FE1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

(,-P°~-1~1 3 

BOE-C6-0173141 



KSNNEDY/JEDiKS CONSULTANTS 

C-2-167-10 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-007 	Work Order #: DM9FFIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS  
None 	 ug/kg 

D 1 1*, 

BOE-C6-0173142 



KffiQNSDY/JENICS CONSULTANTS 

C-2-168-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-008 	Work Order #= DM9FJ1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

0  Ep 

BOE-C6-0173143 



ICENNEDY/JENKS CONSULTANTS 

C-2-168-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-009 	Work Order #: DM9FLIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

BOE-C6-0173144 



KffiQNEDY/JENKS CONSULTANTS 

C-2-169-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-010 	Work Order #: DM9FM1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

~ 

BOE-C6-0173145 



K&NNEDY/JENICS CONSDLTANTS 

C-2-169-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-010 	Work Order #= DM9FM2A1 	Matri.x: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

5~. : 

BOE-C6-0173146 



K&NNEDY/JENKS CONSULTANTS 

C-2-169-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-011 	Work Order #: DM9FQIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~ 
BOE-C6-0173147 



KENNEDY/JffiJKS CONSULTANTS 

C-2-170-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-012 	Work Order #: DM9FV1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS  
None 	 ug/kg 

BOE-C6-0173148 



KENNEDY/JENKS CONSULTANTS 

C-2-170-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-013 	Work Order #: DM9F01AA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS  
None 
	 ug/kg 

~ 
BOE-C6-0173149 



KffiNNEDY/JSNK.S CONSULTANTS 

C-2-171-1 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-014 	Work Order #: DM9F11A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS $# 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

_~ ~ .~ 	• 

BOE-C6-0173150 



KENNEDY/JENKS CONSDLTANTS 

C-2-171-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-015 	Work Order #: DM9F21A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~ 

BOE-C6-0173151 



KSNNT:DY/J&NKS CONSULTANTS 

C-2-172-5 

GC/MS Volati.les 

Lot-Sample #k: EOJ170121-016 	Work Order #k: DM9F41A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS $# 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

BOE-C6-0173152 



KSNNEDY/JSNKS CONSULTANTS 

C-2-172-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-017 	Work Order #= DM9F61AA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

~ ~~ -~ 	• ' 

BOE-C6-0173153 



Kffi1NEDY/JENKS CONSUI,TANTS 

C-2-173-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-018 	Work Order #: DM9F81A0 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

~' ~ ~ 	• • 

BOE-C6-0173154 



K&LQNEDY/JJ}3NKS CONSULTANTS 

C-2-173-15 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-019 	Work Order #: DM9GF1A0 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~M 

BOE-C6-0173155 



KENNEDY/JENICS CONSULTANTS 

C-2-173-20 

GC/MS Volatiles 

Lot-Sataple #= EOJ170121-020 	Work Order #= DM9GH1A0 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

°~ 	~ . • ~; 

BOE-C6-0173156 



KffiQNEDY/JSNKS CONSULTANTS 

C-2-174-1 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-021 	Work Order #: DM9GK1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

MM ~ ~~~.  •&*j 

BOE-C6-0173157 



KEbiNEDY/JffiQKS CONSULTANTS 

C-2-174-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-022 	Work Order #: DM9GM1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

BOE-C6-0173158 



KSNNEDY/JENKS CONSULTANTS 

C-2-175-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-023 	Work Order #: DM9GN1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
17'\;i_\ulallY ~i 7 
	

CAS # 	RESULT 	TIME 	UNITS  
None 
	 ug/kg 

1 	;: 	1, 

BOE-C6-0173159 



KffiQNEDY/JENKS CONSULTANTS 

C-2-175-10 

GC/MS Volati.les 

Lot-Sample #: EOJ170121-024 	Work Order #: DM9GPIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

~ 

BOE-C6-0173160 



ICENNEDY/JENNKS CONSULTAN'.PS 

C-2-176-5 

GC/MS Volati.les 

Lot-Sample #: EOJ170121-025 	Work Order #: DM9GQIAX 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

BOE-C6-0173161 



KENNEDY/JENKS CONSULTANTS 

C-2-176-10 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-026 	Work Order #= DM9GRIAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

BOE-C6-0173162 



KENNEDY/JENKS CONSDLTANTS 

C-2-177-1 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-027 	Work Order #: DM9GV1A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS $# 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~ 

BOE-C6-0173163 



KENNI3DY/JENKS CONSULTANTS 

C-2-177-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-028 
	

Work Order #: DM9GX1C5 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 	 CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

BOE-C6-0173164 



KSNNSDY/JENKS CONSULTANTS 

C-2-178-5 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-029 	Work Order #: DM9G01A1 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

~ 

BOE-C6-0173165 



KENNEDY/JgNKS CONSULTANTS 

C-2-178-10 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-030 	Work Order #: DM9G11AA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~ i 

BOE-C6-0173166 



KENNEDY/JENKS CONSULTANTS 

C-2-179-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-031 	Work Order #: DM9G21A3 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 
None 	 ug/kg 

~ 

BOE-C6-0173167 



KENNEDY/JENKS CONSULTANTS 

C-2-180-5 

GC/MS Volatiles 

Lot-Sample #: EOJ170121-032 	Work Order #: DM9G41A1 	Matri.x: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS ## 	RESULT 	TIME 	UNITS 

None 	 ug/kg 

BOE-C6-0173168 



KENNEDY/JffiJKS CONSULTANTS 

C-2-180-10 

GC/MS Volatiles 

Lot-Sainple #: EOJ170121-033 	Work Order #= DM9G51AA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS $$ 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

BOE-C6-0173169 



KSLVNEDY/JENICS CONSULTANTS 

C-2-10/16 RINSATE 

GC/MS Volati.les 

Lot-Sample #= EOJ170121-034 	Work Order #: DM9HCIAA 	Matrix: WATER 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
.... 	• 	 CAS # 	RESULT 	_  TIME 	UNITS  

M 	ug/L 

NOTE ( S ) :  

M: Result was measured against nearest internal standard assuming a response factor of 1. 

1 	1 	. 

BOE-C6-0173170 



KSLQNEDY/JENK.S CONSULTANTS 

gk3 

GC/MS Volatiles 

Lot-Sample #= EOJ170121-035 	Work Order #: DM9HWIAC 	Matrix: WATER 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS  
None 	 ug/L 

BOE-C6-0173171 



KEIQNEDY/JEPKS CONSDLTANTS 

Client Sample ID: C-2-165-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-001 
	

Matri.x ....... : SOLID 
Date Sampled ... : 10/16/00 08:00 Date Recei.ved..: 10/16/00 17:25 
$ Moisture ..... : 

REPORTING 
	

PREPARATION- WORK 
PARAMETER 	RESULT 

	
LIMIT 	UNITS 	METHOD 

	
ANALYSIS DATE ORDER ## 

Prep Batch #•••: 	0292249 
Mercury ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9EJ1A0 

Dilution Factor: 	1 Analysis Time..: 20:49 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS 	Run 	# ....... : 0292086 MDL ............: 0.020 

Prep Batch #•••: 	0292310 
Aluminum 24800 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAE 

Dilution Factor: 	1 Analysis Time..: 00:16 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 8.0 

Arsenic 3.6 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAF 
Dilution Factor: 	1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: 	M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Antimony 0.39 B 6.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9EJIAG 
Dilution Factor: 	1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.20 

Barium 177 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAH 
Dilution Factor: 1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAJ 
Dilution Factor: 	1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.050 

Chromium 27.4 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAK 
Dilution Factor: 1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Beryllium 0.76 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAL 
Dilution Factor: 1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•.•••••: 0292131 MDL ............: 0.050 

Lead 6.1 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9EJIAM 
Dilution Factor: 1 Analysis Time..: 00:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173172 



KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-165-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-001 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 
Selenium 0.61 0.50 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Silver ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Cobalt 12.6 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Copper 17.5 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Molybdenum ND 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Nickel 21.4 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Vanadium 55.3 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Zinc 51.9 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

NOTE (S) :  
B Estimated result. Result is less than RL. 

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD 	ANALYSIS DATE ORDER # 
SW846 6010B 	10/18-10/21/00 DM9EJ1AN 

Analysis Time..: 00:16 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 

Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #•••••.•• 

10/18 - 10/21/00 DM9EJIAP 
00:16 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18 -10/21/00 DM9EJIAQ 
00:16 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9EJIAR 
Analysis Time..: 00:16 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 	10/18-10/21/00 DM9EJ1AT 
Analysis Time..: 00:16 	Analyst ID....,: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 

Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18 -10/21/00 DM9EJIAU 
00:16 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18 - 10/21/00 DM9EJIAV 
00:16 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

10/18 -10/21/00 DM9EJ1AW 
00:16 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

SW846 6010B 	10/18 -10/21/00 DM9EJ1AX 
Analysis Time..: 00:16 	Analyst ID.....: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 1.0 

~ 

BOE-C6-0173173 



20.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

SW846 6010B 	10/18-10/21/00 DM9FE1AF 
Analysis Time..: 00:50 	Analyst ID.....: 0031196 

MS Run # ....... : 0292131 	MDL ............: 8.0 

SW846 6010B 	10/18-10/21/00 DM9FElAG 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL............: 0.40 

KELdNEDY/JENKS CONSULTANTS 

Cli.ent Sample ID: C-2-167-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-006 	 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 08:55 Date Received..: 10/16/00 17:25 
$ Moisture ..... : 

REPORTING 
	

PREPARATION- WORK 
PARAMETER 	RESULT 	LIMIT 	UNITS 

	
METHOD 	ANALYSIS DATE ORDER # 

Prep Batch #-•.: 0292249 
Mercury 	ND 
	

0.10 	mg/kg 
	

SW846 7471A 	10/18-10/19/00 DM9FE1AA 
Dilution Factor: 1 
	

Analysis Time..: 20:51 	Analyst ID.....: 021088 

	

Instrument ID..: M04 
	

MS Run # ....... : 0292086 	MDL ............: 0.020 

Prep Batch #..-: 0292310 
Aluminum 	14100 

Arseni.c 

A-ntimony 

Barium 

Cadmium 

Chromium 

Beryllium 

Lead 

	

6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

124 	2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

ND 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

17.9 	1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

0.47 B 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

4.8 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... . 

10/18-10/21/00 DM9FEIA11 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

10/18-10/21/00 DM9FEIAJ 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9FE1AK 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9FE1AL 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9FE1AM 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9FE1AN 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

2.8 

0.26 B 

(Continued on next page) 

BOE-C6-0173174 



RESULT 
0.65 

0 

REPORTING 
_ LIMIT 	UNITS 

	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

10.1 	5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

15.2 	2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.38 B 
	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

11.9 
	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Liao] 
	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

38.6 
	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

34.7 
	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PARAMETER 
Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadi um 

Zinc 

KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-167-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-006 
	

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/18-10/21/00 DM9FE1AP 

Analysis Time..: 00:50 Analyst 	ID.....: 0031191 

MS 	Run 	#•••••••: 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9FE1AQ 
Analysis Time..: 00:50 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9FE1AR 
Analysis Time..: 00:50 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/21/00 DM9FElAT 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9FEIAU 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9FEIAV 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9FEIAW 
00:50 	Analyst ID.....: 0031191 

0292131 	MDL............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9FE1AX 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9FElA0 
Analysis Time..: 00:50 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 1.0 

NOTE ( S ) :  
B Estimated result. Result is less than RL. 

BOE-C6-0173175 



K6NNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-168-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-008 
Date Sampled...: 10/16/00 09:10 Date Received..: 10/16/00 17:25 
% Moisture ..... . 

Matrix ....... . SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch #...: 	0292249 
Mercury 0.051 B 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9FJIAA 

Dilution Factor: 1 Analysis Time..: 20:53 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS 	Run 	# ....... : 0292086 MDL ............: 0.020 

Prep Batch #•••: 	0292310 
Aluminum 30300 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAF 

Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031196 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 8.0 

Arsenic 4.3 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAG 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Antimony 0.32 B 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAII 
Dilution Factor: 	1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.20 

Barium 181 2.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9FJIAJ 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAK 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.050 

Chromium 32.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJlAL 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#. ...... : 0292131 MDL ............: 0.10 

Beryllium 0.94 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAM 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#••••.••: 0292131 MDL ......:.....: 0.050 

Lead 7.5 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAN 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173176 



KENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-168-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-008 
	

Matrix ......... . SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

Selenium 0.69 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJlAP 
Dilution Factor: 	1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#.••••••: 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAQ 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••.•••: 0292131 MDL ............: 0.10 

Cobalt 14.7 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAR 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Copper 16.3 2.5 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAT 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJlAU 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Nickel 20.7 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAV 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJlAW 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadium 68.6 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJIAX 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Zinc 60.6 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FJ1A0 
Dilution Factor: 1 Analysis Time..: 01:16 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 1.0 

NOTE ( S ) : 
B Estimated result. Result is less than RL. 

BOE-C6-0173177 



xENNEnY/JgLJICS CONSULTANTS 

Client Sample ID: C-2-169-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-010 Matrix ....... : SOLID 

Date Sampled ... : 10/16/00 09:30 	Date Received..: 10/16/00 17:25 
$ Moisture ..... 	. 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER #  

Prep Batch #-•-: 0292249 
Mercury 0.089 B 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9FMIAA 

Dilution Factor: 	1 Analysis Time..: 20:55 Analyst 	ID.....: 021088 

Instrument ID..: 	M04 MS 	Run 	#.......: 0292086 MDL ............: 0.020 

Prep Batch #..-: 0292310 
Aluminum 35800 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMlAF 

Dilution Factor: 1 Analysis Time..: 01c22 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 8.0 

Arsenic 4.8 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM91FMIAG 
Dilution Factor: 1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.40 

Antimony 0.42 B 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM91FMIAH 
Dilution Factor: 1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.20 

Barium 179 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAJ 
Dilution Factor: 	1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9FMIAK 
Dilution Factor: 	1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

Chromium 42.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAL 
Dilution Factor: 	1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Beryllium 1.2 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIA14 
Dilution Factor: 1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID.,: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

Lead 6.1 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAN 
Dilution Factor: 1 Analysis Time..: 01:22 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173178 



KMNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-169-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-010 
	

Matrix ......... . SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER #  
Selenium 0.92 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAP 

Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 	MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAQ 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 	MDL ............: 0.10 

Cobalt 9.2 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAR 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 	MDL ............: 0.10 

Copper 22.2 2.5 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAT 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••.•••: 0292131 	MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAU 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 	MDL ............: 0.30 

Nickel 19.4 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAV 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 	MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAW 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#••.••••: 0292131 	MDL ............: 0.50 

Vanadium 61.5 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FMIAX 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 	MDL ............: 0.10 

Zinc 63.9 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FM1A0 
Dilution Factor: 1 Analysis Time..: 01:22 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 	MDL ............: 1.0 

NOTE ( S ) :  
B Estimated result. Result is less than RL. 

BOE-C6-0173179 



KSIdNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-170-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-012 
	

Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 10:10 Date Recei.ved..: 10/16/00 17:25 
% Moisture ..... . 

PARAMETER 	RESULT 

Prep Batch #••-: 0292249 
Mercury 	0.037 B 

Prep Batch #..-: 0292310 
Aluminum 	27900 

Arsenic 	3.6 

Antimony 	0.25 B 

Barium 	96.7 

Cadmium 	ND 

Chromi.um 	30.2 

Beryllium 	0.84 

Lead 	6.2 

REPORTING 
	

PREPARATION- WORK 
LIMIT 	UNITS 	METHOD 

	
ANALYSIS DATE ORDER # 

0.10 	mg/kg 	SW846 7471A 	10/18-10/19/00 DM9FVIAA 
Dilution Factor: 1 	Analysis Time..: 20:57 	Analyst ID.....: 021088 

	

Instrument ID..: M04 	MS Run # ....... : 0292086 	MDL ............: 0.020 

20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FV1AP 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 8.0 

1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAG 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••..: 0292131 MDL ............: 0.40 

6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAH 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 	0.20 

2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9P'V1AJ 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAK 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAL 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAM 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.050 

0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9FVIAN 
Dilution Factor: 1 Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173180 



REPORTING 
RESULT 	_ LIMIT 	UNITS 
0.50 
	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

9—Lo 
	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

12.2 
	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

16.2 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

ND 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

18.7 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

61.2 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

55.8 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PARAMETER 
Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadium 

Zinc 

KENNEDY/JELJKS CONSULTANTS 

Client Sample ID: C-2-170-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-012 
	

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/18-10/21/00 DM9FV1AP 

Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9FV1AQ 
Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18 -10/21/00 DM9FV1AR 
Analysis Time..: 01:28 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 	10/18 -10/21/00 DM9FV1AT 
Analysis Time..: 01:28 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... :  

10/18 - 10/21/00 DM9FVIAU 
01:28 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9FVIAV 
01:28 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

SW846 6010B 	10/18-10/21/00 DM9FV1AW 
Analysis Time..: 01:28 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9FV1AX 
Analysis Time..: 01:28 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9FV1A0 
Analysis Time..: 01:28 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 1.0 

NOTE (S) :  
B Estimated result. Result is less than RL. 

~ 

BOE-C6-0173181 



KffiQNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-171-1 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-014 Matrix ....... : SOLID 

Date Sampled ... : 10/16/00 10:30 	Date Received..: 10/16/00 	17:25 
% Moisture ..... 	. 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch #•••: 0292249 
Mercury ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9F11AA 

Dilution Factor: 1 Analysis Time..: 20:59 	Analyst 	ID.....: 021088 

Instrument ID..: M04 MS Run # ....... 	a 0292086 	MDL ............: 0.020 

Prep Batch #•••: 0292310 
Aluminum 11800 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AF 

Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS Run # ....... 	: 0292131 	MDL ............: 8.0 

Arsenic 2.4 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AG 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 	MDL ............: 0.40 

Antimony 0.28 B 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AH 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#.••••••: 0292131 	MDL ............: 0.20 

Barium 96.7 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AJ 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 	MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AK 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 	MDL ............: 0.050 

Chromi.um 15.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AL 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 	MDL ............: 0.10 

Beryllium 0.40 B 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AT4 
Dilution Factor: 1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 	MDL ............: 0.050 

Lead 13.8 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F11AN 
Dilution Factor: 	1 Analysis Time..: 01:35 	Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••.•••: 0292131 	MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173182 



KffiQNf3DY/JSNKS CONSULTANTS 

Client Sample ID: C-2-171-1 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-014 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 
Seleni.um 0.62 0.50 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Silver ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Cobalt 8.7 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Copper 15.5 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Molybdenum ND 4.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

Nickel 9.6 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Vanadium 31.9 5.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

Zinc 49.2 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

NOTE ( S ) : 

B Estimated result. Result is less than RL. 

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD 	ANALYSIS DATE ORDER # 
SW846 6010B 	10/18-10/21/00 DM9F11AP 

Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 	10/18-10/21/00 DM9F11AQ 
Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run #•••••.•: 0292131 	MDL ............: 0.10 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 

Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18 -10/21/00 DM9F11AR 
01:35 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18 -10/21/00 DM9F11AT 
01:35 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18 - 10/21/00 DM9F11AU 
01:35 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

SW846 6010B 	10/18 -10/21/00 DM9F11AV 
Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 	10/18-10/21/00 DM9F11AW 
Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9F11AX 
Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9F11A0 
Analysis Time..: 01:35 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 1.0 

i~~~ 

BOE-C6-0173183 



KENNEDY/JMIKS CONSULTANTS 

Client Sample ID: C-2-171-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-015 Matrix ....... : SOLID 

Date Sampled...: 10/16/00 10:35 	Date Received..: 10/16/00 	17:25 
% Moisture.....: 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER ## 

Prep Batch #••.: 0292249 
Mercury ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9F21AA 

Dilution Factor: 1 Analysis Time..: 21:01 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS Run #  ....... 	: 0292086 MDL ............: 0.020 

Prep Batch #...: 0292310 
Aluminum 23400 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AF 

Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031196 

Instrument ID..: MO1 MS Run #  ....... 	: 0292131 MDL ............: 8.0 

Arseni.c 3.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AG 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: MOl MS Run #  ....... 	: 0292131 MDL ............: 0.40 

Antimony ND 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AH 
Dilution Factor: 	1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.20 

Barium 133 2.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9F21AJ 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AK 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.050 

Chromium 24.4 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AL 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.10 

Beryllium 0.68 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AIvi 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.050 

Lead 5.1 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F21AN 
Dilution Factor: 1 Analysis Time..: 01:41 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	#••••••.: 0292131 MDL ............: 0.30 

(Continued on next page) 

[~ 
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KSIQNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-171-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-015 
	

Matrix ......... . SOLID 

METHOD 
SW846 6010B 

Analysis Time..: 

MS Run #.......; 

SW846 6010B 

Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 

Analysis Time..: 

MS Run # ....... 

SW846 601013 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 

Analysis Time..: 

MS Run #•,•..•••: 

REPORTING 
_  LIMIT 	UNITS  

	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/18-10/21/00 DM9F21AP 

01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18 - 10/21/00 DM9F21AQ 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9F21AR 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9F21AT 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9F21AU 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL............: 0.30 

10/18 -10/21/00 DM9F21AV 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18 - 10/21/00 DM9F21AW 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

10/18-10/21/00 DM9F21AX 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9F21A0 
01:41 	Analyst ID.....: 0031191 

0292131 	MDL ............: 1.0 

PARAMETER 
	

RESULT 
Selenium 	0.69 

Silver 	ND 

Cobalt 	8.9 

Copper 	15.1 

Molybdenum 	ND 

Nickel 	13.5 

Thallium 	ND 

Vanadium 	48.1 

Zinc 	44.9 

1~ 
BOE-C6-0173185 



K13NNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-172-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-016 Matrix ....... : SOLID 

Date Sampled ... : 	10116100 10:40 	Date Received..: 10/16/00 	17:25 
% Moisture ..... : 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

Prep Batch #--•= 0292249 
Mercury ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9F41AA 

Dilution Factor: 1 Analysis Time..: 21:03 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS Run # ....... 	: 0292086 MDL ............: 0.020 

Prep Batch #•••= 0292310 
Alumi.num 22900 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AF 

Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 8.0 

Arsenic 4.0 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AG 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.40 

Antimony 0.48 B 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41A1I 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.20 

Barium 129 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AJ 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AK 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

Chromi.um 24.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AL 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Beryllium 0.66 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AM 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

Lead 5.4 0.50 	mg/kg . SW846 6010B 10/18-10/21/00 DM9F41AN 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173186 



KE[QNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-172-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-016 
	

Matrix ......... . SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 
Selenium 0.48 B 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AP 

Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9F41AQ 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID ... ..: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cobalt 8.9 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AR 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: 	MO1 MS 	Run 	#•••••••: 0292131 MDL ............: 0.10 

Copper 15.4 2.5 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AT 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	#..•••••: 0292131 MDL ............: 0.40 

Molybdenum 0.35 B 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AU 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Nickel 12.9 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AV 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AW 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadi.um 48.8 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41AX 
Dilution Factor: 1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#••.••••: 0292131 MDL ............: 0.10 

Zinc 44.5 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F41A0 
Dilution Factor: 	1 Analysis Time..: 01:47 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 1.0 

NOTE ( S ) :  

B Estimated result. Result is less than RL. 

C~ 
BOE-C6-0173187 



KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-10 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-018 	 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 13:00 Date Received..: 10/16/00 17:25 
% Moa.sture ..... . 

REPORTING 
	

PREPARATION- WORK 

PARAMETER 	RESULT 
	

LIMIT 	UNITS 	METHOD 
	

ANALYSIS DATE ORDER # 

Prep Batch #•••: 	0292249 
Mercury ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9F81AW 

Dilution Factor: 1 Analysis Time..: 21:08 Analyst 	ID.....; 021088 

Instrument ID..: M04 MS Run # ....... 	 : 0292086 MDL ............: 0.020 

Prep Batch #•••: 	0292310 
Aluminum 17100 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AC 

Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS Run # ....... 	 : 0292131 MDL ............: 8.0 

Arsenic 5.5 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AD 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS Run # ....... 	 : 0292131 MDL ............: 0.40 

Antimony 0.80 B 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AE 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	 : 0292131 MDL ............: 0.20 

Barium 137 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AF 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS Run # ....... 	 : 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AG 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	 : 0292131 MDL ............: 0.050 

Chromi.um 23.9 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81A1I 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••.•••: 0292131 MDL ............: 0.10 

Beryllium 0.51 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AJ 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: MOl MS 	Run 	#•••••••: 0292131 MDL ............: 0.050 

Lead 4.5 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9F81AK 
Dilution Factor: 1 Analysis Time..: 01:53 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	 : 0292131 MDL ............: 0.30 

(Continued on next page) 

BOE-C6-0173188 



PREPARATION- WORK 
METHOD 	ANALYSIS DATE ORDER # 
SW846 6010B 	10/18-10/21/00 DM9F81AL 

Analysis Time..: 01:53 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/21/00 DM9F81AM 
01:53 	Analyst ID ... ..: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9F81AN 
01:53 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9F81AP 
01:53 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

SW846 6010B 	10/18-10/21/00 DM9F81AQ 
Analysis Time..: 01:53 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/21/00 DM9F81AR 
01:53 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9F81AT 
01:53 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9F81AU 
Analysis Time..: 01:53 	Analyst ID...,.: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9F81AV 
Analysis Time..: 01:53 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 1.0 

KSNNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-10 

TOTAL Metals 

Matrix ......... . SOLID Lot-Sample # ... : EOJ170121-018 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 
Seleni.um 0.96 0.50 	mg/kg 

Dilution Factor: 	1 

Instrument ID..: MO1 

Silver ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Cobalt 10.2 5.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: 	M01 

Copper 24.8 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Molybdenum ND 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Nickel 19.1 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Vanadium 51.2 5.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: MO1 

Zinc 53.5 2.0 	mg/kg 
Dilution Factoro 	1 

Instrument ID..: M01 

NOTL ( S ) : 
B Estimated result. Result is less than RL. 

BOE-C6-0173189 



KffidINEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-15 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-019 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 13:15 	Date Received..: 10/16/00 17:25 
~ Moi.sture  ..... 	. 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER #  

Prep Batch #•••: 0292249 
Mercury 0.037 B 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9GF1A39 

Dilution Factor: 	1 Analysis Time..: 21:10 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS Run #  ....... 	: 0292086 MDL ............: 0.020 

Prep Batch #••-= 0292310 
Aluminum 21700 20.0 	mg/kg StnT846 6010B 10/18-10/21/00 DM9GFIAC 

Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031196 

Instrument ID..: MO1 MS Run #  ....... 	: 0292131 MDL ............: 8.0 

Arsenic 4.9 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GFIAD 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	#•••••••: 0292131 MDL ............: 0.40 

kntimony ND 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GFIAE 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.20 

Barium 166 2.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GFlAF 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: 	M01 MS 	Run 	#•.•.•••: 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9GFIAG 
Dilution Factor: 	1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.050 

Chromium 24.3 1.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GFIAH 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID..,...: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.10 

Berylli.um  0.59 0.50 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GFIAJ 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.050 

Lead 5.6 0.50 	mg/kg . SW846 6010B 10/18 -10/21/00 DM9GFIAK 
Dilution Factor: 1 Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.30 

(Continued on next page) 
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KffiQNEDY/JEDTKS CONSULTANTS 

Client Sample ID: C-2-173-15 

TOTAL Metals 

Lot-Sample # --- : EOJ170121-019 
	

Matrix ......... : SOLID 

Silver 	ND 

Cobalt 	11.3 

Copper 	27.0 

Molybdenum 	ND 

Nickel 	17.7 

Thallium 	ND 

Vanadium 	57.3 

Zinc 	70.1 

REPORTING 
_ LIMIT 	UNITS 

	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MOl 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/18-10/21/00 DM9GF1AL 

Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	#•••••••: 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GF1AM 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9GF1AN 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18 -10/21/00 DM9GF1AP 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GF1AQ 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

SW846 6010B 10/18-10/21/00 DM9GF1AR 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

SW846 6010B 10/18 - 10/21/00 DM9GF1AT 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

SW846 6010B 10/18-10/21/00 DM9GF1AU 
Analysis Time..: 01:59 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9GFIAV 
Analysis Time..: 01:59 Analyst 	ID .... .: 0031191 

MS 	Run 	# ....... : 0292131 MDL .............: 1.0 

PARAMETER 	RESULT 
Selenium 	ND 

NOTS ( S ) : 
B Estimated result. Result is less than RL. 

BOE-C6-0173191 



KENNSDY/JENKS CONSULTANTS 

Client Sample ID: C-2-173-20 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-020 
Date Sampled ... : 10/16/00 13:25 Date Received..: 10/16/00 17:25 
% Moisture ..... . 

Matrix ....... : SOLID 

REPORTING 
PARAMETER 	RESULT 	LIMIT 	UNITS 

Prep Batch #.-.: 0292249 
Mercury 	0.069 B 	0.10 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M04 

PREPARATION- WORK 
METHOD 
	

ANALYSIS DATE ORDER # 

SW846 7471A 	10/18-10/19/00 DM9GH1A,=1 
Analysis Time..: 21:12 	Analyst ID.....: 021088 

MS Run # ....... : 0292086 	MDL ............: 0.020 

Prep Batch #•••: 0292310 
Aluminum 	23800 SW846 6010B 	10/18-10/21/00 DM9GHIAC 

Analysis Time..: 02:05 	Analyst ID.....: 0031196 

MS Run # ....... : 0292131 	MDL ............: 8.0 

Arsenic 

Anti.mony 

Barium 

Cadmium 

Chromium 

Beryllium 

Lead 

20.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

5.4 
	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.38 B 6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

161 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

ND 0.50 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

27.4 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

0.69 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

6.0 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time... 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/21/00 DM9GHIAD 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GHIAE 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

10/18-10/21/00 DM9GHIAG 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

10/18-10/21/00 DM9GHIAH 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9GHIAJ 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

10/18-10/21/00 DM9GHIAK 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

SW846 6010B 	10/18-10/21/00 DM9GH1AP 
Analysis Time..: 02:05 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

(Continued on next page) 
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PARAMETER 
Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadium 

Zinc 

RESULT 
0.78 

ND 

12.0 

31.0 

0.32 B 

20.5 

ND 

60.7 

76.5 

KgNNEDY/JENKS CONSDLTANTS 

Client Sample ID: C-2-173-20 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-020 
	

Matri.x ......... . SOLID 

METHOD 
SW846 6010B 

Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #.......: 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

REPORTING 
_ LIMIT 	UNITS 

	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID.,: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/18-10/21/00 DM9GHIAL 

02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GHIAM 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9GHIAN 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9GHIAP 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GHIAQ 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9GHIAR 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9GHIAT 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

10/18-10/21/00 DM9GHIAU 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9GHIAV 
02:05 	Analyst ID.....: 0031191 

0292131 	MDL ............: 1.0 

NOTE ( S ) :  
B Estimated result. Result is less than RL. 

BOE-C6-0173193 



KENNSDY/JENKS CONSULTANTS 

Client Sample ID: C-2-174-1 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-021 
Date Sampled...: 10/16/00 13:25 Date Recei.ved..: 10/16/00 17:25 
$ Moisture..... 

Matrix ....... . SOLID 

REPORTING 
PARAMETER 	RESULT 	LIMIT 	UNITS 

Prep Batch #••.: 0292249 
Mercury 	0.023 B 	0.10 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M04 

Prep Batch #..-: 0292310 
Aluminum 	14600 	20.0 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Arsenic 3.7 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Antimony 0.62 B 6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Barium 127 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Cadmium ND 0.50 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

Chromium 19.9 1.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: MO1 

Beryllium 0.48 B 0.50 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: MO1 

Lead 12.7 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
METHOD 
	

ANALYSIS DATE ORDER # 

SW846 7471A 	10/18-10/19/00 DM9GK1AA 
Analysis Time..: 21:14 	Analyst ID.....: 021088 

MS Run #•••••••: 0292086 	MDL ............: 0.020 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 

Analysis Time..: 

MS Run #••••..•: 

10/18-10/21/00 DM9GKIAF 

02:11 	Analyst ID.....: 0031196 

0292131 	MDL ............: 8.0 

10/18-10/21/00 DM9GKIAG 

02:11 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GKIAH 

02:11 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

SW846 6010B 	10/18-10/21/00 DM9GKlAJ 
Analysis Time..: 02:11 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GKIAK 
Analysis Time..: 02:11 	Analyst ID.....: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GK1AL 
Analysis Time..: 02:11 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GKI1V~Y 
Analysis Time..: 02:11 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GK1AN 
Analysis Time..: 02:11 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

(Continued on next page) 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-174-1 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-021 
	

Matrix ......... : SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 
Selenium 0.88 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAP 

Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: MOl MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAQ 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cobalt 9.0 5.0 	mg/kg SinT846 6010B 10/18-10/21/00 DM9GKIAR 

Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Copper 18.4 2.5 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAT 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9GKIAU 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Nickel 13.9 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAV 
Dilution Factor: 	1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAW 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadium 37.9 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GKIAX 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#••.••••: 0292131 MDL............: 0.10 

Zinc 77.2 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GK1A0 
Dilution Factor: 1 Analysis Time..: 02:11 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 1.0 

NOTE ( S ) : 
B Estimated result. Result is less than RL. 

BOE-C6-0173195 



SW846 7471A 	10/18-10/19/00 DM9GM1AA 
Analysis Time..: 21:16 	Analyst ID.....: 021088 

MS Run # ....... : 0292086 	MDL ............: 0.020 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... . 

10/18-10/21/00 DM9GMIAF 
02:36 	Analyst ID.....: 0031196 

0292131 	MDL ............: 8.0 

10/18-10/21/00 DM9GMIAG 
02:36 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GMIAH 
02:36 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

KENNEDY/JENKS C011TSDLTANTS 

Client Sample ID: C-2-174-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-022 
Date Sampled ... : 10/16/00 13:30 Date Received..: 10/16/00 17:25 
% Moisture ..... . 

Matrix ....... : SOLID 

METHOD PARAMETER 	RESULT 

Prep Batch #•••: 0292249 
Mercury 	0.030 B 

REPORTING 
LIMIT 	UNITS 

0.10 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M04 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

Prep Batch #•••: 0292310 
Aluminum 	21700 

	
20.0 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Arsenic 3.9 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Antimony 0.21 B 6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Barium 186 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Cadmium ND 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Chromium 24.1 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Beryllium 0.64 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Lead 5.3 0.50 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: 	M01 

SW846 6010B 	10/18-10/21/00 DM9GM1AJ 
Analysis Time..: 02:36 	Analyst ID.....: 0031191 

MS Run #•••••..: 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GM1AK 
Analysis Time..: 02:36 	Analyst ID.....: 0031191 

MS Run #•••••..: 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GMIAL 
Analysis Time..: 02:36 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GM1Ahi 
Analysis Time..: 02:36 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GM1AN 
Analysis Time..: 02:36 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

(Continued on next page) 
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Client Sample ID: C-2-174-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-022 
	

Matrix ......... . SOLID 

PARAMETER RESULT 
REPORTING 
LIMIT 	UNITS METHOD 

PREPARATION- 
ANALYSIS DATE 

WORK 
ORDER # 

Selenium 0.68 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GMIAP 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GMIAQ 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.10 

Cobalt 10.5 5.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GMIAR 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..e MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Copper 18.2 2.5 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GMIAT 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9GMIAU 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Nickel 18.3 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GMIAV 
Dilution Factor: 	1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GMIAW 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadium 49.3 5.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GMIAX 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Zinc 50.4 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GM1A0 
Dilution Factor: 1 Analysis Time..: 02:36 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•..••••: 0292131 MDL ............: 1.0 

NOTE ( S ) :  

B Estimated result. Result is less than RL. 

, ~ , , ~, ~ ; • , 
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KENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-175-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-023 	 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 13:44 Date Recei.ved..: 10/16/00 17:25 
% Moisture ..... . 

PARAMETER 	RESULT 
REPORTING 	 PREPARATION- WORK 
LIMIT 	UNITS 	METHOD 	ANALYSIS DATE ORDER # 

Prep Batch #•••: 0292249 
Mercury 	ND 0.10 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M04 

SW846 7471A 	10/18-10/19/00 DM9GN1AA 
Analysis Time..: 21:18 	Analyst ID....,: 021088 

MS Run # ....... : 0292086 	MDL ............: 0.020 

Prep Batch #•••: 0292310 
Aluminum 	21900 

Arsenic 

Antimony 

Barium 

Cadmium 

Chromium 

Beryllium 

Lead 

20.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

4.2 
	

1.0 	mg/kg 
Dilution Factorc 1 

Instrument ID..: M01 

0.86 B 
	

6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

175 	2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

ND 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

25.4 	1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.62 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

5.7 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

SW846 6010B 	10/18-10/21/00 DM9GN1AP 
Analysis Time..: 02:42 	Analyst ID.....: 0031196 

MS Run # ....... : 0292131 	MDL ............: 8.0 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... : 

10/18-10/21/00 DM9GNIAG 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GNIAH 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

10/18-10/21/00 DM9GNIAJ 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GN1AK 
Analysis Time..: 02:42 	Analyst ID.....: 0031191 

MS Run #•••••..: 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GNIAL 
Analysis Time..: 02:42 	Analyst ID.....: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GNIAM 
Analysis Time..: 02:42 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9GN1AN 
Analysis Time..: 02:42 	Analyst ID....,: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

(Continued on next page) 
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KMNEDY/JENKS 

Client Sample ID: C-2-175-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-023 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 
Selenium 1.0 0.50 	mg/kg 

Dilution Factor: 1 

Instrument ID..: MO1 

Silver ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Cobalt 11.7 5.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

Copper 23.7 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Molybdenum ND 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Nickel 21.2 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Vanadium 52.2 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Zinc 63.7 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

NOTE (S) :  
B Estimated result. Result is less than RL. 

Matrix ......... : SOLID 

METHOD 
PREPARATION- 
ANALYSIS DATE 

WORK 
ORDER # 

SW846 6010B 10/18-10/21/00 DM9GNIAP 

Analysis Time..: 02:42 	Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 	MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GN1AQ 
Analysis Time..: 02:42 	Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GN1AR 

Analysis Time..: 02:42 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 

Analysis Time... 

MS Run # ....... . 

10/18-10/21/00 DM9GNlAT 

02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9GNIAU 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

SW846 6010B 	10/18-10/21/00 DM9GNIAV 
Analysis Time..: 02:42 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 

Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/21/00 DM9GNIAW 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

10/18-10/21/00 DM9GNIAX 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9GN1A0 
02:42 	Analyst ID.....: 0031191 

0292131 	MDL ............: 1.0 

imm ti' s 
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KffidNEDY/JETTKS CONSULTANTS 

Client Sample ID: C-2-176-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-025 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 14:05 	Date Received..: 10116100 17:25 
% Moisture ..... 	: 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER #  

Prep Batch #...: 0292249 
Mercury 0.024 B 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9GQ1AV7 

Dilution Factor: 1 Analysis Time..: 21:20 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS Run # ....... 	: 0292086 MDL ............: 0.020 

Prep Batch #•••: 0292310 
Aluminum 22300 20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAC 

Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID .... .: 0031196 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 8.0 

Arsenic 3.7 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAD 
Dilution Factor: 	1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.40 

Antimony ND 6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAE 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.20 

Barium 196 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAF 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAG 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 	0.050 

Chromi.um 25.7 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAH 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS Run # ....... 	: 0292131 MDL ............: 0.10 

Berylli.um  0.62 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GQIAJ 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run # ....... 	: 0292131 MDL ............: 0.050 

Lead 5.6 0.50 	mg/kg . SW846 6010B 10/18-10/21/00 DM9GQIAK 
Dilution Factor: 1 Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.30 

(Continued on next page) 
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Client Sample ID: C-2-176-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-025 
	

Matrix ......... : SOLID 

Copper 	20.9 

Molybdenum 	0.33 B 

Nickel 	20.4 

Thallium 	ND 

Vanadium 	53.2 

NOTE(S): 
B Estimated result. Result is less than RL. 

REPORTING 
LIMIT _  UNITS 
0.50 mg/kg 

Dilution Factor: 1 

Instrument ID..: 	MO1 

1.0 mg/kg 
Dilution Factor: 1 

Instrument ID..: 	M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID,.: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/18-10/21/00 DM9GQ1AL 

Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GQ1AM 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9GQ1AN 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	#••••.•.: 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9GQlAP 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	#••••.••: 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GQIAQ 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

SW846 6010B 10/18-10/21/00 DM9GQIAR 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

SW846 6010B 10/18-10/21/00 DM9GQ1AT 
Analysis Time..: 02:49 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9GQ1AU 
Analysis Time..: 02:49 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GQ1AV 
Analysis Time..: 02:49 	Analyst ID.....: 0031191 

MS Run #.......: 0292131 	MDL ............: 1.0 

PARAMETER 
	

RESULT 
Selenium 
	

0.58 

Silver 
	

i`ii7 

Cobalt 
	

12.4 

Zinc 
	

69.3 

BOE-C6-0173201 



NENNEnY/Jffi9KS CONSULTANTS 

Client Sample ID: C-2-177-1 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-027 
	

Matrix ....... : SOLID 
Date Sampled...: 10/16/00 14:25 Date Received..: 10/16/00 17:25 
% Moisture..... 

PARAMETER 	RESULT 

Prep Batch #•-•: 0292249 
Mercury 	0.026 B 

Prep Batch #•-•: 0292310 
Aluminum 	25700 

Arsenic 	4.1 

Antimony 	ND 

Barium 	191 

Cadmium 	ND 

Chromium 	28.6 

Beryllium 	0.77 

Lead 	6.0 

REPORTING 
	

PREPARATION- WORK 
LIMIT 	UNITS 	METHOD 

	
ANALYSIS DATE ORDER # 

0.10 	mg/kg 	SW846 7471A 	10/18-10/19/00 DM9GVIAA 
Dilution Factor: 1 	Analysis Time..: 21:22 	Analyst ID.....: 021088 

	

Instrument ID..: M04 	MS Run # ....... : 0292086 	MDL ............: 0.020 

20.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GVIAF 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 8.0 

1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GVIAG 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.40 

6.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9GVlAH 
Dilution Factor: 	1 Analysis Time..: 02054 Analyst 	ID.....: 0031191 

Instrument ID,.: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.20 

2.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GVIAJ 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.10 

0.50 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9GVIAK 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.050 

1.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9GVIAL 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID,.: M01 MS Run #  ....... 	: 0292131 MDL ............: 0.10 

0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GVIAM 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID..o M01 MS Run #  ....... 	: 0292131 MDL ............: 0.050 

0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9GVIAN 
Dilution Factor: 1 Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	#•••••..: 0292131 MDL ............: 0.30 

(Continued on next page) 

1~' '~ •, 
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I'll 	Di DY#pj .i 

Client Sample ID: C-2-177-1 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-027 

REPORTING 
PARAMETER RESULT LIMIT 	UNITS 
Selenium 0.94 0.50 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Silver ND 1.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: 	M01 

Cobalt 9.9 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Copper 16.9 2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Molybdenum 1.1 B 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Ni.ckel 19.1 4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium ND 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Vanadi.um 53.6 5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Zinc 53.4 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

NOTE (S) : 
B Estimated result. Result is less than RL. 

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER # 
SW846 6010B 10/18-10/21/00 DM9GV1AP 

Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

MS 	Run 	#••••••.: 0292131 MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GVIAQ 
Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

MS 	Run 	#.••••••: 0292131 MDL ............: 0.10 

SW846 6010B 10/18-10/21/00 DM9GVIAR 
Analysis Time..: 02:54 Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GV1AT 
Analysis Time..: 02:54 	Analyst ID.....: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 0.40 

SW846 6010B 10/18-10/21/00 DM9GV1AU 
Analysis Time..: 02:54 	Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 10/18-10/21/00 DM9GVIAV 
Analysis Time..: 02:54 	Analyst 	ID.....: 0031191 

MS 	Run 	# ....... : 0292131 	MDL ............: 0.30 

SW846 6010B 	10/18-10/21/00 DM9GV1AW 
Analysis Time..: 02:54 	Analyst ID.....: 0031191 

MS Run #•.•••••: 0292131 	MDL ............: 0.50 

SW846 6010B 	10/18-10/21/00 DM9GV1AX 
Analysis Time..: 02:54 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9GV1A0 
Analysis Time..: 02:54 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 1.0 

BOE-C6-0173203 



4 "i '.i WIMi'.i 

Client Sample ID: C-2-177-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-028 	 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 14:30 Date Received..: 10/16/00 17:25 
% Moisture ..... . 

REPORTING 	 PREPARATION- WORK 

PARAMETER 	RESULT 
	

LIMIT 	UNITS 	METHOD 	ANALYSIS DATE ORDER # 

Prep Batch #•••: 	0292254 
Mercury 0.040 B 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DM9GXIAA 

Dilution Factor: 1 Analysis Time..: 17:53 Analyst 	ID.....: 021088 

Instrument ID..: M04 MS 	Run 	#•••.•••: 0293216 MDL ............: 0.020 

Prep Batch #•••: 	0292312 
Aluminum 24100 20.0 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAF 

Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031196 

Instrument ID..: M01 MS 	Run 	#•••.•••: 0292132 MDL ............: 8.0 

Arsenic 3.6 1.0 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAG 
Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: M01 MS Run #  ....... 	: 0292132 MDL ............: 0.40 

.~ntimony ND 6.0 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAH 
Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292132 MDL ............: 0.20 

Barium 250 2.0 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAJ 
Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: MO1 MS Run #  ....... 	: 0292132 MDL ............: 0.10 

Cadmium 0.18 B 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAK 
Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: MO1 MS Run #  ....... 	: 0292132 MDL ............: 0.050 

Chromium 27.3 1.0 	mg/kg SW846 6010B 10/18 -10/19/00 DM9GXIAL 
Dilution Factor: 	1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: M01 MS Run #  ....... 	: 0292132 MDL ............: 0.10 

Beryllium 0.70 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAM 
Dilution Factor: 	1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: MO1 MS Run #  ....... 	: 0292132 MDL ............: 0.050 

Lead 5.5 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DM9GXIAN 
Dilution Factor: 1 Analysis Time..: 20:23 Analyst 	ID.....: 0031192 

Instrument ID..: MO1 MS Run #  ....... 	: 0292132 MDL ............: 0.30 

(Continued on next page) 
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KENINEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-177-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-028 

REPORTING 
PARAMETER 	RESULT 	LIMIT 	UNITS 
Selenium 	ND 	0.50 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Silver 	ND 	1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Cobalt 	10.6 	5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Copper 	18.8 	2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Molybdenum 	ND 	4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MOl 

Nickel 	20.8 	4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Thallium 	ND 	1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Vanadium 	51.2 	5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Zinc 	50.9 	2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

NOTE ( S ) :  
B Estimated result. Result is less than RL. 

Matrix ......... . SOLID 

PREPARATION- WORK 
METHOD 	ANALYSIS DATE ORDER # 
SW846 6010B 	10/18-10/19/00 DM9GX1AP 

Analysis Time..: 20:23 	Analyst ID.....: 0031192 

MS Run # ....... : 0292132 	MDL ............: 0.40 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

10/18-10/19/00 DM9GXIAQ 
20:23 	Analyst ID.....: 0031192 

0292132 	MDL ............: 0.10 

10/18-10/19/00 DM9GXIAR 
20:23 	Analyst ID.....: 0031192 

0292132 	MDL ............: 0.10 

10/18-10/19/00 DM9GXIAT 
20:23 	Analyst ID.....: 0031192 

0292132 	MDL ............: 0.40 

10/18-10/19/00 DM9GXIAU 
20:23 	Analyst ID.....: 0031192 

0292132 	MDL ............: 0.30 

SW846 6010B 	10/18-10/19/00 DM9GXIAV 
Analysis Time..: 20:23 	Analyst ID.....: 0031192 

MS Run # ....... : 0292132 	MDL ............: 0.30 

SW846 6010B 	10/18-10/19/00 DM9GXlAW 
Analysis Time..: 20:23 	Analyst ID.....: 0031192 

MS Run # ....... : 0292132 	MDL ............: 0.50 

SW846 6010B 	10/18-10/19/00 DM9GX1AX 
Analysis Time..: 20:23 	Analyst ID.....: 0031192 

MS Run # ....... : 0292132 	MDL ............: 0.10 

SW846 6010B 	10/18-10/19/00 DM9GX1A0 
Analysis Time..: 20:23 	Analyst ID.....: 0031192 

MS Run # ....... : 0292132 	MDL ............: 1.0 

BOE-C6-0173205 



SW846 6010B 
Analysis Time..a 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #•••••••: 

10/18-10/21/00 DM9G01AF 
03:01 	Analyst ID.....: 0031196 

0292131 	MDL ............: 8.0 

10/18-10/21/00 DM9G01AG 
03:01 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9G01AH 
03:01 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

SW846 6010B 	10/18-10/21/00 DM9G01AJ 
Analysis Time..: 03:01 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.10 

SW846 6010B 	10/18-10/21/00 DM9G01AK 
Analysis Time..: 03:01 	Analyst ID.....: 0031191 

MS Run #••••.•.: 0292131 	MDL ............: 0.050 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run #•••••••: 

10/18-10/21/00 DM9G01AL 
03:01 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G01AM 
03:01 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

SW846 6010B 	10/18-10/21/00 DM9G01AN 
Analysis Time..: 03:01 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

KIDANEDY/JENRS CONSULTANTS 

Client Sample ID: C-2-178-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-029 	 Matrix ....... : SOLID 
Date Sampled ... : 10/16/00 14:40 Date Received..: 10/16/00 17:25 
% Moisture ..... : 

REPORTING 	 PREPARATION- WORK 

PARAMETER 	RESULT 	LIMIT 	UNITS 	METHOD 	ANALYSIS DATE ORDER # 

Prep Batch #•••: 0292249 
Mercury 	ND 
	

0.10 	mg/kg 
	

SW846 7471A 	10/18-10/19/00 DM9G01AA 
Dilution Factor: 1 
	

Analysis Time..: 21:23 	Analyst ID.....: 021088 

	

Instrument ID..: M04 
	

MS Run # ....... : 0292086 	MDL ............: 0.020 

Prep Batch #•••: 0292310 
Altuninum 	25600 

	
20.0 	mg/kg 

Dilution Factor: 1 

Instrument ID..: M01 

Arsenic 4.2 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Antimony 0.26 B 6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

Barium 233 2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Cadmium ND 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Chromium 28.0 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Beryllium 0.69 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

Lead 5.6 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

(Continued on next page) 
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xuwnTRny/JENKS CONSULTANTS 

Client Sample ID: C-2-178-5 

TOTAL Metals 

Lot-Sample #••-: EOJ170121-029 
	

Matrix ......... . SOLID 

REPORTING PREPARATION- WORK 
PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 
Selenium ND 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AP 

Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••.•: 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AQ 
Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cobalt 11.1 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AR 

Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	#•.•••••: 0292131 MDL ............: 0.10 

Copper 20.5 2.5 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AT 

Dilution Factor: 	1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AU 
Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••..: 0292131 MDL ............: 0.30 

Nickel 22.6 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AV 

Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#••.••••: 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AW 
Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadium 55.9 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01AX 
Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.10 

Zinc 61.3 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G01A0 
Dilution Factor: 1 Analysis Time..: 03:01 Analyst 	ID.....: 0031191 

Instrument ID..: 	M01 MS 	Run 	# ....... : 0292131 MDL ............: 1.0 

NOTE ( S ) : 
B Estimated result. Result is less than RL. 

BOE-C6-0173207 



KSNNBDY/JENK.S CONSDLTAN'.CS 

Client Sample ID: C-2-179-5 

TOTAL Metals 

Lot-Sample #•••: EOJ170121-031 
Date Sampled ... : 10/16/00 15:05 Date Rece9.ved..: 10/16/00 17:25 
% Moisture ..... . 

REPORTING 
PARAMETER 	RESULT 	LIMIT 	UNITS 	METHOD 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 

Prep Batch #•••: 0292249 
Mercury 	ND 
	

0.10 	mg/kg 
	

SW846 7471A 	10/18-10/19/00 DM9G21AA 
Dilution Factor: 1 
	

Analysis Time..: 21:29 	Analyst ID.....: 021088 

Instrument ID..: M04 
	

MS Run # ....... : 0292086 	MDL............: 0.020 

Prep Batch #•••: 0292310 
Aluminum 	20100 SW846 6010B 	10/18-10/21/00 DM9G21AF 

Analysis Time..: 03:07 	Analyst ID.....: 0031196 

MS Run # ....... : 0292131 	MDL ............: 8.0 

Arsenic 

Antimony 

Bari.um 

Cadmium 

Chromium 

Beryllium 

Lead 

20.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

3.8 
	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.37 B 6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

151 2.0 	mg/kg 
Dilution Factor: 	1 

Instrument ID..: M01 

ND 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

24.1 1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.60 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

9.2 0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time... 

MS Run #.......: 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time... 

MS Run #.......: 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... :  

10/18-10/21/00 DM9G21AG 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9G21AH 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.20 

10/18 -10/21/00 DM9G21AJ 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G21AK 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

10/18-10/21/00 DM9G21AL 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G21AM 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

10/18-10/21/00 DM9G21AN 
03:07 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

(Continued on next page) 
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ICENNEDY/JSNKS CONSULTANTS 

Client Sample ID: C-2-179-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-031 
	

Matrix ......... . SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER #  
Seleni.um 0.74 0.50 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21AP 

Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Silver ND 1.0 	mg/kg SW846 6010B 10/18 - 10/21/00 DM9G21AQ 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: MO1 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Cobalt 10.5 5.0 	mg/kg SW846 6010B 10/18 -10/21/00 DM9G21AR 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#.••••••: 0292131 MDL ............: 0.10 

Copper 21.6 2.5 	mg/kg SW846 6010B 10/18 -10/21/00 DM9G21AT 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.40 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21AU 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	#•••••••: 0292131 MDL ............: 0.30 

Nickel 19.1 4.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21AV 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: MOl MS 	Run 	# ....... : 0292131 MDL ............: 0.30 

Thallium ND 1.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21AW 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.50 

Vanadium 47.8 5.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21AX 
Dilution Factor: 1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 0.10 

Zinc 53.7 2.0 	mg/kg SW846 6010B 10/18-10/21/00 DM9G21A0 
Dilution Factor: 	1 Analysis Time..: 03:07 Analyst 	ID.....: 0031191 

Instrument ID..: M01 MS 	Run 	# ....... : 0292131 MDL ............: 1.0 

NOTE ( S ) :  
B Estimated result. Result is less than RL. 

rf~_ ~~~ 
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KENNEDY/JENKS CONSULTANTS 

Client Sample ID: C-2-180-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-032 
Date Sampled ... : 10/16/00 15:30 Date Recei.ved..: 10/16/00 17:25 
% Moisture ..... . 

REPORTING 
PARAMETER 	RESULT 
	

METHOD 

Matrix ....... : SOLID 

PREPARATION- WORK 
ANALYSIS DATE ORDER $$ 

Prep Batch #...: 0292249 
Mercury 	0.048 B 

	
0.10 	mg/kg 	SW846 7471A 	10/18-10/19/00 DM9G41AA 

Dilution Factor: 1 
	

Analysis Time..: 21:36 	Analyst ID.....: 021088 

Instrument ID..: M04 
	

MS Run # ....... : 0292086 	MDL ............: 0.020 

Prep Batch #...: 0292310 
Aluminum 	24600 

Arsenic 

Antimony 

Barium 

Cadmium 

Chromium 

Berylli.um 

Lead 

20.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

4.0 
	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

0.57 B 	6.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

268 	2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

ND 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

27.3 	1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

0.76 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

5.5 	0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

SW846 6010B 

Analysis Time... 

MS Run #....... 

SW846 6010B 

Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... .  

10/18 -10/21/00 DM9G4].AJ 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18 - 10/21/00 DM9G41AK 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

10/18 -10/21/00 DM9G41AL 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18 -10/21/00 DM9G41AM 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.050 

SW846 6010B 	10/18 -10/21/00 DM9G41AF 
Analysis Time..: 03:14 	Analyst ID.....; 0031196 

MS Run # ....... : 0292131 	MDL ............: 8.0 

SW846 6010B 	10/18 -10/21/00 DM9G41AG 
Analysis Time..: 03:14 	Analyst ID.....: 0031191 

MS Run #•••••••: 0292131 	MDL ............: 0.40 

SW846 6010B 	10/18 -10/21/00 DM9G41AH 
Analysis Time..: 03:14 	Analyst ID.....: 0031191 

MS Run #••••••.: 0292131 	MDL ............: 0.20 

SW846 6010B 	10/18 -10/21/00 DM9G41AN 
Analysis Time..: 03:14 	Analyst ID.....: 0031191 

MS Run # ....... : 0292131 	MDL ............: 0.30 

(Continued on next page) 
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KSLQNEDY/J&NKS CONSULTANTS 

Client Sample ID: C-2-180-5 

TOTAL Metals 

Lot-Sample # ... : EOJ170121-032 
	

Matrix ......... : SOLID 

Molybdenum 	ND 

Ni.ckel 	20.6 

Vanadium 	53.4 

Thallium 	ND 

Cobalt 	10.7 

Copper 	17.8 

Silver 	ND 

Zinc 	49.5 

METHOD 
SW846 6010B 

Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #....... 

SW846 6010B 
Analysis Time... 

MS Run #....... 

SW846 6010B 
Analysis Time..: 

MS Run # ....... 

SW846 6010B 
Analysis Time..: 

MS Run #.......: 

SW846 6010B 
Analysis Time..: 

MS Run # ....... . 

REPORTING 
_ LIMIT 	UNITS 

	

0.50 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

2.5 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

4.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: MO1 

	

1.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

5.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

	

2.0 	mg/kg 
Dilution Factor: 1 

Instrument ID..: M01 

PREPARATION- WORK 
ANALYSIS DATE ORDER # 
10/18-10/21/00 DM9G41AP 

03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9G41AQ 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G41AR 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G41AT 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.40 

10/18-10/21/00 DM9G41AU 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9G41AV 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.30 

10/18-10/21/00 DM9G41AW 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.50 

10/18-10/21/00 DM9G41AX 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 0.10 

10/18-10/21/00 DM9G41A0 
03:14 	Analyst ID.....: 0031191 

0292131 	MDL ............: 1.0 

PARAMETER 	RESULT 
Selenium 	0.41 B 

NOTE (S) : 
B Estimated result. Result is less than RL. 
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Qc DATA ASSOCILATION SUMMARY 

gOJ170121 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL 
SAMPLE# MATRIX METHOD  

001 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

002 SOLID SW846 8260B 

003 SOLID SW846 8015B 
SOLID SW846 8015B 

004 SOLID SW846 8015B 
SOLID SW846 8015B 

005 SOLID SW846 8015B 
SOLID SW846 8015B 

006 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

007 SOLID SW846 8260B 

008 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

009 SOLID SW846 8260B 

010 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 8260B 
SOLID SW846 6010B 

011 SOLID SW846 8260B 

LEACH 	PREP 
BATCH # 	BATCH # MS RUN#  

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0292310 0292131 

0312434 0312231 

0292474 0292231 
0300094 0300238 

0292474 0292231 
0300094 0300238 

0292474 0292231 
0300094 0300238 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0292310 0292131 

0312434 0312231 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0292310 0292131 

0312434 0312231 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0315095 
0292310 0292131 

0312434 	0312231 

(Continued on next page) 
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QC DATA ASSOCIATION SUMMARY 

$OJ170121 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL 
SAMPLE# MATRIX METHOD  

012 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

013 SOLID SW846 8260B 

014 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

015 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

016 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

017 SOLID SW846 8260B 

018 SOLID SW846 7471A 
SOLID SW846 8082 
SOLID SW846 8260B 
SOLID SW846 6010B 

019 SOLID SW846 7471A 
SOLID SW846 8082 
SOLID SW846 8260B 
SOLID SW846 6010B 

020 SOLID SW846 7471A 
SOLID SW846 8082 
SOLID SW846 8260B 
SOLID SW846 6010B 

LEACH 	PREP 
BATCH # 	BATCH # MS RUN#  

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0292310 0292131 

0315095 0314002 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0315095 0314002 
0292310 0292131 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0312434 0312231 
0292310 0292131 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0315094 
0292310 0292131 

0315094 

0292249 0292086 
0292481 0292229 
0315094 
0292310 0292131 

0292249 0292086 
0292481 0292229 
0315095 0314002 
0292310 0292131 

0292249 0292086 
0292481 0292229 
0315094 
0292310 0292131 

(Continued on next page) 
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QC DATA ASSOCIATION SUMMARY 

EOJ170121 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL LEACH 	PREP 

SAMPLE# MATRIX METHOD BATCH ## 	BATCH # MS RUN#  

021 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315094 
SOLID SW846 6010B 0292310 0292131 

022 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315094 

SOLID SW846 6010B 0292310 0292131 

023 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315094 

SOLID SW846 6010B 0292310 0292131 

024 SOLID SW846 8260B 0315094 

025 SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315094 

SOLID SW846 6010B 0292310 0292131 

026 SOLID SW846 8260B 0315094 

027 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315095 0314002 

SOLID SW846 6010B 0292310 0292131 

028 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292254 0293216 

SOLID SW846 8260B 0315094 
SOLID SW846 6010B 0292312 0292132 

029 SOLID SW846 8015B 0292474 0292231 

SOLID SW846 8015B 0300094 0300238 

SOLID SW846 7471A 0292249 0292086 

SOLID SW846 8260B 0315095 0314002 

SOLID SW846 6010B 0292310 0292131 

(Continued on next page) 
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Qc nATA A ssocIATION SUMMARY 

EOJ170121 

Sample Preparation and Analysis Control Numbers 

ANALYTICAL 	LEACH 

SAMPLE# MATRIX METHOD 	BATCH #  

030 SOLID SW846 8260B 

031 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

032 SOLID SW846 8015B 
SOLID SW846 8015B 
SOLID SW846 7471A 
SOLID SW846 8260B 
SOLID SW846 6010B 

033 SOLID SW846 8260B 

034 WATER SW846 8260B 

035 WATER SW846 8260B 

PREP 
BATCH # MS RUN#  

0315094 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0315094 
0292310 0292131 

0292474 0292231 
0300094 0300238 
0292249 0292086 
0315095 0314002 
0292310 0292131 

0315095 0314002 

0294460 0294255 

0294460 0294255 

BOE-C6-0173215 



KffiQNEDY/JEDTKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #= EOJ200000-460 B Work Order #= DNJGLlAA 	Matrix: WATER 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS  
None 	 ug/L 

BOE-C6-0173216 



KELQNEDY/JffiNKS CONSULTANTS 

Method Blank Report 

GC/MS Volatiles 

Lot-Sample #= GOK070000-434 B Work Order #= DPGVLlAA 	Matrix: SOLID 

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS 

ESTIMATED RETENTION 
PARAMETER 
	

CAS # 	RESULT 	TIME 	UNITS 

None 
	 ug/kg 

BOE-C6-0173217 



Client Lot # ... : EOJ170121 
MB Lot-Sample #: EOJ180000-481 

Analysis Date..: 10119100 
Dilution Factor: 1 

PARAMETER  
Aroclor 1016 
Aroclor 1221 
Aroclor 1232 
Aroclor 1242 
Aroclor 1248 
Aroclor 1254 
Aroclor 1260 

SURROGATE  
Decachlorobiphenyl 
Tetrachloro-m-xylene 

METHOD BLANK REPORT 

GC Semi.volatiles 

Work Order # ... : DND1NlAA 

Prep Date ......  : 	10/18/00 
Prep Batch # ... : 	0292481 

Analyst ID  ..... : 	018568 

REPORTING 
RESULT LIMIT UNITS  
ND 33 ug/kg 
ND 33 ug/kg 
ND 33 ug/kg 
ND 33 ug/kg 
ND 33 ug/kg 
ND 33 ug/kg 
ND 33 ug/kg 

PERCENT RECOVERY 
RECOVERY LIMITS  
94 (60 	- 	140) 

31 * (60 	- 	140) 

Matrix ......... : SOLID 

Analysis Time..: 12:42 
Instrument ID..: G8B 

METHOD 
SW846 8082 

SW846 8082 

SW846 8082 

SW846 8082 

SW846 8082 

SW846 8082 

SW846 8082 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

* Surrogate recovery is outside stated control limits. 

C~~TI=;1: t 
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PARAMETER 
C8-C9 
C10-C11 
C12-C13 
C14-C15 
C16-C17 
C18-C19 
C20-C23 
C24-C27 
C28-C31 
C32-C35 
C36-C39 
C40+ 
Total Carbon Chain Range 

RESULT 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

METHOD BLANK RSPORT 

GC Semivolatiles 

Client Lot # ... : EOJ170121 	Work Order #--.: DND1VlAA 
	

Matrix ......... : SOLID 

MB Lot-Sample #: EOJ180000-474 
Prep Date......: 10/18/00 

	
Analysis Time..: 09:59 

Analysis Date..: 11/03/00 
	

Prep Batch # ... 0292474 
	

Instrument ID..: G01 

Dilution Factor: 1 
Analyst ID ..... : 356074 

REPORTING 
LIMIT UNITS METHOD 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 
10 mg/kg SW846 8015B 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
Benzo (a) pyrene 
	107 	\V V - i..JV/ 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 
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GC/MS Volati.les 

Client Lot # ... : EOJ170121 	Work Order #.••: DNJGLlAA 
	

Matrix ......... : WATER 
MB Lot-Sample #= EOJ200000-460 

Prep Date ...... : 10/19/00 
	

Analysis Time..: 17:58 
Analysis Date..: 10/19/00 

	
Prep Batch # ... : 0294460 

	
Instrument ID..: MSC 

Dilution Factor: 1 
Analyst ID ..... : 015590 

REPORTING 
RESULT LIMIT UNITS METHOD 
ND 10 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 

ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND .1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 

(Continued on next page) 
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Acetone 
Benzene 
Bromobenzene 
1-Bromo-2-chloroethane 
Bromochloromethane 
Bromoform 
Bromomethane 
2-Butanone 
n-Butylbenzene 
sec-Butylbenzene 
tert-Butylbenzene 
Carbon disulfide 
Carbon tetrachloride 
Chlorobenzene 
Dibromochloromethane 
Bromodichloromethane 
Chloroethane 
Chloroform 
Chloromethane 
2-Chlorotoluene 
4-Chlorotoluene 
1,2 -Dibromo - 3 - chloro -  
propane 

1,2-Dibromoethane 
Dibromomethane 
1,2-Dichlorobenzene 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
Dichlorodifluoromethane 
1,1-Dichloroethane 
1,2-Dichloroethane 
1,1-Dichloroethene 
cis-1,2-Dichloroethene 
trans-1,2-Dichloroethene 
1,2-Dichloropropane 
1,3-Dichloropropane 
2,2-Dichloropropane 
1,1-Dichloropropene 
cis-1,3-Dichloropropene 
trans-1,3-Dichloropropene 

~ 
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GC/MS Volatiles 

Client Lot #•••: EOJ170121 

PARAMETER 
Ethylbenzene 
Hexachlorobutadiene 
2-Hexanone 
Isopropylbenzene 
p-Isopropyltoluene 
Methylene chloride 
4-Methyl-2-pentanone 
Methyl tert-butyl ether 
Naphthalene 
n-Propylbenzene 
Styrene 
1,1,1,2-Tetrachloroethane 
1,1,2,2-Tetrachloroethane 
Tetrachloroethene 
Toluene 
1,2,3-Trichlorobenzene 
1,2,4-Trichloro- 
benzene 

1,1,1-Trichloroethane 
1,1,2-Trichloroethane 
Trichloroethene 
Trichlorofluoromethane 
1,2,3-Trichloropropane 
1,1,2-Trichlorotrifluoro- 
ethane 

1,2,4-Trimethylbenzene 
1,3,5-Trimethylbenzene 
Vinyl chloride 
m-Xylene & p-Xylene 
o-Xylene 
Xylenes (total) 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 
t-Butanol 
Isopropyl ether 
Acrolein 
Iodomethane 
Acrylonitrile 
Vinyl acetate 
Tetrahydrofuran 
2-Chloroethyl vinyl ether 

SURROGATE 
Bromofluorobenzene 

Work Order ##••.: DNJGLIAA Matrix.........: 	WATER 

REPORTING 
RESULT LIMIT UNITS METHOD 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 

ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 

ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 1.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 25 ug/L SW846 8260B 
ND 2.0 ug/L SW846 8260B 
ND 20 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 
ND 20 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 
ND 10 ug/L SW846 8260B 
ND 5.0 ug/L SW846 8260B 

PERCENT RECOVERY 
RECOVERY LIMITS 
100 (75 	- 	120) 

(Continued on next page) 
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METHOD BLANK REPORT 

GC/MS Volati.les 

Client Lot #•••= EOJ170121 
	

Work Order # ... : DNJGLIAA 
	

Matrix ......... : WATER 

REPORTING 
PARAMETER 
	

RESULT 
	r Tnerm 	•~Trmc+ 	 METHOD 

1,2-Dichloroethane-d4 
	

89 
	

(65 - 130) 

Toluene-d8 
	

105 
	

(80 - 130) 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

MEMME-1 
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METHOD BLANK REPORT 

GC Volatiles 

Client Lot #•••: EOJ170121 
	

Work Order # ... : DNV5NIAA 
MB Lot-Sample #: EOJ260000-094 

Prep Date ...... : 10/20/00 
Analysis Date..: 10/20/00 

	
Prep Batch #•••: 0300094 

Dilution Factor: 1 
Analyst ID ..... : 001464 

REPORTING 
PARAMETER 
	

RESULT 	LIMIT 	UNITS 
C6-C8 
	

0.31 J 	1.0 	mg/kg 

PERCENT 	RECOVERY 
SURROGATE 
	

RECOVERY 	LIMITS 
a,a,a-Trifluorotoluene 

	105 	(60 - 130) 
(TFT) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

7 Estimated result. Result is less than RL. 

Matrix ......... : SOLID 

Analysis Time..: 14:42 
Instrument ID..: G15 

METHOD 
SW846 8015B 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order ##...: DPGVLlAA Matrix ......... : 	SOLID 

MB Lot-Sample #= GOK070000-434 
Prep Date ......  : 	11/06/00 Analysi.s Time..: 14:37 

Analysis Date..: 11/06/00 Prep Batch # ... = 	0312434 Instrument ID..: 	KR7 

Dilution Factor: 1 
Analyst ID  ..... : 	007562 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD  
Acetone 5.2 J 25 ug/kg SW846 8260B 

Chloromethane ND 5.0 ug/kg SW846 8260B 

Bromomethane ND 10 ug/kg SW846 8260B 

Carbon disulfide ND 5.0 ug/kg SW846 8260B 

1,1-Dichloroethene ND 5.0 ug/kg SW846 8260B 

Methylene chloride ND 10 ug/kg SW846 8260B 

trans-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 
1,2-Dibromo-3-chloro- ND 10 ug/kg SW846 8260B 
propane 

1,1-Dichloroethane ND 5.0 ug/kg SW846 8260B 

Chloroethane ND 10 ug/kg SW846 8260B 

2,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

Bromochloromethane ND 5.0 ug/kg SW846 8260B 

Chloroform ND 5.0 ug/kg SW846 8260B 

2-Chlorotoluene ND 5.0 ug/kg SW846 8260B 
1,1,1-Trichloroethane ND 5.0 ug/kg SW846 8260B 

1,2-Dibromoethane ND 5.0 ug/kg SW846 8260B 

Carbon tetrachloride ND 5.0 ug/kg SW846 8260B 

1,1-Dichloropropene ND 5.0 ug/kg SW846 8260B 

Benzene ND 5.0 ug/kg SW846 8260B 

Dichlorodifluoromethane ND 5.0 ug/kg SW846 8260B 

1,2-Dichloroethane ND 5.0 ug/kg SW846 8260B 

Trichloroethene ND 5.0 ug/kg SW846 8260B 

1,2-Dichloropropane ND 5.0 ug/kg SW846 8260B 

Bromodichloromethane ND 5.0 ug/kg SW846 8260B 

cis-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

Toluene ND 5.0 ug/kg SW846 8260B 
trans-1,3-Dichloropropene ND 5.0 ug/kg SW846 8260B 

Trichlorofluoromethane ND 10 ug/kg SW846 8260B 
1,1,2-Trichloroethane ND 5.0 ug/kg SW846 8260B 
2-Hexanone ND 25 ug/kg SW846 8260B 
Tetrachloroethene ND 5.0 ug/kg SW846 8260B 

Dibromochloromethane ND 5.0 ug/kg SW846 8260B 

Chlorobenzene ND 5.0 ug/kg SW846 8260B 

1,1,1,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 

Styrene ND 10 ug/kg SW846 8260B 

Ethylbenzene ND 5.0 ug/kg SW846 8260B 

Bromoform ND 5.0 ug/kg SW846 8260B 

Isopropylbenzene ND 5.0 ug/kg SW846 8260B 

Bromobenzene ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Cli.ent Lot # ... = EOJ170121 
	

Work Order # ... : DPGVLIAA 
	

Matrix ......... : SOLID 

REPORTING 
LIMIT 
10 
5.0 
5.0 
5.0 
100 
5.0 
25 
25 

PARAMETER 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
1,2,3-Trichloropropane 
t-Butanol 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 

4-Chlorotoluene 
1,3,5-Trimethylbenzene 
tert-Butylbenzene 
Methyl tert-butyl ether 

(MTBE) 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 
benzene 

Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

RESULT 
ug/kg 	SW846 8260B 
ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	SW846 826013 

ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 100 ug/kg SW846 8260B 
ND 100 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 82603 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
RECOVERY LIMITS 
86 (70 	- 	130) 
97 (70 	- 	130) 
92 (70 	- 	130) 

UNITS 
	

METHOD 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

NOTE(S); 
Calculations are performed before rounding to avoid round-off errors in calcutated results. 

J Estimated result. Result is less than RL. 

~ 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 	Work Order #---: DPMKOlAA 
	

Matrix ......... . SOLID 
MB Lot-Sample #: GOK100000-094 

Prep Date ...... : 11/07/00 
	

Analysis Time... 12:34 
Analysis Date..: 11/07/00 

	
Prep Batch # ... : 0315094 

	
Instrument ID..: KR7 

Dilution Factor: 1 
Analyst ID ..... : 007562 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2 -Dibromo - 3 - chloro -  
propane 

1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
3romochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 
3romoform 
Isopropylbenzene 
Bromobenzene 

REPORTING 
RESULT  LIMIT 
5.9 J 25 
ND 5.0 
ND 10 
ND 5.0 
ND 5.0 
ND 10 
ND 5.0 
ND 10 

ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 25 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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UNITS 
	

METHOD 
ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	

SW846 8260B 

ug/kg 
	

SW846 8260B 

ug/kg 
	SW846 8260B 

ug/kg 
	

SW846 8260B 

ug/kg 
	

SW846 8260B 
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METHOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... = EOJ170121 

PARAMETER 
Vinyl chloride 
1,1,2,2-Tetrachloroethane 
Xylenes (total) 
1,2,3-Trichloropropane 
t-Butanol 
n-Propylbenzene 
2-Butanone (MEK) 
4-Methyl-2-pentanone 

(MIBK) 
4-Chlorotoluene 
1,3,5-Trimethylbenzene 
tert-Butylbenzene 
Methyl tert-butyl ether 

(MTBE) 
1,2,4-Trimethylbenzene 
sec-Butylbenzene 
1,3-Dichlorobenzene 
p-Isopropyltoluene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
n-Butylbenzene 
1,2,4-Trichloro- 
benzene 

Hexachlorobutadiene 
1,2,3-Trichlorobenzene 
cis-1,2-Dichloroethene 
Acrolein 
Acrylonitrile 
2-Chloroethyl vinyl ether 
Iodomethane 
Isopropyl ether 
Vinyl acetate 
Tert-amyl methyl ether 
Tert-butyl ethyl ether 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

Work Order # ... : DPMKOlAA 	Matrix ......... : SOLID 

REPORTING 
RESULT LIMIT UNITS METHOD 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 100 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 25 ug/kg SW846 8260B 
ND 25 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 100 ug/kg SW846 8260B 
ND 100 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
RECOVERY LIMITS 
88 (70 	- 	130) 
98 (70 	- 	130) 
92 (70 	- 	130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

] Estimated result. Result is less than RL. 

mm_ -7 
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METIiOD BLANK REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 	Work Order #...: DPMKIIAA 	Matrix ......... : SOLID 
MB Lot-Sample #= GOK100000-095 

Prep Date ...... : 11/07/00 
	

Analysis Time..: 01:17 
Analysis Date..: 11/08/00 

	
Prep Batch #•••= 0315095 

	
Instrument ID..: KR7 

Dilution Factor: 1 
Analyst ID ..... : 007562 

PARAMETER 
Acetone 
Chloromethane 
Bromomethane 
Carbon disulfide 
1,1-Dichloroethene 
Methylene chloride 
trans-1,2-Dichloroethene 
1,2-Dibromo-3-chloro- 
propane 

1,1-Dichloroethane 
Chloroethane 
2,2-Dichloropropane 
Bromochloromethane 
Chloroform 
2-Chlorotoluene 
1,1,1-Trichloroethane 
1,2-Dibromoethane 
Carbon tetrachloride 
1,1-Dichloropropene 
Benzene 
Dichlorodifluoromethane 
1,2-Dichloroethane 
Trichloroethene 
1,2-Dichloropropane 
Bromodichloromethane 
cis-1,3-Dichloropropene 
Toluene 
trans-1,3-Dichloropropene 
Trichlorofluoromethane 
1,1,2-Trichloroethane 
2-Hexanone 
Tetrachloroethene 
Dibromochloromethane 
Chlorobenzene 
1,1,1,2-Tetrachloroethane 
Styrene 
Ethylbenzene 
3romoform 
Isopropylbenzene 
Bromobenzene 

REPORTING 
RESULT LIMIT UNITS METHOD 
5.7 J 25 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 

ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 82603 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 82603 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 25 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 10 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 
ND 5.0 ug/kg SW846 8260B 

(Continued on next page) 
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METHOD BLANK RSPORT 

GC/MS Volatiles 

Client Lot # ... = EOJ170121 
	

Work Order # ... : DPMKIIAA 	Matrix......... SOLID 

REPORTING 
PARAMETER RESULT LIMIT UNITS METHOD 

Vinyl chloride ND 10 ug/kg SW846 8260B 

1,1,2,2-Tetrachloroethane ND 5.0 ug/kg SW846 8260B 

Xylenes 	(total) ND 5.0 ug/kg SW846 8260B 

1,2,3-Trichloropropane ND 5.0 ug/kg SW846 8260B 

t-Butanol ND 100 ug/kg SW846 8260B 

n-Propylbenzene ND 5.0 ug/kg SW846 8260B 

2-Butanone 	(MEK) ND 25 ug/kg SW846 8260B 

4-Methyl-2-pentanone ND 25 ug/kg SW846 8260B 

(MIBK) 
4-Chlorotoluene ND 5.0 ug/kg SW846 8260B 

1,3,5-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

tert-Butylbenzene ND 5.0 ug/kg SW846 8260B 

Methyl tert-butyl ether ND 5.0 ug/kg SW846 8260B 
(MTBE) 

1,2,4-Trimethylbenzene ND 5.0 ug/kg SW846 8260B 

sec-Butylbenzene ND 5.0 ug/kg SW846 8260B 

1,3-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

p-Isopropyltoluene ND 5.0 ug/kg SW846 8260B 
1,4-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

1,2-Dichlorobenzene ND 5.0 ug/kg SW846 8260B 

n-Butylbenzene ND 5.0 ug/kg SW846 8260B 

1,2,4-Trichloro- ND 5.0 ug/kg SW846 8260B 

benzene 
Hexachlorobutadiene ND 5.0 ug/kg SW846 8260B 

1,2,3-Trichlorobenzene ND 5.0 ug/kg SW846 8260B 

cis-1,2-Dichloroethene ND 5.0 ug/kg SW846 8260B 

Acrolein ND 100 ug/kg SW846 8260B 

Acrylonitrile ND 100 ug/kg SW846 8260B 
2-Chloroethyl vinyl ether ND 10 ug/kg SW846 8260B 

Iodomethane ND 10 ug/kg SW846 8260B 

Isopropyl ether ND 10 ug/kg SW846 82603 

Vinyl acetate ND 10 ug/kg SW846 8260B 

Tert-amyl methyl ether ND 10 ug/kg SW846 8260B 

Tert-butyl ethyl ether ND 10 ug/kg SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 85 (70 	- 	130) 
1,2-Dichloroethane-d4 96 (70 	- 	130) 
Toluene-d8 90 (70 	- 	130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

J Estimated result. Result is less than RL. 

#1 
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METHOD BLANK REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 	 Matrix.........: SOLID 

REPORTING PREPARATION- WORK 
PARAMETER 	RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

MB Lot-Sample #: EOJ180000-249 Prep Batch # ... : 0292249 
Mercury 	ND 0.10 	mg/kg SW846 7471A 10/18-10/19/00 DNCAXIAA 

Dilution Factor: 1 

Analysis Time..: 	20:42 Analyst 	ID ..... : 021088 	Instrument ID..: M04 

MB Lot-Sample #= EOJ180000-254 Prep Batch # ... : 0292254 
Mercury 	ND 	0.10 	mg/kg 	SW846 7471A 	10/18-10/19/00 DNCCLIAA 

Dilution Factor: 1 

	

Analysis Time..: 17:46 	Analyst ID ..... : 021088 	Instrument ID..: M04 

MB Lot-Sample #: 	EOJ180000-310 Prep Batch # ... : 0292310 
Aluminum ND 20.0 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAA 

Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: M01 

Arsenic ND 1.0 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAC 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..o MO1 

Antimony ND 6.0 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAD 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: M01 

Barium ND 2.0 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAE 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: MO1 

Cadmium ND 0.50 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAF 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: MO1 

Chromium 0.13 B 1.0 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGIAG 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: M01 

Beryllium 0.056 B 0.50 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGlAH 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: M01 

L,ead ND 0.50 	mg/kg SW846 6010B 10/18-10/23/00 DNCMGlAJ 
Dilution Factor: 1 

Analysis Time..: 	22:35 Analyst ID.....: 003119 Instrument ID..: M01 

(Continued on next page) 
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Cli.ent Lot # ... : EOJ170121 

REPORTING 
_  LIMIT 	UNITS  

	

0.50 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

1.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

5.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

2.5 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

4.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

4.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

1.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

	

5.0 	mg/kg 
Dilution Factor: 1 

Analysis Time.,: 22:35 

	

2.0 	mg/kg 
Dilution Factor: 1 

Analysis Time..: 22:35 

PARAMETER  
Selenium 

Silver 

Cobalt 

Copper 

Molybdenum 

Nickel 

Thallium 

Vanadium 

Zinc 

RESULT  
ND 

ND 

ND 

ND 

0.34 B 

ND 

ND 

ND 

ND 

METHOD BLANK RSPORT 

TOTAL Metals 

Matrix ......... : 	SOLID 

PREPARATION- WORK 
METHOD ANALYSIS DATE ORDER #  
SW846 6010B 10/18-10/23/00 DNCMGlAK 

Analyst ID.....: 003119 Instrument ID..: MO1 

SW846 6010B 10/18-10/23/00 DNCMGlAL 

Analyst ID.....: 003119 Instrument ID..: MO1 

SW846 6010B 10/18-10/23/00 DNCMGIAM 

Analyst ID.....: 003119 Instrument ID..; M01 

SW846 6010B 10/18-10/23/00 DNCMGIAN 

Analyst ID.....: 003119 Instrument ID..: M01 

SW846 6010B 10/18-10/23/00 DNCMGIAP 

Analyst ID.....: 003119 Instrument ID..: M01 

SW846 6010B 10/18-10/23/00 DNCMGlAQ 

Analyst ID.....: 003119 Instrument ID..: M01 

SW846 6010B 10/18-10/23/00 DNCMGlAR 

Analyst ID.....: 003119 Instrument ID..: M01 

SW846 6010B 10/18-10/23/00 DNCMGlAT 

Analyst ID.....: 003119 Instrument ID..: M01 

SW846 6010B 10/18-10/23/00 DNCMGlAU 

Analyst ID.....: 003119 Instrument ID..: MO1 

MB Lot-Sample #: EOJ180000-312 Prep Batch #•••: 0292312 
Aluminum 	ND 	20.0 	mg/kg 	SW846 6010B 

Dilution Factor: 1 

	

Analysis Time..: 19:55 	Analyst ID.....: 003119 

Arsenic 	ND 	1.0 	mg/kg 	SW846 6010B 
Dilution Factor: 1 

	

Analysis Time..: 19:55 	Analyst ID.....: 003119 

(Continued on next page) 

10/18-10/19/00 DNCMNIAA 

Instrument ID..: M01 

10/18-10/19/00 DNCMNlAC 

Instrument ID..: MO1 
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METHOD BLANK REPORT 

TOTAY, Metals 

Client Lot #-••: 	EOJ170121 Matrix ......... : 	SOLID 

REPORTING PREPARATION- WORK 

PARAMETER RESULT LIMIT 	UNITS METHOD ANALYSIS DATE ORDER # 

Antimony ND 6.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAD 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: MO1 

Barium ND 2.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNlAE 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Cadmium 0.12 B 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAF 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Chromium 0.18 B 1.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMUlAG 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Beryllium ND 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNlAH 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Lead ND 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAJ 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Selenium ND 0.50 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNlAK 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Silver ND 1.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAL 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Cobalt ND 5.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAM 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Copper ND 2.5 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNlAN 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: MO1 

Molybdenum ND 4.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNIAP 
Dilution Factor: 1 

Analysis Time..c 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

Vickel ND 4.0 	mg/kg SW846 6010B 10/18-10/19/00 DNCMNlAQ 
Dilution Factor: 1 

Analysis Time..: 	19:55 Analyst ID.....: 003119 Instrument ID..: M01 

(Continued on next page) 
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METHOD BLANK REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 
	

Matrix ......... : SOLID 

REPORTING 
	

PREPARATION- WORK 

PARAMETER 
	

RESULT 	_  LIMIT 	UNITS 
	

METHOD 
	

ANALYSIS DATE ORDER #  
Thallium 
	

ND 
	

1.0 	mg/kg 
	SW846 6010B 

	
10/18-10/19/00 DNCMNIAR 

Dilution Factor: 1 

	

Analysis Time..: 19:55 
	

Analyst ID..... 003119 	Instrument ID..: MO1 

Vanadium 
	ND 
	

5.0 	mg/kg 
	

SW846 6010B 
	

10/18-10/19/00 DNCMNIAT 
Dilution Factor: 1 

	

Analysis Time..: 19:55 
	

Analyst ID.....: 003119 	Instrument ID..: M01 

Zinc 
	ND 
	

2.0 	mg/kg 
	

SW846 6010B 
	

10/18-10/19/00 DNCMNIAU 
Dilution Factor: 1 

	

Analysis Time..: 19:55 
	

Analyst ID..... 003119 	Instrument ID..: M01 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

B Estimated result. Result is less than RL. 
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LABORATORY CONTROL SAMPLE DATA R13PORT 

GC/MS Volatiles 

Client Lot #.•.: EOJ170121 Work Order #...: DPMKOlAC-LCS 
LCS Lot-Sample#: GOK100000-094 DPMKOlAD-LCSD 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0315094 Analysis Time..: 11:02 
Di.lution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 007562 

Matrix ......... : SOLID 

PARAMETER 
1,1 -Dichloroethene 

Benzene 

Trichloroethene 

Toluene 

Chlorobenzene 

SURROGATE 
4-Bromofluorobenzene 

1,2-Dichloroethane-d4 

Toluene-d8 

SPIKE MEASURED PERCENT 
AMOUNT AMOUNT UNITS RECOVERY RPD 
50.0 45.3 ug/kg 91 
50.0 46.2 ug/kg 92 1.9 
50.0 47.4 ug/kg 95 
50.0 48.5 ug/kg 97 2.4 

50.0 44.7 ug/kg 89 
50.0 44.8 ug/kg 90 0.30 
50.0 47.7 ug/kg 95 
50.0 48.3 ug/kg 97 1.2 

50.0 46.3 ug/kg 93 
50.0 47.3 ug/kg 95 2.2 

PERCENT RECOVERY 
RECOVERY LIMITS 
96 (70 	- 	130) 
94 (70 	- 	130) 
96 (70 	- 	130) 
94 (70 	- 	130) 
96 (70 	- 	130) 
96 (70 	- 	130) 

METHOD 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 
SW846 8260B 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-oPf errors in calculated results. 

Bold print denotes control parameters 

~ ~ ~ . • 
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LABORATORY CONTROL SAMPLE }3VALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #...: DPMK0IAC-LCS Matrix ......... : 	SOLID 
LCS Lot-Sample#: GOK100000-094 DPMKOlAD-LCSD 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315094 Analysis Time..: 11:02 
Dilution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 	007562 

PERCENT RECOVERY RPD 
PARAMETER RECOVERY LIMITS RPD LIMITS METHOD 

1,1-Dichloroethene 91 (70 - 130) SW846 8260B 
92 (70 - 130) 1.9 (0-35) SW846 8260B 

Benzene 95 (70 - 130) SW846 8260B 
97 (70 - 130) 2.4 (0-35) SW846 8260B 

Trichloroethene 89 (70 - 130) SW846 8260B 
90 (70 - 130) 0.30 (0-35) SW846 8260B 

Toluene 95 (70 - 130) SW846 8260B 
97 (70 - 130) 1.2 (0-35) SW846 8260B 

Chlorobenzene 93 (70 - 130) SW846 8260B 
95 (70 - 130) 2.2 (0-35) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 96 (70 	- 130) 

94 (70 	- 130) 
1,2-Dichloroethane-d4 96 (70 	- 130) 

94 (70 	- 130) 
Toluene-d8 96 (70 	- 130) 

96 (70 	- 130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC Semi.volatiles 

Matri.x ......... : SOLID Client Lot # ... : EOJ170121 Work Order #...: DND1NlAC 
LCS Lot-Sample#: EOJ180000-481 
Prep Date ...... : 10/18/00 Analysis Date..: 10119100 
Prep Batch # ... = 0292481 Analysis Time..: 13:21 
Dilution Factor: 1 Instrument ID..: G8B 
Analyst ID ..... : 018568 

SPIKE MEASURED 
AMOUNT AMOUNT 
333 250 
333 336 

PERCENT 
SURROGATE 
Decachlorobiphenyl 	 99 
Tetrachloro-m-xylene 	 43 * 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results 

Bold print denotes control parameters 

* Surrogate recovery is outside stated control limits. 

PARAMETER 
Aroclor 1016 
Aroclor 1260 

PERCENT 
UNITS 	RECOVERY METHOD 
ug/kg 	75 	SW846 8082 
ug/kg 	101 	SW846 8082 

RECOVERY 
LIMITS 
(60 - 140) 
(60 - 140) 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC Semi.volatiles 

Client Lot # ... : EOJ170121 Work Order #•••: DND1VlAC 
LCS Lot-Sample#: EOJ180000-474 
Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch #•••: 0292474 Analysis Time..: 10:29 
Dilution Factor: 1 Instrument ID..: G01 
Analyst ID ..... : 356074 

Matri.x ......... : SOLID 

PARAMETER 
TPH (as Diesel) 

SURROGATE 
Benzo(a)pyrene 

SPIKE 	MEASURED 
AMOUNT 	AMOUNT 
250 	229 

PERCENT 
RECOVERY 
85 

PERCENT 
UNITS 	RECOVERY 
mg/kg 	91 

RECOVERY 

METHOD 
SW846 8015B 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ :~ ,~ 	; •' 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Matrix ......... : WATER Client Lot # ... : EOJ170121 Work Order #...: DNJGLlAC 
LCS Lot-Sample#: EOJ200000-460 
Prep Date ...... : 10/19/00 Analysis Date..: 10/19/00 
Prep Batch # ... : 0294460 Analysis Time..: 17:29 
Dilution Factor: 1 Instrument ID..: MSC 
Analyst ID ..... : 015590 

SPIKE 
AMOUNT 
10.0 

10.0 

10.0 

10.0 

10.0 

MEASURED 

9.00 

9.35 

9.51 

8.74 

PERCENT 
RECOVERY METHOD 
97 SW846 8260B 

90 SW846 8260B 

94 SW846 8260B 
95 SW846 8260B 
87 SW846 8260B 

.... 	• 

Benzene 
Chlorobenzene 
1,1-Dichloroethene 
Toluene 
Trichloroethene 

UNITS 

ug/L 
ug/L 
ug/L 
ug/L 

RECOVERY 
LIMITS 
(75 - 120) 

(65 - 130) 

(80 - 130) 

PERCENT 
SURROGATE 	 RECOVERY 
Bromofluorobenzene 	 107 
1,2-Dichloroethane-d4 	 91 
Toluene-d8 	 112 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-oPP errors in calculated results. 

Bold print denotes control parameters 

+ 	~ 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC Volatiles 

Client Lot #•••: EOJ170121 Work Order #•..: DNV5NIAC 
LCS Lot-Sample#: EOJ260000-094 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 

Prep Batch #•••= 0300094 Analysis Time..: 14:15 
Dilution Factor: 1 Instrument ID..: G15 
Analyst ID ..... : 001464 

Matrix ......... : SOLID 

SPIKE 	MEASURED 
PARAMETER 
	

AMOUNT 	AMOUNT 
TPH (as Gasoline) 
	

5.00 	6.39 

PERCENT 
SURROGATE 
	

RECOVERY 
a,a,a-Trifluorotoluene 	124 

(TFT) 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

UNITS 
mg/kg 

RECOVERY 
LIMITS 
(60 - 130) 

PERCENT 
RECOVERY METHOD 
128 	SW846 8015B 

a + 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... = EOJ170121 Work Order #..-: DPGVLlAC 	Matrix ......... : 	SOLID 

LCS Lot-Sample#= GOK070000-434 
Prep Date ...... : 11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... : 0312434 Analysis Time..: 13:22 
Dilution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 007562 

SPIKE 
PARAMETER AMOUNT 
1,1-Dichloroethene 50.0 
Benzene 50.0 
Trichloroethene 50.0 
Toluene 50.0 
Chlorobenzene 50.0 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

MEASURED PERCENT 
AMOUNT UNITS RECOVERY 
43.9 ug/kg 88 
46.4 ug/kg 93 
48.0 ug/kg 96 
47.6 ug/kg 95 
45.6 ug/kg 91 

PERCENT RECOVERY 
RECOVERY LIMITS 
93 (70 	- 	130) 

93 (70 	- 	130) 

98 (70 	- 	130) 

METHOD 
SW846 8260B 

SW846 826013 

SW846 8260B 

SW846 8260B 

SW846 8260B 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ 
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LABORATORY CONTROL SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #•••: DPMKIIAC 	Matrix ......... : 	SOLID 

LCS Lot-Sample#: GOK100000-095 
Prep Date ...... : 11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 0315095 Analysis Time..: 23:46 
Dilution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 007562 

SPIKE MEASURED PERCENT 
AMOUNT AMOUNT UNITS RECOVERY 
50.0 46.6 ug/kg 93 
50.0 49.1 ug/kg 98 
50.0 45.4 ug/kg 91 
50.0 50.7 ug/kg 101 
50.0 47.1 ug/kg 94 

PERCENT RECOVERY 
RECOVERY LIMITS 
95 (70 	- 	130) 
100 (70 	- 	130) 
100 (70 	- 	130) 

PARAMETER 
1,1 -Dichloroethene 
Benzene 
Trichloroethene 
Toluene 
Chlorobenzene 

SURROGATE 
4-Bromofluorobenzene 
1,2-Dichloroethane-d4 
Toluene-d8 

METHOD 
SW846 8260B 

SW846 8260B 

SW846 8260B 

SW846 8260B 

SW846 8260B 

NOTE (S) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ 
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LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot #•••: 	EOJ170121 Matrix ......... : SOLID 

SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMOUNT UNITS RECVRY METHOD ANALYSIS DATE ORDER #  

LCS Lot-Sample#= EOJ180000-249 Prep Batch #•••: 0292249 
Mercury 0.833 0.793 mg/kg 95 SW846 7471A 10/18-10/19/00 DNCAXIAC 

Dilution Factor: 1 

Analysis Time..: 20:47 Analyst 	ID.....: 021088 Instrument ID..: 	M04 

LCS Lot-Sample#= EOJ180000-254 Prep Batch #.-•: 0292254 
Mercury 0.833 0.832 mg/kg 100 SW846 7471A 10/18-10/19/00 DNCCLlAC 

Dilution Factor: 1 

Analysis Time..: 17:47 Analyst 	ID.....: 021088 Instrument ID..: 	M04 

LCS Lot-Sample#: EOJ180000-310 Prep Batch #•••: 0292310 
Aluminum 200 186 mg/kg 93 SW846 6010B 10/18-10/21/00 DNCMGlAV 

Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Arsenic 200 184 mg/kg 92 SW846 6010B 10/18-10/21/00 DNCMGlAW 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Antimony 50.0 48.2 mg/kg 96 SW846 6010B 10/18-10/21/00 DNCMGIAX 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....; 003119 Instrument ID..: 	M01 

Barium 200 200 mg/kg 100 SW846 6010B 10/18-10/21/00 DNCMGlAO 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Cadmium 5.00 5.13 mg/kg 103 SW846 6010B 10/18-10/21/00 DNCMGIAI 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

Chromium 20.0 20.3 mg/kg 102 SW846 6010B 10/18-10/21/00 DNCMGIA2 
Dilution Factor; 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Beryllium 5.00 5.10 mg/kg 102 SW846 6010B 10/18-10/21/00 DNCMGIA3 
Dilution Factore 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

(Continued on next page) 

~ . 
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LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 Matrix ......... : SOLID 

SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMOUNT UNITS RECVRY METHOD ANALYSIS DATE ORDER # 

Lead 50.0 47.2 mg/kg 94 SW846 6010B 10/18-10/21/00 DNCMGIA4 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

Selenium 200 174 mg/kg 87 SW846 6010B 10/18-10/21/00 DNCMGlA5 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Silver 5.00 4.10 mg/kg 82 SW846 6010B 10/18-10/21/00 DNCMGIA6 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Cobalt 50.0 50.1 mg/kg 100 SW846 6010B 10/18-10/21/00 DNCMGIA7 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Copper 25.0 24.7 mg/kg 99 SW846 6010B 10/18-10/21/00 DNCMGIA8 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Molybdenum 100 98.6 mg/kg 99 SW846 6010B 10/18-10/21/00 DNCMGIA9 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

Nickel 50.0 49.5 mg/kg 99 SW846 6010B 10/18-10/21/00 DNCMGICA 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

Thallium 200 193 mg/kg 96 SW846 6010B 10/18-10/21/00 DNCMGICC 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Vanadium 50.0 50.1 mg/kg 100 SW846 6010B 10/18-10/21/00 DNCMGICD 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Zinc 50.0 48.1 mg/kg 96 SW846 6010B 10/18-10/21/00 DNCMGICE 
Dilution Factor: 1 

Analysis Time..: 00:02 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

LCS Lot-Sample#: EOJ180000-312 	Prep Batch #••.: 0292312 
Aluminum 200 181 mg/kg 90 SW846 6010B 10/18-10/19/00 DNCMNlAV 

Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

(Continued on next page) 
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LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot # ... : 	EOJ170121 Matri.x ......... : SOLID 

SPIKE MEASURED PERCNT PREPARATION- WORK 
PARAMETER AMOUNT AMOUNT UNITS RECVRY METHOD ANALYSIS DATE ORDER #  
Arsenic 200 176 mg/kg 88 SW846 6010B 10/18-10/19/00 DNCMNIAW 

Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	Mol 

Antimony 50.0 46.4 mg/kg 93 SW846 6010B 10/18-10/19/00 DNCMNlAX 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Barium 200 199 mg/kg 99 SW846 6010B 10/18-10/19/00 DNCMNIAO 
Dilution Factor: 1 

Analysis Time..: 20c01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Cadmium 5.00 5.01 mg/kg 100 SW846 6010B 10/18-10/19/00 DNCMNIAI 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Chromium 20.0 20.1 mg/kg 101 SW846 6010B 10/18-10/19/00 DNCMNIA2 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Beryllium 5.00 4.96 mg/kg 99 SW846 6010B 10/18-10/19/00 DNCMNIA3 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Lead 50.0 46.1 mg/kg 92 SW846 6010B 10/18-10/19/00 DNCMNIA4 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

Selenium 200 167 mg/kg 84 SW846 6010B 10/18-10/19/00 DNCMNIA5 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Silver 5.00 4.76 mg/kg 95 SW846 6010B 10/18-10/19/00 DNCMNIA6 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	Mol 

Cobalt 50.0 49.1 mg/kg 98 SW846 6010B 10/18-10/19/00 DNCMNIA7 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

Copper 25.0 24.8 mg/kg 99 SW846 6010B 10/18-10/19/00 DNCMNIA8 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

(Continued on next page) 
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LABORATORY CONTROL SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot #...: 	EOJ170121 Matrix ......... : SOLID 

SPIKE 	MEASURED PERCNT 	PREPARATION- WORK 
PARAMETER AMOUNT 	AMOUNT 	UNITS RECVRY METHOD 	ANALYSIS DATE ORDER # 
Molybdenum 100 	96.6 	mg/kg 97 	SW846 6010B 	10/18-10/19/00 DNCMNIA9 

Dilution Factor: 1 

Nickel 	50.0 	48.4 

Thallium 	200 	190 

Vanadium 	50.0 	49.8 

Zinc 	50.0 	47.3 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

mg/kg 97 SW846 6010B 10/18-10/19/00 DNCMNICA 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

mg/kg 95 SW846 6010B 10/18-10/19/00 DNCMNICC 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	M01 

mg/kg 100 SW846 6010B 10/18-10/19/00 DNCMNICD 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

mg/kg 95 SW846 6010B 10/18-10/19/00 DNCMNICE 
Dilution Factor: 1 

Analysis Time..: 20:01 Analyst 	ID.....: 003119 Instrument ID..: 	MO1 

NOTE ( S ) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

C+~ 
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LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC Semi.volatiles 

Client Lot # --- : EOJ170121 Work Order #...: DNDINIAC 	Matrix ......... : 	SOLID 

LCS Lot-Sample#= EOJ180000-481 
Prep Date ...... : 10/18/00 Analysis Date..: 10119100 
Prep Batch # ... : 0292481 Analysis Time..: 13:21 
Dilution Factor: 1 Instrument ID..: G8B 
Analyst ID ..... : 018568 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS 	METHOD 
Aroclor 1016 75 (65 - 130) 	SW846 8082 
Aroclor 1260 101 (70 - 130) 	SW846 8082 

PERCENT 	RECOVERY 
SURROGATE 
	

RECOVERY 	LIMITS 
Decachlorobiphenyl 
	

99 	(60 - 140) 
Tetrachloro-m-xylene 
	 43 * 	(60 - 140) 

NOTE(S): 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

* Surrogate recovery is outside stated control limits. 
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LABORATORY CONTROL SAMPLE EVALUATION RSPORT 

GC Semi.volati.les 

Client Lot # ... = EOJ170121 Work Order #...: DND1VlAC 	Matrix ......... : 	SOLID 
LCS Lot-Sample#= EOJ180000-474 
Prep Date ...... : 10/18/00 Analysis Date..: 11/03/00 
Prep Batch # ... : 0292474 Analysi.s Time..: 10:29 
Dilution Factor: 1 Instrument ID..: G01 
Analyst ID ..... : 356074 

PERCENT 
	

RECOVERY 
PARAMETER 
	

RECOVERY 
	

LIMITS 	METHOD 
TPH (as Diesel) 
	

91 
	

SW846 8015B 

PERCENT 
	

RECOVERY 
SURROGATE 
	

RECOVERY 
Benzo(a)pyrene 	 85 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ 
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LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #...: DNJGLlAC Matrix.........: 	WATER 
LCS Lot-Sample#: EOJ200000-460 
Prep Date ...... : 	10119100 Analysis Date..: 10/19/00 
Prep Batch # ... : 	0294460 Analysis Time..: 17:29 
Dilution Factor: 1 Instrument ID..: MSC 
Analyst ID ..... : 	015590 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS METHOD  
Benzene 97 (75 - 120) SW846 8260B 
Chlorobenzene 90 (80 - 120) SW846 8260B 
1,1-Dichloroethene 94 (70 - 130) SW846 8260B 
Toluene 95 (80 - 120) SW846 8260B 
Trichloroethene 87 (75 - 130) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS  
Bromofluorobenzene 107 (75 	- 120) 
1,2-Dichloroethane-d4 91 (65 	- 130) 
Toluene-d8 112 (80 	- 130) 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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LABORATORY CONTROL SAMPLF3 EVALUATION REPORT 

GC Volati.les 

Cli.ent Lot #..-: EOJ170121 Work Order #...: DNV5NIAC 	Matrix ......... : 	SOLID 

LCS Lot-Sample#: EOJ260000-094 
Prep Date ...... : 10/20/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0300094 Analysis Time..: 14:15 
Dilution Factor: 1 Instrument ID..: G15 
Analyst ID ..... : 001464 

RECOVERY 
LIMITS 	METHOD 

PERCENT 
PARAMETER 
	

RECOVERY 
TPH (as Gasoline) 
	

128 

PERCENT 
SURROGATE 
	

RECOVERY 
a,a,a-Trifluorotoluene 	124 

(TFT) 

NOTS (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

SW846 8015B 

RECOVERY 
LIMITS 
(60 - 130) 

ENNEW 
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LABORATORY CONTROL SAMPLE EVALUATION RSPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #...: DPGVLlAC Matrix.........: 	SOLID 
LCS Lot-Sample#: GOK070000-434 
Prep Date......: 	11/06/00 Analysis Date..: 11/06/00 
Prep Batch # ... 	0312434 Analysis Time..: 13:22 
Di.lution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 	007562 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS METHOD 
1,1-Dichloroethene 88 (70 - 130) SW846 8260B 
Benzene 93 (70 - 130) SW846 8260B 
Trichloroethene 96 (70 - 130) SW846 8260B 
Toluene 95 (70 - 130) SW846 8260B 
Chlorobenzene 91 (70 - 130) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 93 (70 	- 130) 
1,2-Dichloroethane-d4 93 (70 	- 130) 
Toluene-d8 98 (70 	- 130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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LABORATORY CONTROL SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : 	EOJ170121 Work Order #•.•: DPMKIIAC Matrix.........: 	SOLID 
LCS Lot-Sample#= GOK100000-095 
Prep Date ...... : 	11/07/00 Analysis Date..: 11/07/00 
Prep Batch # ... : 	0315095 Analysis Ti.me..: 23:46 
Dilution Factor: 1 Instrument ID..: KR7 
Analyst ID ..... : 	007562 

PERCENT RECOVERY 
PARAMETER RECOVERY LIMITS METHOD 
1,1-Dichloroethene 93 (70 - 130) SW846 8260B 
Benzene 98 (70 - 130) SW846 8260B 
Trichloroethene 91 (70 - 130) SW846 8260B 
Toluene 101 (70 - 130) SW846 8260B 
Chlorobenzene 94 (70 - 130) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 95 (70 	- 130) 
1,2-Dichloroethane-d4 100 (70 	- 130) 
Toluene-d8 100 (70 	- 130) 

NOTFs (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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LABORATORY CONTROL SAMPLE F3VALUATION REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 Matrix ......... : 	SOLID 

PERCENT RECOVERY PREPARATION- 
PARAMETER RECOVERY LIMITS 	METHOD ANALYSIS DATE 	WORK ORDER # 

LCS Lot-Sample#: EOJ180000-249 Prep Batch # ...  : 	0292249 
Mercury 95 (85 	- 	115) 	SW846 7471A 10/18-10/19/00 DNCAXIAC 

Dilution Factor: 	1 

Analysis Time..: 	20:47 Analyst ID ..... : 	021088 	Instrument 	ID..: M04 

LCS Lot-Sample#= EOJ180000-254 Prep Batch # ...  : 	0292254 
Mercury 100 (85 	- 115) 	SW846 7471A 10/18-10/19/00 DNCCLlAC 

Dilution Factor: 1 

Analysis Time..: 	17:47 Analyst ID ..... : 	021088 	Instrument 	ID..: M04 

LCS Lot-Sample#= EOJ180000-310 Prep Batch #•••: 0292310 
Aluminum 93 (80 	- 120) 	SW846 6010B 10/18-10/21/00 DNCMGIAV 

Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Arsenic 92 (75 	- 	115) 	SW846 6010B 10/18-10/21/00 DNCMGlAW 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Antimony 96 (75 	- 	115) 	SW846 6010B 10/18-10/21/00 DNCMGIAX 
Dilution Factor: 	1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Barium 100 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIAO 
Dilution Factor: 	1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Cadmium 103 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIAI 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Chromium 102 (85 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA2 
Dilution Factor: 1 

Analysis Time..: 	00o02 Analyst ID ..... : 	003119 	Instrument ID..: M01 

Beryllium 102 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA3 
Dilution Factor: 	1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

(Continued on next page) 
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LABORATORY CONTROL SAMPLE EVALUATION R}3PORT 

TOTAL Metals 

Client Lot #...: EOJ170121 Matrix ......... : 	SOLID 

PERCENT RECOVERY PREPARATION- 
PARAMETER RECOVERY LIMITS 	METHOD ANALYSIS DATE 	WORK ORDER #  
Lead 94 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA4 

Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Selenium 87 (70 	- 	115) 	SW846 6010B 10/18-10/21/00 DNCMGlA5 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Silver 82 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA6 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Cobalt 100 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA7 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Copper 99 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGIA8 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Molybdenum 99 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGlA9 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Nickel 99 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGICA 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Thallium 96 (75 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGICC 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Vanadium 100 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGICD 
Dilution Factor: 1 

Analysis Time..: 	00c02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Zinc 96 (80 	- 	120) 	SW846 6010B 10/18-10/21/00 DNCMGICE 
Dilution Factor: 1 

Analysis Time..: 	00:02 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

LCS Lot-Sample#: EOJ180000-312 Prep Batch # ... : 	0292312 
Aluminum 90 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIAV 

Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

(Continued on next page) 
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LABORATORY CONTROL SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot #...: EOJ170121 Matri.x ......... : 	SOLID 

PERCENT RECOVERY PREPARATION- 
PARAMETER RECOVERY LIMITS 	METHOD ANALYSIS DATE 	WORK ORDER #  
Arsenic 88 (75 	- 	115) 	SW846 6010B 10/18-10/19/00 DNCMNIAW 

Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Antimony 93 (75 	- 115) 	SW846 6010B 10/18-10/19/00 DNCMNIAX 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument ID..: M01 

Barium 99 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIAO 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Cadmium 100 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIAI 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Chromium 101 (85 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIA2 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Beryllium 99 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIA3 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: MO1 

Lead 92 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIA4 
Dilution Factor: 	1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Selenium 84 (70 	- 	115) 	SW846 6010B 10/18-10/19/00 DNCMNIA5 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: MO1 

Silver 95 (80 	- 120) 	SW846 6010B 10/18-10/19/00 DNCMNIA6 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Cobalt 98 (80 	- 120) 	SW846 6010B 10/18-10/19/00 DNCMNlA7 
Dilution Factor: 	1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: MO1 

Copper 99 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNIA8 
Dilution Factor: 	1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

(Continued on next page) 
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LABORATORY CONTROL SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot #...: EOJ170121 Matrix ......... : 	SOLID 

PERCENT RECOVERY PREPARATION- 
PARAMETER RECOVERY LIMITS 	METHOD ANALYSIS DATE 	WORK ORDER # 
Molybdenum 97 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNlA9 

Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: MO1 

Nickel 97 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNICA 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: MO1 

Thallium 95 (75 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNICC 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Vanadium 100 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNICD 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

Zinc 95 (80 	- 	120) 	SW846 6010B 10/18-10/19/00 DNCMNICE 
Dilution Factor: 1 

Analysis Time..: 	20:01 Analyst ID ..... : 	003119 	Instrument 	ID..: M01 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 
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MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 	 Matrix ......... : 	SOLID 
Date Sampled ... : 10/16/00 08:00 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED 	PERCNT PREPARATION- WORK 
PARAMETER AMOUNT AMT 	AMOUNT 	UNITS 	RECVRY RPD 	METHOD ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOJ170121-001 	Prep Batch #-•-: 	0292310 
Aluminum 

24800 200 	30400 NC 	mg/kg 	SW846 6010B 10/18-10/21/00 DM9EJ1A1 
24800 200 	30500 NC 	mg/kg 	SW846 6010B 10/18-10/21/00 DM9EJ1A2 

Dilution Factor: 1 

Analysis Time..: 	00:34 	Instrument ID..: 	M01 Analyst 	ID ..... : 003119 

MS 	Run # ....... : 	0292131 

Arsenic 
3.6 	200 	172 	mg/kg 	84 	SW846 6010B 	10/18-10/21/00 DM9EJ1A3 
3.6 	200 	173 	mg/kg 	85 	0.86 SW846 6010B 	10/18-10/21/00 DM9EJ1A4 

Dilution Factor: 1 

	

Analysis Time..: 00:34 	Instrument ID..: MO1 	Analyst ID ..... : 003119 

MS Run # ....... : 0292131 

Antimony 
0.39 	50.0 19.0 N 	mg/kg 	37 	SW846 6010B 	10/18-10/21/00 DM9EJlA5 
0.39 	50.0 20.4 N 	mg/kg 	40 	7.1 SW846 6010B 	10/18-10/21/00 DM9EJ1A6 

Dilution Factor: 1 

	

Analysis Time..: 00:34 	Instrument ID..: M01 	Analyst ID ..... 0 003119 

MS Run #••..•••: 0292131 

Barium 
177 	200 	316 N 	mg/kg 	69 	SW846 6010B 	10/18-10/21/00 DM9EJ1A7 
177 	200 	490 N,* 	mg/kg 	156 	43 	SW846 6010B 	10/18-10/21/00 DM9EJ1A8 

Dilution Factor: 1 

	

Analysis Time..: 00:34 	Instrument ID..: MO1 	Analyst ID ..... : 003119 

MS Run # ....... : 0292131 

Cadmium 
ND 5.00 4.16 mg/kg 83 SW846 6010B 10/18-10/21/00 DM9EJ1A9 
ND 5.00 4.32 mg/kg 86 3.8 	SW846 6010B 10/18-10/21/00 DM9EJICA 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 Analyst 	ID. .... : 003119 

MS 	Run 	# ....... : 0292131 

Chromium 
27.4 20.0 47.0 mg/kg 98 SW846 6010B 10/18-10/21/00 DM9EJICC 
27.4 20.0 47.6 mg/kg 101 1.3 	SW846 6010B 10/18-10/21/00 DM9EJ1CD 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

(Continued on next page) 
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MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 08:00 Date Received..: 	10/16/00 17:25 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMT 	AMOUNT 	UNITS RECVRY RPD 	METHOD ANALYSIS DATE ORDER # 

Beryllium 
0.76 5.00 	5.38 	mg/kg 93 	SW846 6010B 10/18-10/21/00 DM9EJICE 

0.76 5.00 	5.46 	mg/kg 94 	1.4 	SW846 	601013 10/18-10/21/00 DM9EJICF 
Dilution Factor: 1 

Analysis Time..: 00:34 	Instrument ID..: 	M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Lead 

	

6.1 	50.0 49.0 	mg/kg 	86 	SW846 6010B 	10/18-10/21/00 DM9EJICG 

	

6.1 	50.0 50.1 	mg/kg 	88 	2.2 SW846 6010B 	10/18-10/21/00 DM9EJICH 
Dilution Factor: 1 

	

Analysis Time..: 00:34 	Instrument ID..: MO1 	Analyst ID ..... : 003119 

MS Run # ....... : 0292131 

Selenium 
0.61 200 163 mg/kg 81 SW846 6010B 10/18-10/21/00 DM9EJICJ 

0.61 200 162 mg/kg 81 0.36 SW846 6010B 10/18-10/21/00 DM9EJICK 
Dilution Factorc 1 

Analysis Time..: 00:34 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Silver 
ND 5.00 3.61 N 	mg/kg 72 SW846 6010B 10/18-10/21/00 DM9EJICL 
ND 5.00 3.58 N 	mg/kg 72 0.83 SW846 6010B 10/18-10/21/00 DM9EJICM 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Cobalt 
12.6 50.0 56.7 mg/kg 88 SW846 6010B 10/18-10/21/00 DM9EJICN 
12.6 50.0 57.1 mg/kg 89 0.66 SW846 6010B 10/18-10/21/00 DM9EJ1CP 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Copper 
17.5 25.0 41.4 mg/kg 96 SW846 6010B 10/18-10/21/00 DM9EJICQ 
17.5 25.0 42.6 mg/kg 101 	2.8 SW846 6010B 10/18-10/21/00 DM9EJICR 

Dilution Factor: 1 

Analysis Time..: 00:34 	Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Molybdenum 
ND 100 84.6 mg/kg 85 SW846 6010B 10/18-10/21/00 DM9EJICT 
ND 100 86.7 mg/kg 87 	2.5 SW846 6010B 10/18-10/21/00 DM9EJICU 

Dilution Factor: 1 

Analysis Time..: 00:34 	Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

0® 
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MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 Matrix.........: 	SOLID 

Date Sainpled ... : 10/16/00 08:00 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMT 	AMOUNT 	UNITS RECVRY RPD 	METHOD ANALYSIS DATE ORDER ## 

Nickel 
21.4 50.0 	65.6 	mg/kg 88 	SW846 6010B 10/18-10/21/00 DM9EJICV 

21.4 50.0 	66.2 	mg/kg 90 	0.93 SW846 6010B 10/18-10/21/00 DM9EJICW 
Dilution Factor: 1 

Analysis Time..: 00c34 	Instrument ID..: 	MO1 Analyst 	ID ..... : 003119 

MS 	Run 	#•••••••: 02 92 13 1 

Thallium 
ND 	200 	176 	mg/kg 	88 	SW846 6010B 	10/18-10/21/00 DM9EJICX 
ND 	200 	178 	mg/kg 	89 	1.1 SW846 6010B 	10/18-10/21/00 DM9EJ1C0 

Dilution Factor: 1 

	

Analysis Time..e 00o34 	Instrument ID..: MO1 	Analyst ID ..... : 003119 

MS Run # ....... : 0292131 

Vanadium 
55.3 50.0 103 mg/kg 96 SW846 6010B 10/18-10/21/00 DM9EJ1C1 

55.3 50.0 104 mg/kg 98 0.78 SW846 6010B 10/18-10/21/00 DM9EJ1C2 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292131 

Zinc 
51.9 50.0 98.2 mg/kg 93 SW846 6010B 10/18-10/21/00 DM9EJ1C3 
51.9 50.0 100 mg/kg 97 2.0 	SW846 6010B 10/18-10/21/00 DM9EJ1C4 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	#•••.•••: 0292131 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

N Spiked analyte recovery is outside stated control limits. 

* Relative percent difference (RPD) is outside stated control limits. 

NC The recovery and/or RPD were not calculated. 
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MATRIX SPIKE SAMPLE DATA REPORT 

GC Semi.volatiles 

Cli.ent Lot #...: EOJ170121 	Work Order #...: DM9EJ1C5-MS 	Matrix ......... : SOLID 

MS Lot-Sample #: EOJ170121-001 	DM9EJ1C6-MSD 

Date Sampled...: 10/16/00 08:00 Date Received..: 10/16/00 17:25 MS Run #-••••••: 0292231 
Prep Date ...... : 10/18/00 	Analysis Date..: 11/03/00 

Prep Batch #•••: 0292474 	Analysis Time..: 11:30 

Diluti.on Factor: 1 	$ Moisture.....: 	Analyst ID ..... : 356074 

Instrument ID..: G01 

SAMPLE SPIKE MEASRD 	PERCENT 

PARAMETER 	AMOUNT AMT AMOUNT UNITS 	RECOVERY RPD METHOD  
TPH (as Diesel) 	250 236 	mg/kg 	94 	SW846 8015B 

250 229 	mg/kg 	92 	2.8 SW846 8015B 

PERCENT 	RECOVERY 

SURROGATE 
	

RECOVERY 	LIMITS  
Benzo (a) pyrene 
	

86 	(60 - 130) 
83 	(60 - 130) 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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MATRIX SPIKE SAMPLE DATA REPORT 

GC Volatiles 

Client Lot # ... : EOJ170121 	Work Order #...: DM9EJ1C7-MS 	Matrix.........: SOLID 
MS Lot-Sample #: EOJ170121-001 	DM9EJ1C8-MSD 
Date Sampled...: 10/16/00 08:00 Date Received..: 10/16/00 17:25 MS Run #.......: 0300238 
Prep Date......: 10/20/00 	Analysis Date..: 10/21/00 
Prep Batch #...: 0300094 	Analysis Time..: 00:48 
Dilution Factor: 1 	Moisture.....: 	Analyst ID.....: 001464 

Instrument ID..: G15 

SAMPLE SPIKE MEASRD 	PERCENT 
PARAMETER 	AMOUNT AMT AMOUNT UNITS 	RECOVERY RPD METHOD 
TPH (as Gasoline) 	5.00 5.71 	mg/kg 	114 	SW846 8015B 

	

5.00 5.71 	mg/kg 	114 	0.01 SW846 8015B 

PERCENT 	RECOVERY 
SURROGATE 	 RECOVERY 	LIMITS 
a,a,a-Trifluorotoluene 	126 	(60 - 130) 

(TFT) 
122 	(60 - 130) 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ 
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MATRIX SPIKE SAMPL}3 DATA REPORT 

GC/MS Volatiles 

Client Lot #•.•: EOJ170121 Work Order #.••: DM9F21A2-MS Matrix ......... : 	SOLID 
MS Lot-Sample #= EOJ170121-015 DM9F21A3-MSD 
Date Sampled...: 10/16/00 10:35 Date Received..: 10/16/00 17:25 MS Run #.•••.••: 0312231 
Prep Date ...... : 11/06/00 Analysis Date..: 11/06/00 
Prep Batch #•••= 0312434 Analysi.s Time..: 21:27 
Dilution Factor: 1 Moisture.....: Analyst ID .....  : 	007562 
Instrument ID..: KR7 

SAMPLE SPIKE MEASRD PERCENT 
PARAMETER AMOUNT AMT 	AMOUNT UNITS RECOVERY RPD METHOD 
1,1-Dichloroethene ND 50.0 	47.5 ug/kg 95 SW846 8260B 

ND 50.0 	48.6 ug/kg 97 2.4 SW846 8260B 
Benzene ND 50.0 	48.4 ug/kg 97 SW846 8260B 

ND 50.0 	49.4 ug/kg 99 2.1 SW846 8260B 

Trichloroethene ND 50.0 	45.3 ug/kg 91 SW846 8260B 
ND 50.0 	46.4 ug/kg 93 2.6 SW846 8260B 

Toluene ND 50.0 	49.6 ug/kg 99 SW846 8260B 
ND 50.0 	50.0 ug/kg 100 0.83 SW846 8260B 

Chlorobenzene ND 50.0 	45.7 ug/kg 91 SW846 8260B 
ND 50.0 	46.0 ug/kg 92 0.62 SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 93 (70 	- 130) 

93 (70 	- 130) 

1,2-Dichloroethane-d4 97 (70 	- 130) 
100 (70 	- 130) 

Toluene-d8 99 (70 	- 130) 
98 (70 	- 130) 

NOTE (S) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

`~~717!` ,.""S.  -1 
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MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 	 Matrix ......... : SOLID 

Date Sampled ... : 10/16/00 14:30 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED 	PERCNT 	PREPARATION- WORK 

PARAMETER AMOUNT AMT AMOUNT 	UNITS 	RECVRY RPD METHOD 	ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOJ170121-028 Prep Batch #...: 0292312 
Aluminum 

24100 200 	27900 NC mg/kg 	SW846 6010B 	10/18-10/19/00 DM9GX1A1 
24100 200 	27200 NC mg/kg 	SW846 6010B 	10/18-10/19/00 DM9GX1A2 

Dilution Factor: 1 

Analysis Time..: 20:41 	Instrument ID..: M01 	Analyst ID ..... : 003119 

MS Run # ....... : 0292132 

Araenic 
3.6 200 168 mg/kg 82 SW846 6010B 10/18-10/19/00 DM9GX1A3 

3.6 200 168 mg/kg 82 0.02 SW846 6010B 10/18-10/19/00 DM9GXlA4 
Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Antimony 
ND 50.0 18.7 N 	mg/kg 37 SW846 6010B 10/18-10/19/00 DM9GX1A5 
ND 50.0 24.0 N 	mg/kg 48 25 	SW846 6010B 10/18-10/19/00 DM9GX1A6 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Barium 
250 200 386 N 	mg/kg 68 SW846 6010B 10/18-10/19/00 DM9GX1A7 
250 200 378 N 	mg/kg 64 2.0 	SW846 6010B 10/18-10/19/00 DM9GX1A8 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Cadmium 
0.18 5.00 4.91 mg/kg 95 SW846 6010B 10/18-10/19/00 DM9GX1A9 
0.18 5.00 4.89 mg/kg 94 0.48 SW846 6010B 10/18-10/19/00 DM9GX1CA 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Chromium 
27.3 20.0 47.1 mg/kg 99 SW846 6010B 10/18-10/19/00 DM9GXICC 
27.3 20.0 46.4 mg/kg 95 1.6 	SW846 6010B 10/18-10/19/00 DM9GXICD 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	#..•••••: 0292132 

(Continued on next page) 
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MATRIX SPIKFs SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 14:30 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMT 	AMOUNT 	UNITS RECVRY RPD 	METHOD ANALYSIS DATE ORDER #  
Beryllium 

0.70 5.00 	5.33 	mg/kg 93 	SW846 6010B 10/18-10/19/00 DM9GXICE 

0.70 5.00 	5.37 	mg/kg 93 	0.82 SW846 6010B 10/18-10/19/00 DM9GX1CF 
Dilution Factor: 1 

Analysis Time..: 20:41 	Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Lead 

	

5.5 	50.0 49.3 	mg/kg 	88 	SW846 6010B 	10/18-10/19/00 DM9GXICG 

	

5.5 	50.0 49.4 	mg/kg 	88 	0.33 SW846 6010B 	10/18-10/19/00 DM9GXICH 
Dilution Factor: 1 

	

Analysis Time..: 20:41 	Instrument ID..: MO1 	Analyst ID ..... : 003119 

MS Run #••••.•.: 0292132 

Selenium 
ND 200 158 mg/kg 79 SW846 6010B 10/18-10/19/00 DM9GXICJ 
ND 200 158 mg/kg 79 0.34 SW846 6010B 10/18-10/19/00 DM9GXICK 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Silver 
ND 5.00 4.34 mg/kg 87 SW846 6010B 10/18-10/19/00 DM9GXICL 

ND 5.00 4.36 mg/kg 87 0.41 SW846 6010B 10/18-10/19/00 DM9GXICM 
Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	#..•••••: 0292132 

Cobalt 
10.6 50.0 57.1 mg/kg 93 SW846 6010B 10/18-10/19/00 DM9GXICN 

10.6 50.0 57.4 mg/kg 94 0.42 SW846 6010B 10/18-10/19/00 DM9GX1CP 
Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Copper 
18.8 25.0 44.0 mg/kg 101 SW846 6010B 10/18-10/19/00 DM9GXICQ 
18.8 25.0 44.3 mg/kg 102 0.51 SW846 6010B 10/18-10/19/00 DM9GX1CR 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Molybdenum 
ND 100 83.8 mg/kg 84 SW846 6010B 10/18-10/19/00 DM9GXICT 
ND 100 84.6 mg/kg 85 0.92 SW846 6010B 10/18-10/19/00 DM9GXICU 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

0 ; 

BOE-C6-0173264 



MATRIX SPIKE SAMPLE DATA R$PORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 Matrix ......... : 	SOLID 

Date Sampled ... : 10/16/00 14:30 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED PERCNT PREPARATION- WORK 

PARAMETER AMOUNT AMT 	AMOUNT 	UNITS RECVRY RPD 	METHOD ANALYSIS DATE ORDER #  
Nickel 

20.8 50.0 	66.3 	mg/kg 91 	SW846 6010B 10/18-10/19/00 DM9GXICV 
20.8 50.0 	66.6 	mg/kg 92 	0.47 SW846 6010B 10/18-10/19/00 DM9GXICW 

Dilution Factor: 1 

Analysis Time..: 20:41 	Instrument ID..: 	M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Thallium 
ND 200 178 mg/kg 89 SW846 6010B 10/18-10/19/00 DM9GXICX 

ND 200 180 mg/kg 90 1.0 	SW846 6010B 10/18-10/19/00 DM9GX1C0 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	#•••••..: 0292132 

Vanadium 
51.2 50.0 101 mg/kg 99 SW846 6010B 10/18-10/19/00 DM9GX1C1 

51.2 50.0 99.3 mg/kg 96 1.4 	SW846 6010B 10/18-10/19/00 DM9GX1C2 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MO1 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

Zinc 
50.9 50.0 97.5 mg/kg 93 SW846 6010B 10/18-10/19/00 DM9GX1C3 
50.9 50.0 97.0 mg/kg 92 0.56 SW846 6010B 10/18-10/19/00 DM9GX1C4 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 Analyst 	ID ..... : 003119 

MS 	Run 	# ....... : 0292132 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

~ 
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MATRIX SPIKE SAMPLE DATA REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 	 Matrix ......... : SOLID 

Date Sampled ... : 10/16/00 15:05 Date Received..: 10/16/00 17:25 

SAMPLE SPIKE MEASURED 	PERCNT 	PREPARATION- WORK 

PARAMETER AMOUNT AMT AMOUNT 	UNITS 	RECVRY RPD METHOD 	ANALYSIS DATE ORDER ## 

MS Lot-Sample #: EOJ170121-031 Prep Batc h #•••: 0292249 
Mercury 

ND 	0.167 0.190 	mg/kg 
	

114 	SW846 7471A 	10/18-10/19/00 DM9G21A1 

ND 	0.167 0.172 	mg/kg 
	

103 	10 	SW846 7471A 	10/18-10/19/00 DM9G21A2 
Dilution Factor: 1 

Analysis Time... 21:32 	Instrument ID..: M04 	Analyst ID ..... : 021088 

MS Run # ....... : 0292086 

NOTE (S) :  

Catculations are performed before rounding to avoid round-off errors in calculated results. 
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MATRIX SPIKE SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #••.: DM9G51AC-MS Matrix ......... : 	SOLID 
MS Lot-Sample #: EOJ170121-033 DM9G51AD-MSD 
Date Sampled...: 10/16/00 15:40 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0314002 
Prep Date......: 11/07/00 Analysis Date..: 11/08/00 
Prep Batch #...: 0315095 Analysis Time..: 08:56 
Dilution Factor: 1 Moisture.....: Analyst ID ..... : 	007562 
Instrument ID..: KR7 

SAMPLE SPIKE MEASRD PERCENT 
PARAMETER AMOUNT AMT 	AMOUNT UNITS RECOVERY RPD METHOD 

1,1-Dichloroethene ND 50.0 	50.8 ug/kg 102 SW846 8260B 
ND 50.0 	49.3 ug/kg 98 3.0 SW846 8260B 

Benzene ND 50.0 	51.1 ug/kg 102 SW846 8260B 
ND 50.0 	49.8 ug/kg 100 2.6 SW846 8260B 

Trichloroethene ND 50.0 	49.2 ug/kg 98 SW846 8260B 
ND 50.0 	48.0 ug/kg 96 2.4 SW846 8260B 

Toluene ND 50.0 	52.2 ug/kg 104 SW846 8260B 
ND 50.0 	50.5 ug/kg 101 3.3 SW846 8260B 

Chlorobenzene ND 50.0 	48.7 ug/kg 97 SW846 8260B 
ND 50.0 	48.0 ug/kg 96 1.4 SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
4-Bromofluorobenzene 93 (70 	- 130) 

93 (70 	- 130) 
1,2-Dichloroethane-d4 101 (70 	- 130) 

97 (70 	- 130) 
Toluene-d8 99 (70 	- 130) 

96 (70 	- 130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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PERCENT 
RECOVERY RPD METHOD 
96 SW846 8260B 
95 0.73 SW846 8260B 
90 SW846 8260B 
89 0.89 SW846 8260B 
96 SW846 8260B 
95 1.0 SW846 8260B 
95 SW846 8260B 
95 0.31 SW846 8260B 
88 SW846 8260B 
85 2.2 SW846 8260B 

RECOVERY 

k /5 — .LLU/ 

(75 - 120) 
(65 - 130) 
(65 - 130) 
(80 - 130) 
(80 - 130) 

MATRIX SPIKB SAMPLE DATA REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #•••: DM9LRIAM-MS 	Matrix.........: WATER 

MS Lot-Sample #: EOJ170134-003 DM9LRlAN-MSD 
Date Sampled ... : 10/16/00 	10:45 Date Received..: 10/16/00 	19:00 MS Run # ....... 	 0294255 

Prep Date ...... : 10/19/00 Analysis Date..: 10/20/00 
Prep Batch # ... : 0294460 Analysis Time..: 03:23 
Dilution Factor: 1 Analyst ID ..... : 015590 	Instrument ID..: MSC 

SAMPLE SPIKE MEASRD 
PARAMETER AMOUNT AMT AMOUNT UNITS 
Benzene ND 10.0 9.57 ug/L 

ND 10.0 9.50 ug/L 
Chlorobenzene ND 10.0 9.00 ug/L 

ND 10.0 8.92 ug/L 
1,1-Dichloroethene ND 10.0 9.58 ug/L 

ND 10.0 9.48 ug/L 
Toluene ND 10.0 9.50 ug/L 

ND 10.0 9.47 ug/L 
Tri.chloroethene 1.6 10.0 10.4 ug/L 

1.6 10.0 10.2 ug/L 

PERCENT 
SURROGATE RECOVERY 
Bromofluorobenzene 106 

107 
1,2-Dichloroethane-d4 104 

107 
Toluene-d8 110 

111 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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MATRIX SPIKE SAMPLI3 DATA REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 	 Matrix ......... : SOLID 
Date Sampled ... : 10/17/00 08:29 Date Received..: 10/17/00 17:20 

SAMPLE SPIKE MEASURED 	PERCNT 
	

PREPARATION- WORK 
PARAMETER AMOUNT AMT AMOUNT 	UNITS 	RECVRY RPD METHOD 

	
ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOJ170247-001 Prep Batch #...: 0292254 
Mercury 

0.032 0.167 0.187 	mg/kg 	93 
	

SW846 7471A 	10/18-10/19/00 DNAMX1A4 
0.032 0.167 0.215 	mg/kg 	110 	14 

	
SW846 7471A 	10/18-10/19/00 DNAMXIA5 

Dilution Factor: 1 

Analysis Time..o 17:56 	Instrument ID..: M04 
	

Analyst ID ..... : 021088 

MS Run # ....... : 0293216 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 
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MATRIX SPIKE SAMPLE DATA REPORT 

GC Semivolatiles 

Client Lot #•••= EOJ170121 Work Order #••-: DNCECIA4-MS 	Matrix ......... : 	SOLID 
MS Lot-Sample #: EOJ180158-002 DNCEClA5-MSD 
Date Sampled ... : 10/17/00 	15:30 Date Received..: 10/18/00 	08:15 MS Run # ....... : 	0292229 
Prep Date ...... : 10/18/00 Analysis Date..: 10/19/00 
Prep Batch # ... : 0292481 Analysis Time..: 17:59 
Di.lution Factor: 1 Moi.sture ..... : 100 	Analyst ID ..... : 	018568 
Instrument ID..: G8B 

SAMPLE SPIKE MEASRD 
AMOUNT AMT AMOUNT UNITS  

333 275 ug/kg 
333 285 ug/kg 
333 307 ug/kg 
333 321 ug/kg 

PERCENT 
RECOVERY RPD METHOD 
83 SW846 8082 
86 3.5 	SW846 8082 
92 SW846 8082 
96 4.4 	SW846 8082 

PARAMETER 
Aroclor 1016 

Aroclor 1260 

PERCENT RECOVERY 
RECOVERY LIMITS  
91 (60 	- 	140) 
93 (60 	- 	140) 
81 (60 	- 	140) 
84 (60 	- 	140) 

SURROGATE 
Decachlorobiphenyl 

Tetrachloro-m-xylene 

NOTE (S) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

~ 
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MATRIX SPIKE SAMPLI3 EVALUATION REPORT 

TOTAL Metals 

Client Lot #...: EOJ170121 Matrix ......... : SOLID 
Date Sampled...: 10/16/00 08:00 Date Received..: 10116100 17:25 

PERCENT RECOVERY RPD PREPARATION- WORK 
PARAMETER RECOVERY LIMITS 	RPD 	LIMITS METHOD ANALYSIS DATE ORDER # 

MS Lot-Sample #= EOJ170121-001 Prep Batch #...: 0292310 
Aluminum NC (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJ1A1 

NC (80 - 	120) 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1A2 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Arsenic 84 (75 - 	115) SW846 6010B 10/18-10/21/00 DM9EJ1A3 

85 (75 - 	115) 	0.86 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1A4 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MOl 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Antimony 37 N (75 - 	115) SW846 6010B 10/18-10/21/00 DM9EJ1A5 

40 N (75 - 	115) 	7.1 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJlA6 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Barium 69 N (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJ1A7 

156 N,* (80 - 	120) 	43 	(0-25) SW846 601013 10/18-10/21/00 DM9EJlA8 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Cadmium 83 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJ1A9 

86 (80 - 	120) 	3.8 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1CA 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Chromium 98 (85 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICC 

101 (85 - 	120) 	1.3 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJICD 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Beryllium 93 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICE 
94 (80 - 	120) 	1.4 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJICF 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••••..: 0292131 

(Continued on next page) 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 Matrix ......... : SOLID 

Date Sampled ... : 	10/16/00 08:00 Date Received..: 10/16/00 	17:25 

PERCENT RECOVERY RPD PREPARATION- WORK 

PARAMETER RECOVERY LIMITS RPD 	LIMITS METHOD ANALYSIS DATE ORDER #  
Lead 86 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICG 

88 (80 - 	120) 	2.2 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1CH 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Selenium 81 (70 - 	115) SW846 6010B 10/18-10/21/00 DM9EJICJ 

81 (70 - 	115) 	0.36 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1CK 

Dilution Factor: 1 

Analysis Time..: 00o34 Instrument ID..: MO1 	Analyst 	ID..,..: 003119 

MS 	Run 	# ....... : 0292131 

Silver 72 N (80 - 	120) SW846 60102 10/18-10/21/00 DM9EJICL 

72 N (80 - 	120) 	0.83 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJICM 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Cobalt 88 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICN 

89 (80 - 	120) 	0.66 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1CP 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 	Analyst ID ..... : 	003119 

MS 	Run 	#•.••.••: 0292131 

Copper 96 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICQ 

101 (80 - 	120) 	2.8 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1CR 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Molybdenum 85 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICT 

87 (80 - 	120) 	2.5 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJICU 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Nickel 88 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJICV 

90 (80 - 	120) 	0.93 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJICW 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

Thallium 88 (75 - 	120) SW846,6010B 10/18-10/21/00 DM9EJICX 

89 (75 - 	120) 	1.1 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1C0 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: M01 	Analyst ID ..... : 	003119 

MS 	Run 	# ....... : 0292131 

(Continued on next page) 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot #•••= EOJ170121 Matrix ......... : SOLID 

Date Sampled...: 10/16/00 08:00 Date Received..: 10116100 17:25 

PERCENT 	RECOVERY RPD PREPARATION- WORK 

PARAMETER RECOVERY 	LIMITS RPD 	LIMITS METHOD ANALYSIS DATE ORDER #  
Vanadium 96 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJ1C1 

98 (80 - 	120) 	0.78 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1C2 
Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..c M01 	Analyst 	ID.....: 003119 

MS 	Run 	# ....... : 0292131 

Zinc 93 (80 - 	120) SW846 6010B 10/18-10/21/00 DM9EJ1C3 

97 (80 - 	120) 	2.0 	(0-25) SW846 6010B 10/18-10/21/00 DM9EJ1C4 

Dilution Factor: 1 

Analysis Time..: 00:34 Instrument ID..: MO1 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••.•••: 0292131 

NOTE (S) : 

Calculations are performed before rounding to avoid round-off errors in calculated results. 

N Spiked analyte recovery is outside stated control limits. 

* Relative percent difference (RPD) is outside stated control limits. 

NC The recovery and/or RPD were not calculated. 

~ 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot # ... : EOJ170121 	Work Order #...: DM9EJ1C5-MS 	Matri.x ......... : SOLID 

MS Lot-Sample #= EOJ170121-001 	DM9EJ1C6-MSD 

Date Sampled ... : 10116100 08:00 Date Recei.ved..: 10/16/00 17:25 MS Run #•••-••-= 0292231 
Prep Date ...... : 10/18/00 	Analysis Date..: 11/03/00 

Prep Batch ## ... : 0292474 	Analysi.s Time..: 11:30 

Da.lution Factor: 1 	Moisture.....: 	Analyst ID ..... : 356074 

Instrument ID..: G01 

PERCENT 	RECOVERY 	RPD 

PARAMETER 	RECOVERY 	LIMITS 	RPD LIMITS 	METHOD  
TPH (as Diesel) 	94 	(60 - 130) 	 SW846 8015B 

92 	(60 - 130) 	2.8 	(0-35) 	SW846 8015B 

PERCENT 	RECOVERY 

SURROGATE 
	

RECOVERY 	LIMITS  
Benzo(a)pyrene 
	

86 	(60 - 130) 
83 	(60 - 130) 

NOTE(S):  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

1r' 	•. 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Volatiles 

Client Lot #.-•: EOJ170121 	Work Order #•-•: DM9EJ1C7-MS 	Matrix ......... : SOLID 

MS Lot-Sample #: EOJ170121-001 	DM9EJ1C8-MSD 
Date Sampled...: 10/16/00 08:00 Date Received..: 10/16/00 17:25 MS Rnn # ....... : 0300238 
Prep Date ...... : 10/20/00 	Analysis Date..: 10/21/00 
Prep Batch # ... : 0300094 	Analysis Time..: 00:48 
Dilution Factor: 1 	Moisture.....: 	Analyst ID ..... : 001464 

Instrument ID..: G15 

PERCENT 	RECOVERY 	RPD 
PARAMETER 	RECOVERY 	LIMITS 	RPD LIMITS 	METHOD 

TPH (as Gasoline) 	114 	(80 - 140) 	SW846 8015B 
114 	(80 - 140) 	0.01 (0-40) 	SW846 8015B 

SURROGATE 
a,a,a-Trifluorotoluene 

(TFT) 

PERCENT 
RECOVERY 
126 

122 

RECOVERY 
LIMITS 
(60 - 130) 

(60 - 130) 

NOTE (S) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot #..•: EOJ170121 Work Order #•-•: DM9F21A2-MS Matrix ......... : 	SOLID 

MS Lot-Sample #= EOJ170121-015 DM9F21A3-MSD 
Date Sampled...: 10/16/00 10:35 Date Received..: 10/16/00 17:25 MS Run # ....... : 	0312231 

Prep Date ...... : 11106100 Analysis Date..: 11106100 

Prep Batch # ... : 0312434 Analysis Time..: 21:27 
Dilution Factor: 1 $ Moisture.....: Analyst ID ..... : 	007562 

Instrument ID..: KR7 

PERCENT 	RECOVERY RPD 
PARAMETER RECOVERY 	LIMITS RPD LIMITS 	METHOD  
1,1-Dichloroethene 95 (70 - 130) SW846 8260B 

97 (70 - 130) 2.4 (0-35) SW846 8260B 

Benzene 97 (70 - 130) SW846 8260B 
99 (70 - 130) 2.1 (0-35) SW846 8260B 

Trichloroethene 91 (70 - 130) SW846 8260B 
93 (70 - 130) 2.6 (0-35) SW846 8260B 

Toluene 99 (70 	130) SW846 8260B 
100 (70 - 130) 0.83 (0-35) SW846 8260B 

Chlorobenzene 91 (70 - 130) SW846 8260B 
92 (70 - 130) 0.62 (0-35) SW846 8260B 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS  
4-Bromofluorobenzene 93 (70 	- 	130) 

93 (70 	- 	130) 
1,2-Dichloroethane-d4 97 (70 	- 	130) 

100 (70 	- 	130) 
Toluene-d8 99 (70 	- 	130) 

98 (70 	- 	130) 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

BOE-C6-0173276 



MATRIX SPIIC$ SAMPLE SVALIIATION REPORT 

TOTAL Metals 

Client Lot #•••: EOJ170121 Matrix ......... : SOLID 

Date Sampled...: 10/16/00 14:30 Date Received..: 10/16/00 17:25 

PERCENT RECOVERY RPD PREPARATION- WORK 
PARAMETER RECOVERY 	LIMITS 	RPD 	LIMITS METHOD ANALYSIS DATE ORDER # 

MS Lot-Sample #= EOJ170121-028 Prep Batch #•••: 0292312 
Aluminum NC (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GX1A1 

NC (80 - 	120) 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1A2 
Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	# ....... : 	0292132 

Arsenic 82 (75 - 	115) SW846 6010B 10/18-10/19/00 DM9GX1A3 
82 (75 - 	115) 	0.02 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1A4 

Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: MO1 	Analyst ID  ..... : 	003119 

MS Run # ....... : 	0292132 

Antimony 37 N (75 - 	115) SW846 6010B 10/18-10/19/00 DM9GX1A5 
48 N (75 - 	115) 	25 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1A6 

Dilution Factor: 	1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS Run # ....... : 	0292132 

Barium 68 N (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GX1A7 
64 N (80 - 	120) 	2.0 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1A8 

Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run # ....... : 	0292132 

Cadmium 95 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GX1A9 
94 (80 - 	120) 	0.48 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1CA 

Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run # ....... : 	0292132 

Chromium 99 (85 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICC 
95 (85 - 	120) 	1.6 	(0-25) SW846 6010B 10/18-10/19/00 DM9GXICD 

Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS Run # ....... : 	0292132 

Beryllium 93 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICE 
93 (80 - 	120) 	0.82 	(0-25) SW846 6010B 10/18-10/19/00 DM9GXICF 

Dilution Factora 1 

Analysis Time..: 	20:41 Instrument ID..: MO1 	Analyst ID  ..... : 	003119 

MS Run #•.••.••: 	0292132 

(Continued on next page) 
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MATRIX SPIK6 SAMPLI3 EVALUATION REPORT 

TOTAL Metals 

Client Lot #  ... 	: EOJ170121 Matrix ......... : SOLID 

Date Sampled  ... 	: 10/16/00 14:30 Date Received..: 10/16/00 17:25 

PERCENT 	RECOVERY 	RPD PREPARATION- WORK 

PARAMETER RECOVERY 	LIMITS 	RPD 	LIMITS METHOD ANALYSIS DATE ORDER # 

Lead 88 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICG 
88 (80 - 	120) 	0.33 	(0-25) SW846 6010B 10/18-10/19/00 DM9GXICH 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 	Analyst 	ID.....: 003119 

MS 	Run 	# ....... : 0292132 

Selenium 79 (70 - 	115) SW846 6010B 10/18-10/19/00 DM9GXICJ 

79 (70 - 	115) 	0.34 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1CK 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••••••: 0292132 

Silver 87 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICL 
87 (80 - 	120) 	0.41 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1CM 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MOl 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••.•••: 0292132 

Cobalt 93 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICN 

94 (80 - 	120) 	0.42 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1CP 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MOl 	Analyst ID  ..... : 	003119 

MS 	Run 	#••.••.•: 0292132 

Copper 101 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICQ 

102 (80 - 	120) 	0.51 	(0-25) SW846 6010B 10/18-10/19/00 DM9GXICR 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	#.••.•••: 0292132 

Molybdenum 84 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICT 

85 (80 - 	120) 	0.92 	(0-25) SW846 6010B 10/18-10/19/00 DM9GXICU 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: MO1 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••••••: 0292132 

Nickel 91 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICV 

92 (80 - 	120) 	0.47 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1CW 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	#•••.•••: 0292132 

Thallium 89 (75 - 	120) SW846 6010B 10/18-10/19/00 DM9GXICX 
90 (75 - 	120) 	1.0 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1C0 

Dilution Factor: 1 

Analysis Time..: 20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run 	#•.•••.•: 0292132 

(Continued on next page) 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot #  ... 	: EOJ170121 Matrix ......... : SOLID 
Date Sanipled  ... 	: 10/16/00 14:30 Date Received..: 10/16/00 17:25 

PERCENT 	RECOVERY RPD PREPARATION- WORK 
PARAMETER RECOVERY 	LIMITS RPD 	LIMITS METHOD ANALYSIS DATE ORDER # 
Vanadium 99 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GX1C1 

96 (80 - 	120) 	1.4 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1C2 
Dilution Factor: 	1 

Analysis Time..: 	20:41 Instrument ID..: MO1 	Analyst ID  ..... : 	003119 

MS Run # ....... : 	0292132 

Zinc 93 (80 - 	120) SW846 6010B 10/18-10/19/00 DM9GX1C3 
92 (80 - 	120) 	0.56 	(0-25) SW846 6010B 10/18-10/19/00 DM9GX1C4 

Dilution Factor: 1 

Analysis Time..: 	20:41 Instrument ID..: M01 	Analyst ID  ..... : 	003119 

MS 	Run # ....... : 	0292132 

NOTE (S) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

NC The recovery and/or RPD were not calculated. 

N Spiked analyte recovery is outside stated control limits. 

~ r 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Client Lot # ... : EOJ170121 	 Matrix ......... : SOLID 
Date Sampled ... : 10/16/00 15:05 Date Received..: 10/16/00 17:25 

PERCENT RECOVERY 	RPD 	 PREPARATION- WORK 
PARAMETER 	RECOVERY LIMITS 	RPD LIMITS METHOD 	ANALYSIS DATE ORDER # 

MS Lot-Sample #: EOJ170121-031 Prep Batc h #•••: 0292249 
Mercury 	114 	(80 - 120) 

	
SW846 7471A 	10/18-10/19/00 DM9G21A1 

103 	(80 - 120) 10 	(0 -20) SW846 7471A 	10/18-10/19/00 DM9G21A2 
Dilution Factor: 1 

Analysis Time..: 21:32 	Instrument ID..o M04 	Analyst ID ..... : 021088 

MS Run #•••••.•. 0292086 

NOTE ( S ) :  

Calculations are performed before rounding to avoid round-off errors in calculated results. 

C~ ~I~~'~•~ 
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MATRIX SPIKE SAMPLE EVALUATION RSPORT 

GC/MS Volatiles 

Client Lot #...: EOJ170121 	Work Order #-•-: DM9G51AC-MS 	Matrix ......... : SOLID 
MS Lot-Sample #= EOJ170121-033 	DM9G51AD-MSD 
Date Sampled ... : 10/16/00 15:40 Date Received..: 10/16/00 17:25 MS Run # ....... : 0314002 
Prep Date ...... : 11/07/00 	Analysis Date..: 11/08/00 
Prep Batch # ... : 0315095 	Analysis Time..: 08:56 
Dilution Factor: 1 	$ Moisture.....: 	Analyst ID ..... : 007562 
Instrument ID..: KR7 

PERCENT 	RECOVERY 	RPD 
PARAMETER 	RECOVERY 	LIMITS 	RPD LIMITS 	METHOD 
1,1-Dichloroethene 	102 	(70 - 130) 	 SW846 8260B 

98 	(70 - 130) 	3.0 	(0-35) 	SW846 8260B 
Benzene 	102 	(70 - 130) 	 SW846 8260B 

100 	(70 - 130) 	2.6 	(0-35) 	SW846 8260B 
Trichloroethene 	98 	(70 - 130) 	 SW846 8260B 

96 	(70 - 130) 	2.4 	(0-35) 	SW846 8260B 
Toluene 	104 	(70 - 130) 	 SW846 826013 

101 	(70 - 130) 	3.3 	(0-35) 	SW846 8260B 
Chlorobenzene 	97 	(70 - 130) 	 SW846 8260B 

96 	(70 - 130) 	1.4 	(0-35) 	SW846 8260B 

PERCENT 	RECOVERY 
SURROGATE 	 RECOVERY 	LIMITS 
4-Bromofluorobenzene 	93 	(70 - 130) 

93 	(70 - 130) 
1,2-Dichloroethane-d4 	101 	(70 - 130) 

97 	(70 - 130) 
Toluene-d8 	 99 	 (70 - 130) 

96 	 (70 - 130) 

NOTE (S) :  
Catculations are performed before rounding to avoid round-off errors in calculated results. 

Botd print denotes control parameters 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC/MS Volatiles 

Client Lot # ... : EOJ170121 Work Order #...: DM9LRIAM-MS 	Matrix ......... : WATER 
MS Lot-Sample #= EOJ170134-003 DM9LRlAN-MSD 
Date Sampled...: 10/16/00 	10:45 Date Received..: 10/16/00 	19:00 MS Run #•.•••-•: 	0294255 

Prep Date......: 10/19/00 Analysis Date..: 10/20/00 
Prep Batch #...: 0294460 Analysi.s Time..: 03:23 
Dilution Factor: 1 Analyst ID ..... : 015590 	Instrument ID..: MSC 

PERCENT 
RECOVERY 
96 
95 
90 
89 
96 
95 
95 
95 
88 
85 

RECOVERY 
LIMITS 
(75 - 120) 
(75 - 120) 
(80 - 120) 
(80 - 120) 
(70 - 130) 
(70 - 130) 
(80 - 120) 
(80 - 120) 
(75 - 130) 
(75 - 130) 

RPD 
RPD LIMITS 	METHOD 

SW846 8260B 
0.73 (0-25) SW846 8260B 

SW846 8260B 
0.89 (0-25) SW846 8260B 

SW846 8260B 
1.0 (0-25) SW846 8260B 

SW846 8260B 
0.31 (0-25) SW846 8260B 

SW846 8260B 
2.2 (0-25) SW846 8260B 

PARAMETER 
Benzene 

Chlorobenzene 

1,1-Dichloroethene 

Toluene 

Trichloroethene 

PERCENT 
$URROGATE RECOVERY 
Bromofluorobenzene 106 

107 
1,2-Dichloroethane-d4 104 

107 
Toluene-d8 110 

111 

NOTE ( S ) : 
Calculations are performed before rounding to avoid round-oPf errors in calculated results. 

Bold print denotes control parameters 

RECOVERY 

.. 	-. - , 
(75 - 120) 
(65 - 130) 
(65 - 130) 
(80 - 130) 
(80 - 130) 

BOE-C6-0173282 



MATRIX SPIKE SAMPLE EVALUATION REPORT 

TOTAL Metals 

Cli.ent Lot # ... : EOJ170121 	 Matrix ......... : SOLID 
Date Sampled ... : 10/17/00 08:29 Date Recei.ved..: 10/17/00 17:20 

PERCENT RECOVERY 	RPD 	 PREPARATION- WORK 

PARAMETER 	RECOVERY LIMITS 	RPD LIMITS METHOD 	ANALYSIS DATE ORDER # 

MS Lot-Sample #= EOJ170247-001 Prep Batch #...: 0292254 
Mercury 	93 	(80 - 120) 	SW846 7471A 	10/18-10/19/00 DNAMXIA4 

110 	(80 - 120) 14 	(0-20) SW846 7471A 	10/18-10/19/00 DNAMX1A5 
Dilution Factor: 1 

Analysis Time..: 17:56 	Instrument ID..: M04 	Analyst ID ..... : 021088 

MS Run # ....... : 0293216 

NOTE (S) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 
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MATRIX SPIKE SAMPLE EVALUATION REPORT 

GC Semivolatiles 

Client Lot #...: EOJ170121 Work Order #•••: DNCEClA4-MS Matrix ......... : 	SOLID 

MS Lot-Sample #= EOJ180158-002 DNCEClA5-MSD 
Date Sampled...: 10/17/00 15:30 Date Received..: 10/18/00 08:15 MS Run #k ....... : 	0292229 
Prep Date ...... : 10/18/00 Analysis Date..: 10119100 
Prep Batch #...: 0292481 Analysis Time..: 17:59 
Di.lution Factor: 1 $ Moisture ..... : 100 Analyst ID ..... : 	018568 
Instrument ID..: G8B 

PERCENT 	RECOVERY RPD 
PARAMETER RECOVERY 	LIMITS RPD LIMITS METHOD 
Aroclor 1016 83 (65 - 130) SW846 8082 

86 (65 - 130) 3.5 (0-30) SW846 8082 

Aroclor 1260 92 (70 - 130) SW846 8082 
96 (70 - 130) 4.4 (0-30) SW846 8082 

PERCENT RECOVERY 
SURROGATE RECOVERY LIMITS 
Decachlorobiphenyl 91 (60 	- 140) 

93 (60 	- 140) 
Tetrachloro-m-xylene 81 (60 	- 140) 

84 (60 	- 140) 

NOTE ( S ) :  
Calculations are performed before rounding to avoid round-off errors in calculated results. 

Bold print denotes control parameters 

C~. 
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